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PEEFACE 



Thekapeutic electricity is the utilisation of electrical 
energy for remedial and diagnostic purposes, by applying it 
directly to the living body ; that is to say, by placing the 
body in the path of an electric current. If, therefore, 
the electric cautery, the electric illumination of cavities, and 
similar points, are dealt with in this Manual, it is not because 
such subjects legitimately lie within its scope, but because 
in the absence of a special treatise thereon it is found con- 
venient to include them here. 

Like others who have preceded him, the present writer 
finds it difficult to decide where to begin. In this " age of 
electricity" it might be reasonable to assume a certain 
amount of elementary electrical knowledge on the part of 
the reader ; or it might be considered sufficient to refer him 
for the required information to the usual electrical text- 
books. Either course would materially lighten the present 
volume ; but neither has been adopted. It has rather been 
attempted, by careful selection and condensation, to gather 
together into the smallest possible compass all those points, 
and those points only, which are essential to the medical man 
who practises therapeutic electricity ; leaving it to himself to 
extend that knowledge as occasion offers. 

The drawings of motor points are after those of Dr. 
Castex which appeared in the * Archives d'lSlectricit^ 
Medicale,' 1895, p. 394; and the writer is indebted to 
Professor Bergonie for permission to make this use of them. 

Mansfield Stkeet, W. ; 
November f 1899. 
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THEEAPEUTIC ELECTEICITY 



INTRODUCTION 



This manual deals with electricity solely from its medical The scope and 
aspect. But the practitioner of medicine must in the first electricity in 
instance travel over ground that is not exclusively his own. °^®"*<^*"®* 
In therapeutic electricity, as in other branches of applied 
electrical science, electricity owes its usefulness to the fact 
that it offers a ready and rapid means of transferring energy 
from one point to another.* The electrical engineer by various 
devices transforms chemical, mechanical, or other energy 
into electrical forces, and so makes the former reappear, 
when and where he will, as light, or heat, or sound, or motion. 
The medical man similarly transforms the same energy and 
transfers it ; but this time it is destined to reappear as work, 
in the shape of physiological action, physical effects, or elec- 
trolytic change, on the various tissues and organs of the 
body. It may be true that for the hitter purposes no very 
profound acquaintance with electrical phenomena is abso- 
lutely required; still it is quite certain that the better the 
physician is acquainted witli the fundamental princi))les of 
electro-physics the better lie will be able to turn them to 
account. 

There was a time, and it is not long ago, when electricity 

* S. Thompson. 
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2 THERAPEUTIC ELECTRICITY 

was regarded only as a muscle-contracting stimulus, it 
was measured "by cells'' instead of by definite electrical 
units, its sedative effects were overlooked, its cataphoretic 
power was ridiculed, its influence on nutrition was unknown. 
With an increasing knowledge of electrical phenomena and a 
wider conception of biological physics, views and methods are 
both undergoing change. Physiologists now begin to recog- 
nise that chemical and electrical processes are inseparable 
from those hitherto called "vital," and that electromotive 
force is very commonly the outcome of physiological action. 
Based on such conceptions, therapeutic electricity now stands 
upon a higher level and advances along broader lines ; and 
nothing is more evident than that the only one competent to 
use it is the duly instructed medical man. An improved 
instrumentation is at hand to help him. The use of the 
galvanometer, the rheostat, the current selector, the volt- 
meter, and the commutator are now the commonplaces of 
electro-therapeutic work. The modern induction coil, the 
" combined battery," and the current controller * are an 
astonishing advance on the battery of Haniell elements which, 
fifty years ago, Remak was obliged " to take to pieces and 
clean daily." Every form of electrical energy is now utilised 
in medicine. The three conventional currents, the "Gal- 
vanic," the " Faradaic," and the " Static " are now supple- 
mented, and to some extent supj)lanted, by electricity in new 
modalities. In the electric lighting currents that j)ass his 
door, the medical man finds unfailing sources of electrical 
supply, of unlimited usefulness, and novel power. From the 
lead of an ordinary incandescent lamp he helps himself to 
an ever-ready supply of electrical energy, either of a con- 
tinuous or of an alternating kind. The former furnishes a 
current which, used through a proper controller t will do for 
him all that the uniform flow of the galvanic cell can accom- 
j)lish. Passing the same current through a coil he obtains 

• For utilizing public supply currents, 
t See p. 73. 
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that dis-symmetrical alternating current universally familiar 
as the current of the medical induction apparatus. Still 
availing himself of the same supply he heats his cautery, 
lights an exploring lamp, or charges his accumulators ; or, 
passing the current through a motor, he drives his static 
machine or actuates his therapeutic alternator. The latter 
can in its turn be arranged to supply a current having all the 
smoothness and other qualities of that known as " sinu- 
soidal,^' and with its rapidity, its electromotive force, and 
even the shape of its electromotive force curve, under 
absolute control. If the current that is supplied in the street 
mains be an alternating one, it is passed through a trans- 
former to apply it to the body, to electrise the water-bath, 
to light the exploring lamp, and to heat the cautery. 

The most recent addition to our resources are those 
currents of great frequency and high potential, under whose 
influence the respiratory combustions have been shown to 
increase, skin action to become more active, arterial tension 
to fall, certain bacilli to die, certain toxines to lose their 
toxicity. These currents, first experimented with by 
d' Arson val, have proved useful in the treatment of rheuma- 
tism, gout, asthma, and diabetes. 

Thus the scope of therapeutic electricity is widened. Its 
usefulness is no longer limited to diseases of the nervous 
system ; its procedures no longer confined to localised methods. 
" L'electrisation localisee," tlie watchword of Duchenne, now 
covers only half the ground. The great feature of modem 
practice is that the latter no longer limits itself to strictly 
local applications, but that it also resorts to such methods of 
general electrisation as have a demonstrable influence on the 
nutritive processes and on cell life ; and what the physician 
aims at by treatment of this kind is so to modify the perverted 
vital activity of cells and tissues as to strengthen their resist- 
ance to morbific agencies, and arouse their inherent recu- 
perative power. This is all that treatment can accomplish. 
" Cure " is the work of the living cell. 
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Electrical Electricity and electrification, — What is electricity ? Two 

^^* hundred and fifty years ago it was a viscous fluid ; to-day 

we are awaiting proof of some universal connecting medium, 
some " subtle tenuous aether," that will explain electricity, 
magnetism, and light, perhaps chemical affinity and gravita- 
tion. It is only open to us to say that electricity is an 
invisible agent, unknown excepting by its effects. It is appa- 
rently indestructible and uniformly distributed. The text- 
books of half a century ago follow Franklin in his "one 
fluid" theory and Symner in his "two fluid" theory. Ac- 
cording to the former, electricity is a single imponderable 
fluid, the particles of which, although they mutually repel 
each other, attract all matter; and every substance has 
the capacity for containing a definite quantity of this fluid. 
When the normal quantity is present no phenomena are 
manifested ; when there is less than the full quantity the 
body is charged negatively ; with more than the quantity 
the body is charged positively. In other words, the pheno- 
mena of electrification depend upon a plus or minus of the 
fluid. The " two fluid " theory assuihes that there are two 
kinds of electricity, and these are compared to fluids. They 
are self -repellent, but mutually attract. They both attract 
matter. In an unelectrified body they coexist in equal 
quantities and neutralise each other. The act of separating 
these fluids constitutes the phenomena of electrification. These 
fluids are distinguished as positive and negative, and by the 
signs plus and minus. 

Whatever it may be, electricity is certainly not a material 
fluid : it has no weight, and it is impossible to imagine a 
substance which is self-repellent. 

The fluid theory gave place to the view that electricity is 
"a form of energy." Now energy, like matter, is inde- 
structible, and so apparently is electricity ; but it is not true 
to say of any particular form of energy that it is indestructible. 
It is obvious that any form of energy as such can be created 
by being transformed from some other form or destroyed by 
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being transformed to some other form ; for example, heat is 
generated at the expense of motion destroyed. The point, 
therefore, arrived at is this. Electricity is not a form of 
energy, and little can be stated positively of its true nature. 
But electrical phenomena, i. e. electrostatic action, electro- 
magnetic action, electrical waves — what, in short, is called 
electrification — is a form of energy, and can be made to appear 
and disappear ; and a great deal is known of it and of the 
laws under which it operates.* 

According to present views electricity is regarded as closely 
connected with the aBther. Perhaps it is the aether — that (still 
hypothetical) sether that fills all space, and pervades all bodies, 
and acts as the medium by which the movements of all bodies 
are carried on, — " tlie transmitter of all motion and energy.'^ 
Now taking for granted the existence of an aether, it is assumed, 
according to one view, that the atoms of all substances are 
kept together by lines of electrostatic force, lines existing in 
the aether; that, amongst other things, what is known as 
chemical affinity is nothing else than this electrostatic attrac- 
tion (Fitzgerald). This leads to the conception that all 
electrification is produced by separating the atoms of bodies. 
Such an operation clearly involves two factors : (1) the effort 
to electrify, i.e. the overcoming the power of the atoms of 
bodies to cling together, and (2) resistance to being electri- 
fied, this resistance consisting of the persistence of the 
particles to cling together. If by means of friction or 
chemical action the atoms are separated or drawn asunder, 
these connecting lines of electrostatic force attached to the 
atoms are drawn out or stretched like elastic bands, and space 
(i. e. the intervening tether) thus becomes filled with lines of 
electrostatic force uniting the positively and negatively elec- 
trified bodies, each connecting line having a unit of positive 
electricity at one end and a unit of negative electricity at 
the other (Fig. 1). These connecting lines, as already 
stated, are attached to atoms, therefore, although such lines 

• Wright. 
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exist in aether, they always begin and end on matter. These 
elastic lines of force represent hjrpothetical lines in the aether 
along which " stress *' exists, i. e, the aether is strained ; in 

A 




B 



,\\ y V . V - V. ^ 





ft 

Fro. 1. — Diagram to illustrate strain in the setber. 

other words, there is an elastic yielding in it from which it 
always has a tendency to recover. 

There are now signs that tliis theory of the aether has 
in its turn had its day, and is fdving place to a " rotationally 
elastic fluid aether^' (Larmoor). According to Prof. Hicks 
and others, " there are difficulties especially connected with 
reflection and refraction which decide against any theory 
which imposes on the medium the quality of solidity. On 
the other hand, a rotational theory seems to meet such 
difficulties. This theory attempts to show that the lether 
may possess such elasticity as will enable it to transmit 
undulations of transverse type" (waves of light and elec- 
tricity), while " at the same time it allows masses of matter to 
move freely in it as if it were a gas.^' The rotation of a 
fluid in vortices seems to be tlie only way in which it can be 
imagined that the aether " may acquire the necessary quasi- 
rigidity without actually becoming a solid." The theory of 
electricity, therefore, is so far the theory of the ajther. 
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Such views are touched upon here to bring home to the 
mind the fact that the electrician does not deal with a 
material substance but rather with a condition; that in the 
therapeutic application of electricity no material substance 
passes through the body ; that the electrification of matter 
does not involve " the addition, removal, or transfer " of any 
material thing. 

Having said this much, it is not proposed again to venture 
upon the changing quicksands of electrical theory, but to 
revert at once to the well-beaten track; in other words, to 
fall back upon that conventional phraseology which is founded 
upon an imperfect analogy between an electric current and a 
fluid flow. Therefore, having satisfied ourselves that elec- 
tricity is not a fluid, that electrical energy travels not by the 
conductor but by the aether, that electrification is not a 
substance but a condition, we at once proceed to speak of 
"the electric current,'^ of "the electrostatic flux,'^ of the 
"electro-magnetic flux,'* of "the conductor which forms a 
path for the current," of "the pressure which forces elec- 
tricity through a circuit ; " and we now use this language with 
an easy mind, for we do it with the proviso that such phrases 
are not intended to be an expression of actual facts, but only 
a means of " elucidating phenomena." 
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CHAPTER I 

Electkomotive Force (E. M. F.) 

(''Pressure;'' ''Potential;" " Difference of Potential ;'' 

" Voltage '') 

S.M.P. Suppose two vessels (a and b. Fig. 12), upon the same level, 

equally full of water and connected by a pipe ; — no current 
flows from one to the other. But place the vessels at different 
levels, that is to say place b in the position of b', a current is 
established from the higher to the lower through the pipe. 
In a similar manner electricity will flow from the higher 
(positive) potential to the lower (negative) potential, and the 
pressure which urges the current forward is called electro- 
motive force (E. M. F.). This force will depend upon the 
extent of difference of potential (level). Carrying further 
this water analogy, suppose the driving force to be not a 
difference of level but a pump ; — if the discharge pipe be 
carried round a given circuit back to the source of supply, 
both pump and pipe being full of water, the movement of the 
pump will cause the water to flow and produce a continuous 
current (Fig. 2). The motion of electricity resembles the cur- 
rent through this pump, and is subject to the same conditions, 
viz. that at every instant as much flows out of a given closed 
circuit as flows into it. For the pump substitute an electric 
generator, say a galvanic battery or a dynamo, and a wire 
for the pipe, and electricity for the water, we have a tangible 
conception of an electric current. Placing side by side the 
electric with the hvdraulic terms, it would be said that a 
certain number of pounds of pressure (volts) are required to 



THBRAPEUTEC ELECTBICITT 



overcome the friction (resistance) of the pipe (wire) in order 
th&t the water (electric current) may flow at the rate of so 
many gallons a minute (amp&rea). The larger the pipe (wire) 
the more water (current) could be carried, and the less will 




Fta. 2. — DiftgraiD to ihow analogy bettceen a flan of nater driven omrardi 
by a pninp and hu electric ciirrent produced b) the F M F of a battery. 

be the friction (resistance}, and the smaller the pipe (wire) 
the less the current or gallons per minute (amperes). It is 
thus that by means of that quality whicli in hydro-dynamics 
is called pressure, and in electrical science electro-motive 
force, a current is forced forwards. 

Every electric source, whether a battery, a dynamo, or SourcM of 
other apparatus, may be regarded as a device for producing 
electro-motive force — in other words, for generating a force 
capable of utarting or producing an electric current. All 
these devices depend upon tlie law of the transformation and 
conservation of energy. Tlie methods of transformation for 
our purpose are (1) chemical (a primary or secondary cell), 
and (2) mechanical (frietional and influence machines, dynamo- 
electric machines). There are also otlior sources of energy 
capable of producing electrical forces whicli it is u<)t here 
necessary to study. For example, the living body of an 
animal or plant, being the seat of physical and chemical 
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plieuomena, may be regarded aa a source of electrical energy. 
So also is radiation, i. e. light or heat, an electrical Kource, a 
fact exemplified in the thenno-electrie cell, or in the action of 
light upon selenium. 

Of these variouK sources of E. M. F, the one most familiar 
to the medical man is Jthe primary or voltaic cell (Fig 



Negative pole. 
Poiitlve eleineiit 
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Kvery such cell is mado up of (1) a voltaic couple consisting 
of two " dissimilar elettiical conduttmg substances ; " (2) an 
exciting substance called the electrolyte. If two such liquids 
or electrolytes are used, the cell is called "a double fluid" 
cell. The two substances forming the voltaic pair or couple 
are known as the elemenU of the cell, but sometimes the term 
element is improperly applied to the couple or pair of elements. 
It is usual to make voltaic elements in the form of plates 
or rods, and these are known as the positive and negative 
elements. Thus supposing that we constitute a voltaic cell 
by taking two sheets or rods of dis-similar metals, say copper 
and zinc, immersing them in an acid solution and connecting 
them by a metallic connection, a wire, the wire will at once 
manifest certain phenomena known as electrical. It will 
attract iron filings, it will deflect a magnetised needle, applied 
to a suitable liquid it will decompose the liquid, applying it to 
the tongue it will produce tingling or metallic taste. All this 
has been done by causing an electrical current to flow through 
tlio wire ; in oiher words, we have established a diffrrencc of 
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potential, and current passes from the plate at the higher 
potential to the plate at the lower potential, i.e. current 
flows from the zinc to the copper through the liquid and from 
the copper to the zinc through the wire. Owing to the 
chemical changes that occur a continuous current is thus 
kept up in the circuit. A voltaic element may therefore be 
regarded as a device which by the expenditure of work {e. g. 
chemical change at the expense of a metal), keeps two bodies 
at different potentials, and thereby produces a flow of elec- 
tricity through a conductor connecting one with the other. 
Electricity is, so to speak, liberated at the surface of the zinc ; 
it passes through the fluid of the cell to the copper, and the 
copper being joined to the zinc by a wire, the current flows 
through the wire and so completes a circuit. Without a 
complete circuit the electricity cannot flow. All the parts 
traversed by the current collectively constitute the circuit; 
the part of the circuit within the cell is the " internal circuit,^^ 
the part of the circuit outside the cell is the " external cir- 
cuit." When the continuity of the flow is broken the circuit is 
" open ; " when the conductor is continuous the circuit is said 
to be " closed." When the conductor has an exceedingly 
small resistance the circuit is said to be "short," — the 
battery is "short circuited." The plate from which the 
current flows within the cell is the electro-positive element 
(the zinc) ; the plate towards which the current flows is the 
electro-negative. But the positive pole of the cell is the 
terminal of the electro-negative element, while the negative 
pole is the termination of the electro-positive element. In 
other words, in the external circuit the current flows from 
the copper to the zinc, whilst in the internal circuit it flows 
from the zinc to the copper. The positive pole is marked 
-f, and the negative pole is marked — . When the cell 
is in action, i, e. when it is furnishing an electric current, 
a chemical action is taking place between an electrolyte and 
one of the plates (the positive) which enters into combina- 
tion with part of the electrolyte. The negative plate is 
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not acted upon, but as the result of the decomposition 
of the electrolyte there is a tendency to evolve hydrogen at 
the negative plate ; and if this be allowed to accumulate, the 
ability of the cell to furnish a current is materially decreased. 
And this decrease occnrs not only because the film on the 
copper increases the internal resistance of the battery, but 
because the accumulation of hydrogen may for the moment 
be regarded as transforming the copper plate into a hydrogen 
plate, and hydrogen being elect i-o-positive to zinc a current 
is set up opposing the original one; this is called a counter- 
electromotive force (C. E. M. F.). This accumulation of 
hydrogen is called polarisation, and wlien a cell " gives out " 
from this cause it is said to be " polarised." Various forms 
of conducting substances, usually metals or carbon, are em- 
ployed for the couples. Zinc is usually the positive element, 
the negative being carbon, copper, lead, silver, or platinum. 
The Leclanche cell. — ^Tliat primary cell which for medical 
pnrpoaeH is most generally useful is the Leclanche (Fig. 4). 




■k LecUncIif Pell. 



Here the elements are carbon and zinc, and the excitant is an 
aqueous solution of chloride of ammonium. The chemical 
enei^y which produces the B. M. F. is got in the combination 
between the zinc plate and the solution of ammonium chloride. 
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The Daniell cell. — In that form of Daniell cell known a^ 
the " gravity " cell the two elements are zinc and copper ; 
but here there are two separate liquids, viz. a solution of 
copper sulphate which occupies the lower part of the cell, 
and a lighter solution of ainc sulphate which surrounds the 
zinc plates and floats upon the more dense solution of 
copper sulphate. This is an example of a "double fluid" 
cell (Fig, 5). The zinc plate dissolves under the action of 




Kia. 5.— A Daniel) cell. 

the excitant to form zinc sulphate, hydrogen being set free. 
The latter displaces the copper from its solution and forms 
sulphuric acid and metallic copper ; the acid passing back to 
the zinc, the copper is deposited upon the negative plate. 

Tlie Greiiet cell. — The Oreiiet or bichromate of potash cell 
has a higher E, M. F. (about two volts) than either of the 
preceding, and is suitable for furnishing a. strong current for 
a short time, cy. for cautery purposes or for lighting small 
lamps. The positive element is a plate of zinc ; the negative 
element consists of two plates of carbon. The depoliiriser is 
chromic acid (Fig. 6). 

The peri/ulphafe of merciirij cnU is one having zinc and 
carbon as plates and persulphate of mercurj- as tlie excitant. 
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The chloride of silver cell is a Bmall cell hermetically sealed, 
whose elements are zinc and silver chloride. The two plates 




Via. 6.— A Grenet cell. 

are separated by sheets of blotting-paper and saturated with 
a solution of chloride of zinc. 

The Edison-Lalande cell, an excellent cell for cautery or 
motor work, has its elements of zinc and copper ; copper oxide 
being the depolariser, and the excitant being caustic potash. 
To prevent the formation of a carbonate by contact with the 
air a little heavy paraffin oil is poured over the top of the 
potash solution. 

The Grove and modified Baiisen cell. — The elements are 
zinc immersed in sulphuric acid, and baked carbon in nitric 
acid. 

The " dry cell." — The tenn " dry " is not altogether appro- 
priate, for although this class of cell does not contain free 
liquid, its action depends on the presence of a liquid electro- 
lyte held by some absorbent material such as paper pulp, 
cotton, sawdust, &c. 

The Eellesen or dry Leclancbe is one of these cells (Fig. 7). 
The positive element is a casing of zinc ; the negative is a 
carbon rod, which stands in the centre of the zinc cylinder. 
The depolariser is oxide of manganese. Cells of this clas.s 
are much used on account of their portability. 
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Tta. 7.— Helleien dry cell. 
The following table gives tlie E. M. F. of various ccUk : 
Grenet . (E. M. F.) 21 



Grove 
Bunsen 

Sulphate of mprcurj' 
Leclanche . 
Hellesen dry cell . 
Dauiell cell 
Silver chloride 
Edison-Lalaiide . 



1-9.3 

1-87 

1-6 

1-48 

1-45 

107— M 

104 

0-78 



The aecondary cell or accumulatoi; — The ])roininent differ- 
ence between an ordinary cell and a storage cell is that in 
the former, when the positive plate or the electrolyte is 
consumed the cell ceases to supply current until these are 
renewed. In a necimilart/ cell the elements and electrolyte 
are such that after the cell is run down it can be charged 
again by passing an electric current through it. In the 
ordinary type of storage cell the plates have perforated 
gridH, the latter being filled with a mixture of red lead and 
unlphuric acid on the positive plati^, and a mixture of 
litharge and sulphuric acid on the negative plate. When 
a coiitinuou-s current passes through these, the lead sulphate 
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in decomposed, causing oxygen to appear at the positive 
plate, and hydrogen at the negative. The positive is thus 
peroxydised, and lead di-oxide formed. The negative is 
deoxidised, and spongy metallic lead is the result. When 
these changes have occurred, the cell is then said to be 
charged. When the cell is called upon to give out current 
the dioxide loses oxygen, and the spongy lead becomes 
oxidised, so that they are both reduced to the same condition, 
and must be polarised or "charged'^ again. For the prin- 
ciple of this action see *' polarisation of cells," p. 12. The 
electrolyte is dilute sulphuric acid, sp. gr. 1'50 to 1*70. 
Charging is usually done by connecting the battery 'vvith the 
terminals of a dynamo, the positive terminal of the battery 
being attached to the positive terminal of the dynamo, and 
the negative terminal of the latter to the negative terminal 
of the battery. By having an amperemeter in circuit, and 
looking at it about every hour, and taking an average of 
the observations, the charge is easily ascertained. Instead 
of a dynamo a continuous current from a battery is sufficient, 
but of course the latter nnist be at a higher electromotive 
force than two volts, as the op])osing polarisation current of 
till* accunnilator has to be reckoned with. The advantage of 
storage cells is that they can supply a very powerful current 
at a steady pressure until the cell is nearly exhausted. Fur- 
ther, the cell always stands ready for action without the 
necessary raising and lowering of the elements, as in the 
bichronuite battery. The capacity of an accumulator is mea- 
sured in ami)ere hours, viz. the product of the number of 
am])eres the cell can furnish into the number of hours during 
which it can maintain that discharge, e, g, a thirty ampere 
hour accumulator would give one ampere during thirty hours, 
two amj>eres for fifteen hours, and so on ; but too rapid a 
discharge injures the cell, and therefore its proper discharging 
capacity must, in the first instance, be ascertained. ** Flash- 
in*' " the cells, *. ♦•. connecting their poles through a short 
wire to see if they are in working order, is deleterious. It is 
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stated that a good accumulator ought to be able to supply 
5 — 10 ampere hours for each pound of lead. The E. M. F. of 
such cells in two volts ; their internal R. almost nil. Test for 
voltage by voltmeter, and it the voltage falls much below 2, 
say to I'S, the accumulator requires re-charging, and will be 
injured by further use until this is done. 

The Lithmiode {Fig, 8) is an excellent battery for cautery. 




ight, or radiography It belongs to the "cast" type ot 
accumulator, in contradistinction to the " pasted " tj'pe ; that 
is to say, the paste is made into slabs, and dried and " formed " 
before being handed over to the " caster." The latter arranges 
the slabs in his mould, and metal (not quite pure lead) is run 
into it. The shrinkage of the metal aa it cools binds the slabs 
together, insuring good electrical contact. It is claimed for 
this battery that it caimot " buckle " or lose its shape. 1"he 
plates are threaded on ebonite rods, contact being prevented 
by porcelain " separators." In the smaller lithanode bat- 
teries, such as those used for medical purposes, it is only the 
positive plate which is of the "cast" type. The weight of a 
lithanode batterj', of 500 ampere hour capacity = 226 lbs., 
including acid and glass box. For medical and radiographic 
pnrpoHtis two six-cell 30 ampere-hour batteries are convenient. 
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The "Hatch" battery is the latest form of accumulator, and 
is more or less a new departure. It contains a modification 
of the ordinary pasted plate cell. The paste is held by a 
porous earthenware plate, the latter bein^ placed between 
electrodes of sheet lead. It is claimed that by means of the 
porous partition the active material is secured in position 
better than when attached to the lead plate itself. This dimi- 
nishes weight, and gives the cell a longer life, and risk of 
injury from a very rapid discharge is said to be lessened. 

Rksistakck (R,) 

The current (rate of flow) which a given E. M. F. will send 
through a circuit depends upon the resistance which opposes 
the flow of the current. Other things being equal, the greater 
the resistance the less the current, and the less the resistance 
the greater the current. This relsitionship of current and 
resistance is brought out in Fig. 9. 




Fia. 9. — DUgrani 



* measured 



Resistance (R., - - -- ((leaier tno 

of the circuit the greater, other things being equal, is 



length 



rtsiice(Hfi*rMB»Mj). 
ohms.* The greater tbo 
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the resistance, the greater the area of the cross-section of the 
conductor the less, other things being equal, the resistance. 
The material of which the conductor is made is also an 
important element in resistance ; thus a circuit of low R. 
would be a short thick wire, a circuit of high R. would be 
a long piece of thin wet string. The temperature of the con- 
ductor is also an element of resistance. The ordinary rule is 
that to increase the temperature of a metal is to increase its 
resistance. In the case of liquids and non-metallic sub- 
stances the R. diminishes as the temperature rises. Tempe- 
rature diminishes the R. of insulators, and carbon in this 
respect acts like an insulator. 

The "specific resistance" of a substance is the R. of a 
piece of that substance 1 cm. long and 1 sq. cm. in area of 
cross-section. In metals the specific R. is a small fraction of 
an ohm expressed in millionths of an ohm (microhms) ; in 
liquids, as a rule, R. is conveniently expressed in ohms. In 
substances of low conducting power (insulators) R. is, of 
course, very high, and may be expressed in millions of ohms 
(megohms). The resistance of silver is 1*58 microhms; of 
pure water about 8*7 megohms. But in the case of the latter 
the addition of some saline substance may reduce it to a few 
ohms. Materials whose conducting power is inappreciable 
are called insulators. The R. of the human body is consi- 
dered at p. 94. 



Intensity or "Current" 

(" Rate ofjlow ;" " Amperage ") 

Every electric current presents two great features or quali- intensity 
ties; one of these, viz. pressure or electro-motive force, has "current, 
already been examined. The other is rate of flow or volume. 
This is known as current strength or intensity, or simply 
" current.^^ In England the latter is the commoner term. In 
practical work the unit of '^ Current " is the ampere, hence 
amperage is synonymous with current. 



or 
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a meiuare- There are several methods of measuring the intensity of an 

lenttty eleetric current : — 

torrent **). 

( 1 ) Wlieu a current is passed through an electrolyte, say a 

metallic solution, or water, decomposition takes place, and this 
is termed electrolysis. Thus suppose the electrolyte to be a 
solution of copper sulphate ; — on passing the current through 
it, metallic copper is deposited on the terminal connected with 
the negative pole and an acid substance at the terminal con- 
nected with the ])ositive pole ; and as the amount of decom- 
position will depend upon the (piantity of electricity, the 
latter mav be measured bv the amount of electrolvtic decom- 
position that has taken place. Or suppose the electroh'te to 
Ih* water, a currtMit is passed, and the water is decomposed 
into its component gases ; the oxygen appearing at the 
pi^itive }H>le (anode\ the hydrogen at the negative pole 
(oathiHle\ Heiv again, inasmuch as the amount of decom- 
jxvMtion de^nnids upon the quantity of electricity, it is e^^dent 
that, kuv^win^r how much in^s ivr minute a ifiven intensity will 
lilvrate, a ivrnvt measurement niKv In* nuule of the intensity 
empIv>YtxL It is known tliat a ourr^nit of one milliampere 
will lilvrate 10*-^ vuibiv* luilliuielrt^s of these gases in one 
minute : therefore* a scale v*au easily Iv const ructtnl showinsr 
by the am»nuit of gas UlvrattHl.tho numWrof milliam^>eres of 
ourrx^ut us^xl. Such ar. iustruujent is known as a voltameter, 
inivl the mechvxl as the vv^Itauietrio nieth^nl ,Fig. U>\ 

J Wher. a currx v.: or.vvuiirers r^-sist.^nw, as, for example, 
ill VAi^:ug alv-r.g a th:r, \virx\ the wiry- is heattxl i:i prv^H^rtiou 
to :he >:r\r.g:h vt tbe vurr^ut. rhis is the caloriiiietrio 

:^ Wb.eri * wir^* carrvivi: » currxnir is brvnigh: near a 
ui^iiTV.^'Cistxl tt^vvl^' ::^'^* v.^hc\1\ ^s vledtvt^\l in vrv-ivrt:. - to 
th^ >:rvii^'::i:t o: :h^ vrurrxf-:. Vh> this vrt-cii>V the a-uvrv^ 
*v.^ctr :- ^l-Jtr- *.i:n?:tr .s .v:i>:r-.ccevi : atul ::..^ kv. w- as the 
:^:v:Arv.rvc'CrTv: -:^c:!->I. > :>v .-v -vc>: ocu--o-\ usee :.:r 
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(4) Intensity can also be calculated by Ohm's law (see 
p. 23). 

The medical galvanometer (Edelmann's), shown in Fig. 57, 
is gradaated in milliamp^res and will give readings by 
means of " shunts " up to 500 milliampferes. A " shunt " is a 




Via. 10.— Valtameter. 



means of passing a certain definite proportion of current, 
usually nine-teutha, round by another way, so that it will 
not influence the magnetised needle. The remaining one- 
tenth, therefore, when the Kliuiit screw is screwed home, 
is the only amount registered ; but the whole current goea 
through any conductor, e. y. a patient's body, that may 
be in circuit. The registered amount must, therefore, be 
multiplied by ten to arrive at the proper strength. The 
shunt screws are marked one-tenth, or one-hundredth, or 
whatever amount of current they allow to pass. In the 
galvanometer or mi Hi amperemeter (shown in Fig. 57) the 
dial gives readings of from 1 to 500 luilliamp^reH. 'l^e same 
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CHAPTER II 



Ohm's Law 

Reverting to the water analogy : In Fig. 12 the water in Electrical 
vessel. A, may be supposed to exert one unit of pressure, and '*°^^* 
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Fie. 12 illustrates the electrical units by means of the water analogy. 

this unit in the case of an electrical current we call 1 volt. 
The tube, c, through which the current flows offers resistance 
according to the diameter of the pipe. The unit of resistance, 
in the case of an electrical conductor, we call 1 ohm. With 
the pressure in question (1 volt) it is this resistance of 1 ohm* 
which determines the rate of flow of 1 ampere. This rate of 
flow having continued for one second will have allowed a 
quantity of electricity to flow known as 1 coulomb. Now 
energy (electro-motive force or pressure) cannot be expended 

^ One ohm is about the resistance of one Daniell cell, »nd, as already stated, 
is equivalent to the resistance offered by a columu of mercury 1 sq. mm. in 
section and 106 cm. in length. 
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in overcoming resistance without doing work. In this instance 
we have expended 1 volt of pressure at the rate of 1 ampere, 
and we have done work at the rate of 1 watt. If we main- 
tain the rate for one second we have done an amount of work 
known as 1 joule. We thus arrive at a definition of electrical 
units. 

The volt is the unit of E. M. F. (It will produce a current 
of 1 ampere where the R is 1 ohm.) 

The ohvi is the unit of resistance. (It limits the current to 
1 ampfere when the E. M. F. is 1 volt.) 

The ampere is the unit of current or rate of flow. (It is the 
rate of flow through a circuit whose R is 1 ohm and whose 
E. M. F. is 1 volt.) For medical purposes the ampere is 
inconveniently large, therefore we measure by milliamperes 
or one-thousandths of an ampere. 

The coulomb is the unit quantity of electricity (the quantity 
delivered by 1 ampfere in one second). 

The watt is the unit rate of doing work. (It is the rate of 
doing work when 1 volt causes a current of 1 ampere to flow. 
In other words, the rate of doing work, " activity " is obtained 
by multiplying volts by amperes. The watt is the volt- 
ampere.*) 

The jotile is the unit of work. (One unit of work is 
expended when 1 volt causes 1 coulomb of electricity to pass 
through a circuit. It is the volt- coulomb, i. e. the unit 
amount of work done independently of any time factor. It 
equals 0*738 pound.) 

It is thus evident that these units depend upon each other ; 

the more the pressure the more the ampferes, — the less the 

resistance the more the amperes. That is to say the current 

varies directly as the pressure and inversely as the resistance. 

Ohm't law. This is ^' Ohm^s law.'^ It is embodied in the following 

equation, the most important formula in electrical science : 

^ electro-motive force (volts) E 

Current (amperes) = ;:^,-tancr(ohn.^ " ^'^ ^ = R 

* 746 watts equal one horse-power. 
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Example 1. — If the R of a patient's body be 1000 ohms and 
the E. M. F. 10 volts, what current is passing through him ? 

10 E 

C = ^/^.^7v -p = '^1 amperes, i.e. 10 milliamperes pass- 
ing through the patient. 

If any two factors in the equation are known the third can 
be calculated. 

In other words — 

If C = I then R = I "nd E = C x R 

In example 1, knowing E M F and R we have calculated C. 

Now knowing E. M. F. and C, calculate R. 

Example 2. — If a current of '01 amp. (10 ma.) be passing 
through a patient under a pressure of 10 volts, what is 
theR? 

•Olf , = '»«» « 

Example 3. — Knowing R and C, calculate E. If the R be 
1000 ohms and it be desired to pass a C of '01, what 
pressure will be required ? 

E = -01 X 1000 = 10 volts. 

Example 4. — If '01 amp. of current be passed through a 
patient under a pressure of 10 volts, at what rate will work 
be done on the patient ? 

•01 (C) X 10 V. = -1 watts. 

Example 5. — If work be done at the rate of '1 watt, what 
quantity will be done in 60 seconds ? 

•01 X 60 = '6 joules. 

Another formula, known as the C*R law, arises out of the 
law of Ohm, and it is useful in certain calculations. We 
have seen that E x C ^ watts, but E = C x R. Now if we 
substitute C x R for E in the first equation, we have C x 
(C R) = watts or C^R = watts. The energy expended (in the 
case of simple conductors) takes the form of heat. But what- 
ever form the energy takes, this law is the means of knowing 
the work that is being done in one part of a circuit. Rule, 
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square the current and multiply by the R of the part of the 
circuit in question. 

Example 6. — If with electrodes of a certain size the R of 
the patient be 1000 ohms and the R of a rheostat in series 
with the patient be also 1000 ohms, and given a current of '01 
with an E. M. ¥, of 20 v. ; what will be the rate of doing work 
in the patient ? In other words, how many watts are expended 
on the patient's part of the circuit ? 

•01 X -01 X 1000 = 1-0 watts. 

Example 7. — Now suppose the total R to remain the same 
and, therefore, of course, the C to remain the same, but let 
the distribution of the R be altered in the patient's part of 
the circuit from 1000 to 1500 ohms (say by using smaller or 
worse adapted electrodes), what is the calculation of watts ? 

•01 X -01 X 1500 =1-5 watts. 

It is evident in this case that although the current has 
remained the same, half as much work again has been done on 
the patient's part of the circuit, influencing, amongst other 
things, perhaps the pain felt by the patient. In other words, 
although the rate of flow is always the same in different parts 
of the circuit, the rate at which work is done is in accord- 
ance with the C^ R law. 



CHAPTER III 
How TO Measure and Vary E. M. F. 



The unit of E. M. F., viz. the volt, can be measured directly Meaiurement 
on the voltmeter, or by comparison with a standard cell of 
known E. M. F., e, g, the Daniell. Voltage can also be calcu- 
lated, as already explained, by Ohm's law. 

It is to be understood that inasmuch as the E. M. F. of a How to vary 

E. M. F. 
cell depends upon the excitant and the nature of the plates, 

it cannot be increased by increasing the aize of the cell. 

E. M. F. can only be increased by connecting together a 

number of separate cells, so that they supply their current to 

the same circuit. Cells so connected together collectively 

form " a battery." 

1. When the highest E. M. F. is required the cells are Methods of 

connected " in series," i. e. the negative pole of cell A is cells. 

connected with the positive pole of cell B, the negative pole 

of B with the positive of C, and the free negative and free 




a. 



B. 

Fio. 13. — Cells connected " in series." 



C. 



positive poles of A and C form the terminals of the battery 
(Fig. 13). Here the E. M. F. of the series is equal to the 
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sum of the E. M. F. of the separate cells. Thus, a battery of 
four Leclanche cells connected in series, each cell having an 
E. M. F. of 1*5 volts, would have a total E. M. F. of 6 volts. 

2. If, on the other hand, cells are connected as in Fig. 14, 
i, e. having their positive poles joined to form one pole of the 




Fig. 14.— Cells connected "in parallel." 

battery, and their negative poles joined to form the other pole 
of the battery, such cells are said to be connected " in parallel." 
What has been done in this case is to form one large cell by 
joining the plates of several cells, so that the electro-motive 
force is the E. M. F. of one cell only, but the internal R will 
also be the R of one cell only. Therefore, in joining cells in 
parallel, although the E. M. F. is brought down to the 
E. M. F. of one of the cells so joined, the total R of those cells 
is divided by the number of cells. Other things being equal, 
the R of a cell depends upon the extent of the cross-section of 
its plates. Now, in this instance cross-section has been 
increased by joining the plates of the same polarity, there- 
fore resistance is diminished, and brought down to that of 
one cell. 

3. There is a third way of connecting cells, viz. " in groups,'^ 
i. e. some in series, and some in parallel ; e. y. take four cells, 
place two in one series, and the other two in another series, 
join the positive poles of the two groups to form a positive 
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pole, and the negative, poles of the two groups to form a 
negative pole, the effect of this is to halve the number of 
cells, and double their size (Fig. 15). 




Fio. 15. — CelU connected "in groups." 



The above methods of connecting up cells have a very 
important practical bearing, inasmuch as by their means the 
battery can be adapted to the kind of work it is called upon 
to perform. 

I. For ^^galvanisation" the R of the external circuit, i, e, 
the R of the human body, is very high, say 1000 ohms and 
generally more, and to overcome this high R there is required 
a high E. M. F. Therefore join the cells " in series " (Fig. 
13). 

II. But for cautery work a different set of conditions are 
met with. The R of the cautery is very low (say 0'05 to 0*1 
ohm) ; there is nothing to be gained by adding E. M. F., so 
long as R is added at the same time, as would be done by 
connecting in series. Therefore, instead of increasing cur- 
rent by increasing E. M. F., diminish R, the third factor in the 
equation, by having large cells of such construction as to give 
them low internal R («.[/. bichromate cells or ace unmla tors), 
and join them in parallel (Fig. 14). As an example, take an 
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ftocumulator having an E. M. F. of 2 volts, with an internal B 

of 0*05, and a cautery whose R is '1. 

»> 2 

.\.i- . 1 =» 1^.1- =13.3^33 amp., a current sufficient to 
0*0»> -f- '1 O'lo ^ ' 

iuoandosoe a cautery. 

III. For ehxtrolyifiit of tnmoHrs. Here, as in the previous 

oa^^. the question is what is the R to be overcome ; e. g. in the 

AjK^stoli tivatment of a uterine fibroid, suppose that the 

rt»sistanoe to W overcome is t>Ol> ohms., and suppose it to be 

dosireil to j>ass a current of llX) niilliamp^res ; then, as 

K* M. F. tH|uals R multiplieil by C, 60 volts will be required ; 

,AX> ohms X •UX^ amp. = 00 volts^. Taking the E. M. F. of a 

Ur^r^^ fr^^sh I^x^lanche ct^ll at I '5. forty such cells joined in 

s^^ries would supply the requirtnl K. M. F. 

Sw — The R of the tilamcut is low. siiy o to 1> ohms, current 
rvv^uir^xl siKnit I auqvrw Nv^w taking the R as 10* and the 
ourr^u: rw^iiirwi Iving K the mwssary K. M, F* would be 
10 v/l:s^ 10 v^hnts \ 1 a:v.i\ = 10 volts,' 



CHAPTEE IV 

Various Kinds op E. M. F. 

The character of a current varies with the character of the A "con»tant" 
E. M. F. which produces it ; and the latter depends upon the 
nature of the electric source, t. e. battery, dynamo, coil, 
influence machine, or whatever that source may be. An 
E. M. F. which does not vary in strength, i, e. which is un- 
interrupted, uniform and direct, such for example as that of a 
voltaic cell, is said to produce a " constant current." The 
" curve " which represents this E. M. F. is a right line, a c, 
parallel to the axis of the time, o & (Fig. 16) ; and it is evident 




Fig. 16.— a «' contiiinous " K. M. F. 

that a d ^ b e = cf. But the constant state represented by 
a c cannot be established at once ; it is preceded and followed 
by a variable period — the variable period of make, and the 
variable period of break. And these produce excitation 
according to the suddenness with which they are carried out, 
i. e. according to the length of time taken in establishing or 
withdrawing the current. Thus in the Fig. 16 the variable 
state of closure (" make ") is represented as less gradual 
than the variable state of rupture (*' break "),and the physio- 
logical effects will be correspondingly different. 
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A* 



ex. F. 



A eum?nt whose intensity varies regularly and returns to 

the same value at equal times is called a " periodic current " 

Fiar. 17 . The "period" of such a current is a part of the 



J 

•"*» 
^ 



Timt. 



Fig. 17.— a " periodic " E. M. F. 

curve comprised between two pinnts, Jl and JB, similarly placed. 
The/rv,^v^.try is the number of periods a second. 

An E. M. F. that ohansjes direction as well as maimitude is 
aa alrematinsr E. M. F. : thus in Fiij. IS it is seen to alternate 




c^-; 



:rLe 



^:.Sf:^ 



CL 



ovtr 

» • 
vii. 

•r s; 

** >V' 



^ 9 

-ter. < volts pv-c>ir:ve .Ht.d S volts uoirutive. In this case 
chini^^ is i.tade crTAdu^IIy, u ^. rho K. M. F. ^rradually 

uv :o < a in a ivw.::ve d:rxv:knurhtii irradually cv^me^ 
n :o se!-.- sit i.-hon lAlliu^r Wlow the* Uut\ i.r/i>asj>mg 

:.; the niv^t:v^^ >^.u\ it attains its r,Oirative tiiaxiinntn S 

dk: % th^n vi— v.. -shiv.^- to fiot\\ whioh it r^aoh.s at a\ it 
" ohiiii^'s it> vl^rxvtio-. aixi vxivatiu^ th^ oha::>:es as 
rv vr»xiuvV> tr,t' K. XL F. sWwv.. rho w^^ve • - ..». - 
:> .-aI^xI ail a-terv.atiov, ; a vvu-oloto w^vo ov. ^'aob. s:d^, 

. .;. ?. a::-.: 1 . -\ .i\ taVov, :oxvthor \> oalUsl a vvcU. The 
:.i :> tie tiiiix^ r^^-v^-irwi tor tho vx-^-yU-ior^ or tl^ ovo-^. 
rL--:uib<r o: oy.^os :v, a >^\vtul >s oalUv, :ho trwriu-v.^.^/ i^ 
r^urv >l,wii t\.' ivn>\:ao a-a -o«ca:i\o wv^x^.^ i-> e.^>**^ 

tlr ;u:l-^ -^ — ' :^^>«:-^^- VV.UO vlr*,-v\l -X v^. .; 
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the negative wave the curve would be dis-symmetrical. 

An E. M. F. of a dis-symmetrical type is produced by various Di8-8ymxne« 

forms of apparatus of which the medical induction coil is 

the chief (Fig. 19). Here the E. M. F. of the break current 
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Fig, 19. — Primary induced E. M. F. (dis-symmetrical). 

is much greater than that of make, but the quantity of elec- 
tricity in each case is the same, i. e, the area of the surface 
a,h, c = d, e,f, but in the latter the current passes in a shorter 
time. 

It thus appears that the graphic representation of an 
alternating current depends upon the manner in which it 
changes its frequency, direction, and magnitude. 

In galvano-faradisation where the constant and induction Galvano- 

faradic 

coil currents pass through the part at the same time the e. M. F. 
E. M. F. can be represented graphically, as shown in Fig. 20, 




Fig. 20.— Galvano-faradic E. M. F. (Bordier). 

where o A of the galvanic current represents the amount of 
the E. M. F. of the galvanic current, and the straight line A B 
pai*allel to the time line represents the constancy of the 
K. M. F. Hie superposed faradic current produces the 
variations e, e, e, and d, J, d. The ([uantity of electricity 

3 
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£. M. F. of 
constant 
cnrrent 
dynamo. 



" Stotic ** 
E. M. F. 



is represented by the surface comprised between the line A, d, 
e, d, &c., and the time line o, s, and is evidently much greater 
than if the faradic current alone were running. 

A constant current dynamo produces an E. M. F. repre- 
sented in Fig. 21, where A B the line of E. M. F. is parallel to 



0105 



Second5\ *h \i \i i 
Fig. 21.— E. M. F. of constant current dynamos. 

the base line as in the galvanic current, but instead of being 
a plain line it is a fine wavy line, each little wave representing 
the slight variations that occur as the bar in the commutator 
passes underneath the collecting brush. When, owing to the 
construction of the machine, these wavelets are very marked 
the current is called " pulsatory.'' 

The static machine gives an E. M. F. of two forms. (1) 
That of the discharge by sparks. (2) That of the discharge 
by " souffle." When the terminals of the static machine 
are brought sufficiently near, a spark leaps between them. 
This is the result of the disruptive discharge. It is called by 
Bergonie an instantaneous current, and its E. M. F. is repre- 
sented by Fig. 22. The time represented by a, c, varies from 



ae 



Fia. 22.— Static E. M. F. (•' instantaneous ") 

the twenty millionth to the fifty millionth of a second (Lucas 
and Cazin). If, however, the nature of the discharge be 
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altered, fi. g. by the use of metallic points, there will no longer 
be a sudden noisy discharge by sparks, but a low hiss, the 
electric " souffle/' It is disruptive, but takes a much longer 
time than the instantaneous discharge of the spark. In this 
case the point communicates electricity to the particles of 
air in its vicinity, and the latter are therefore attracted to 
the nearest object, for instance the body of a patient, and so 
there is an actual current of moving electrified particles, a 
wind or "souffle,"— the "electric breeze." 

A current whose periodicity is very frequent say, 150,000 to "High 
a million a second is called a current " of high frequency." e. m. P. 
These are obtained by particular methods of discharging a 
condenser. It is not an intermittent discharge, as the instan- 
taneous discharge we have just considered, but its form is 
that of an undulatory current (Fig. 28) . The oscillations take 




Fig. 23. — Undulatinsr E. M. F. obuined by particular methods of 

discharging a condenser. 



the same time, and the amplitude decreases in a geometrical 
ratio. Oscillations of an analogous kind may be seen in a 
bent tube into which water is suddenly allow^ed to return ; a 
hydrostatic equilibrium does not become established until a 
series of such oscillations have occurred. But in the con- 
denser discharge the number of oscillations may be a 
hundred million a second before electrical equilibrium is 
established. 



CHAPTER V 
Magxeti^u. The Isduction Coil 

AiTHOcaH, so far as is at present known, magnetism 
has from a physiological point of view, no influence on 
the living body, the manifest relationship between mag- 
netism and electricity makes it desirable that certain 
first principles should receive attention. The magnetic 
condition can be produced by permanent magnets, or by 
electric currents. The magnetisation of a substance depends 
upon the direction and arrangement of its particles. It is 
assumed that the magnetic flux issues from the north pole of 
the magnet, and after tniversing the region outside, it re- 
enters at the oppttsite pole, and passing through the magnet 
completes the cir^-wit (Fig. 24). The linos of flux, as in the 




Fic. St.— Ua^t ud it* linn of imtgiHtic tlui. 

voltaic and electrostatic cin.'uii, nnvt wicli n>sistance depend- 
ine upon the nature of the substam-v they traverse ; and the 
opposite of that resistance is known as " niajrnetic j.vrmea- 
bility."* When an electric curwni j.asst's [hrv<ui-h a i-ou_ 
kwbilitT of irc« i* ft«(B 3iO u> ISA* liwM that of ur. 



THERAPEUTIC ELECTRICITY 



37 



ductor, e, g. through a wire, that conductor temporarily ac- 
quires magnetic properties, and magnetic flux surrounds it 
in concentric circles. Such circles can be made visible by 
means of iron filings sprinkled over a card pierced by a wire 
carrying a current (Fig. 25) . 




Fig. 25. — Circular lines of mRg^etic flux surrounding a wire through 

which a current is passing. 

If a wire through which a current is passing be in the form Induction, 
of a helix or coil, and a bar of iron be pushed into its interior, 
the circular lines of force (magnetic flux) will run through 
the iron and magnetise it, the movement of electricity thus 
producing magnetism (Fig. 26). The converse also occurs 




Fig. 26. — The movement of electricity produces magnetism, and the 
movement of a magnet produces an electric current. 

magnetism produces electricity ; thus, a magnet pushed into 
a closed helix will produce an electric current in the helix. 
This is induction of E. M. F. by magnetism. When a 
current is sent through one of two coils placed near each 
other, the one through which the current is passing exercises 
an inductive effect on the other, i. e. the passage of the current 
through A (" the primary ") produces a magnetic flux, part of 
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i: ^*^r'!*ri through b '' th^ secoDclan' "}, and an E. M. F. is 
p i:iiai.h lum of b. Thisis "lUDtualindaetion " (Fig. 27). 
: :- z.'.v 'ionr.ir altrrat'"H uf the enrrent in a, i, e. when it 




Fill. ST. — Untnai indactioo. 



U ifi::^: :raJtf. or bn,'kelI.l'rilu■l^]■as*^l. it diminished, that this 
E:a:ual ■■.iJucri'-'ti -xvurs. At the iiKniieiit I't olitsiny the 
bac:erT i-urrvit: a:', iiivi'rs*.' iiiduoiti'ii i-um,>iit ari$«^ in the 
*»;o.::darv o.':!. whilst at the iiioiueiti of ojvniui* the battery 
curreEi, a ■iirvt ourrviit is prvnluiV".! in the se».-v>Hdarj-. t. e, the 
ourrvtit iv, :Ke s^^.^'Ildary is then in the same dinx-tion as the 
l«tterj' i-urr»'ut. and strviiciheuiiik: ii. The direotioit of the 
vtirrent i-; ex{>r*'*si'd l>y l.eii£"< 'aw. which states that the 
indu^.t\l i-urr^'iit always has a dinvtu'n oi't^'sice Ci.> the trance 



whiv-h I'rvtliu 



S II. 



The distiiii-iiou 
eiev.-tric ludui'tiou i 
■■jd-.li.- ■■■.»; or (•rim; 



K-i« 



vii>:Ki out l\v 



:;o a;-, a ;!-.aj!-;iec«>- 
i av.d I'l'. .1 is the 
larv ooil. the ooil ihivtii:!'. which the cell 
i-urr\'nt (>as.si.-s ; h in tlie coil m »hich the curret: is iuduoed, 
the sc'^vudarv ^vil, Tlu- (oriuinals i-t" t!ie yrintary ^vi'. beinj; 
vvituivt^s.! to a \oUaic coll i»<(l.c cho i.vil at; c'lVtrv'-uiatEiiet. 
The tnajTUonc tlii\ lUi\-> [irodticoit [hi-.m-'* '.I'ivk*:!! f. thereby 
induciti): an K. \l. K. , llic tikvivnl i;\->;i>; ;: ci-.c cUrvcciou on 
makinii. iti another iluwUon I'li l-u-itknii;. b.\ V'^. 'jy the 
motion oC the ivrni.tuoin i.uii;iicl. on Ivinx t'lnis: :.a;o the 
wil, prv>duiv.-.. a^ Wi'iitd l.c-^K.-ttn l>> llic cii"*.t!-x-;-.etcr. a 
current in one itirtvu«'ii. .iiul wlic" ilic in.n;..j.i -. i^thvirawn 
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a carrent in the opposite direction. In Fig. 29 we are doing 
with a permanent mai^net what we do in Fig. 28 with a 
magnet produced by an electric current,* 




Fis. 28. — Electro- nngnetic indi 



It has been shown how a coil throutrh which a current is ?*1'" . 

° IDdQCtlOO, 

passing may influence another coil by mutual induction ; but 




it would also influence itself. This is " Belf-inductioi!." That 
such must occur will be readily seen when it is remembered 
that during the growth of a current in a circuit there is an 
increasing nnmlier of lines of magnetic flux passing through 
it, and therefore an induced E. M. F. This E. M. F., which 
retards the rise and fall of the current, being due to the lines 
* Tlinre » R form of imigueto-cWtric generator wliicli wa* well Itnovrn ia 
inediatl pr«ctice muny yeurs ago, conBisling of ■ peniiarent hortethoe nugnat, 
Dearwlioie poles two coils of tine wire are rotated by means of multipljing 
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of force of the current, is called the E. M. F. of self-induction, 
and explains what is known as the ejctra current. This extra 
current appears in the form of the spark at break, and is 
due to the self-induction of the circuit; extra current does 
not appear at make, because the induced current in the primary 
is then opposed to that of the inducing current ; a counter 
E. M. F. is thereby produced, retarding the development of 
the inducing current. At break the induced current is direct, 
and so hel}^ the inducing current, and tends to keep up the 
strength of the inducing current as that current is disappear- 
ing. It thus appears that the effect of self-induction is always 
to " oppose the change." It acts as an electro-magnetic 
inertia. If water power be used to drive a wheel, the inertia 
of the wheel will prevent it from getting into immediate 
motion. If the water power be stopped, the motion of the 
wheel will not immediatelv cease. This is due to inertia.* 
Similarly, self-induction produces a counter electromotive 
force, retarding the development of an electric current, and 
prolonging that current when once set up. 

The E. M. F. pn.>duced in the secondary has abi»ut the same 
nitio to the E. M. F. in the primary as the number of their 
respective turns : thus, if a primary coil consist of 50 turns, 
and the seoondarv of '1000. the E. M. F. of the secondarv will 
be forty times that of the primary, i.e. the E, M. F. will have 
bet*n '" transformed up ; '* and by ivvei'sing the arrangement it 
can W " trausforuuHl down." This is the principle upon 
which transformers and induct iv>n coils an* made. 
Mtdicml In- IVt-r J/^'/tVa/ Induct u»n Coil. — The medical induction coil 

foil 

(Fig. •>*-' is a device for producing K. M. F. by mutual induc- 
tion between a primary and a socv»ndary circuit. The primary 
consists of a companuivelv short lonsrth v^f cvnirso win* with 
few turns, the secv>udary Knug of a gn^ater length vt tiner wire, 
and more turns."*" The secvnulary is usually wrapfvil over a 

* Houston and Keuuel.v. 

♦ Tue primary ha* between lOOniul t5lV turn* of \virv» usu:«riv No. :^ H. \V. O. 
R«*$i$tanct* aboat o to 15 ohm*. K. M. F. vari»* K't«e*u o ar.d C»<^ or mor^ 
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hollow bobbin, which surrounds the primary. When a current 
is sent throagh a primary, and the iutensity varied, or the 




current made ur broken, an alternating E, M. F. is induceil in 
the secondary. Some device is necessary to make and break 
the battery cnrrent. This usually consists of the automatic 
vibrator, known as the Neef hammer. J ts action depends upon 
a small electro-magnet, as will be explained in the diagram. 
The strength of the E, M. F. produced by the coil will depend 
chiefly on two things— (1) The strength of the current 
flowing through the primary; [2} The number of turns of 
wire constituting the secondary (no matter what tlie size 
of the wire may be). The "intensity" will, of course, 
depend upon the E. M, F. generated, and the resistance of 
the circuit. The resistance of such a circuit is rather a 
complex one, being made up of the resistance of the coils of 



«ott>, be 


ig iiifliieoeed 


bj 


the pot 


ion or tha 


«ire.4« 










■riie 8 


cond.ry ,„«y 


Im 


vc iibout 2000 to C 


B. W. 0. 


Kctiitxnre 


'nn 


«a let«e 


en 100 aiul 


between 


10 «u.l 300 vo 









re, tUe number of ti 



nlKlUt 36 



42 



THEBAPKUTIO ELECTEICITY 



wire, the back or counter E. M.F. (due to self-induction), the 
R of the connecting wires, and the R of the subject through 
which the current is passing. For a given primary and 
secondary circuit we can increase the E. M. F., by increasing 
the current in the primary, thereby increasing the magnetic 
tlux ; or by increasing the frequency with which the current 
is made or broken. 

It thus appears that in the primary coil the inverse 
inductions, i. e, the inductions pi'oduced by " make " are 
practically neutralised and effaced by the battery current ;* 
but the direct induction, that is to say, the current produced 
at break, being in the same direction as the battery current, 
acts as a plus to that current. Therefore the current that 
reaches the patient fn>m the primary wire is not an alter- 
nating one ; it is a series of impulses all having the same direc- 
tion. 

Fig. -U is a diagram of the medical induction coil. The 
battery current passes from the carbon of the cell a to the 




Fio. 31. — Pinfrniiu oi' priinftr\' «nd tecondarr winding* of inedic«l 

iiKinctiott coil. 



terminal b on the coil. It then passes to the interrupter; and 
the platinum points of the latter o being in contact, it passes 
thnMigh the primary roil i^ and Kick to the l>attory r/ri the 
terminal it. It wi]l be notioiHl that the primary wire has 
given a branch t<> the terminal r and also one to the terminal 
r' : and it is evident that if the patient W placed between 

• Th« imiiK^i current >ii innke oxpono* it*o»f in th* cloji^d oircnii formed bj 
tlK* o<"»il «n*\ vibrator. It «itv< nM lo*vc the jip{«rAtii» ^l^tris Jones). 
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these two terminals he will be between the two ends of the 
primary coil. The " combined battery " is provided with 
a suitable switch for thus placing the patient in the circuit of 
the primary coil. But it is the secondary coil that is chiefly 
useful in therapeutic electricity. 

In passing through that part of the circuit formed by the Automatic 
small horseshoe coil the current magnetised it, and the result 
of its having become a magnet is that it attracts the small 
arm of the interrupter; this separates the platinum points, 
thereby breaking the battery current, and the horseshoe 
being no longer a magnet the spring returns to contact, and 
the whole process is repeated. In short, the automatic 
vibrator or Wagner hammer (Fig. 32) consists of a magnet 




Fig. 32. — Aatomatic vibrator or " Wajpier hammer." 



working against a spring. The spring pressing against the 
screw point (c) closes the circuit. But as soon as the circuit 
is closed the small coil becomes a magnet (m) and attracts the 
hammer (h) (overcoming the force of the spring), and so 
breaks contact at the screw point. The circuit being broken 
the small coil ceases to be a magnet, and the hammer springs 
back to contact, again closing the circuit, again magnetising 
the coil, and so automatically making and breaking circuit, 
that is to say, fulfilling the conditions necessary to produce 
induction. By turning the screw the pressure upon the spring 
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is altered and the rate of vibration regulated. In order to 
make the interruptions slower the hammer can be lengthened 
with a bar on which an aluminium ball can be raised or 
lowered. 
T^I^Seoon- j^^ ^j^^ secondary circuit there is an induced electro-motive 

force with the rise of the magnetism, and an opposite E. M. F. 
with the fall of the magnetism, both of which give rise to 
currents ; and because these currents are in opposite directions 
the secondary is properly called an alternating current. But 
the wave type is dis-symmetrical (see Fig. 19), the wave at 
break being greater than the wave at make.* The quantity 
of electricity, however, is the same, although it passes in 
a shorter time at break than at make, because owing to the 
counter E. M. F. of self induction, the current in the primary 
rises comparatively slowly. Owing also to self-induction there 
is at break an E. M. F. of self-induction, but this is in the^awc 
direction as the battery current, and strengthens it. The 
magnetism disappears at break more rapidly than it rises at 
make ; therefore at break the E. M. F. is comparatively great, 
and the intensity is proportionately strong, but of shorter 
duration than at make. Consequently the break is the more 
effective stimulus. It is in view of the preponderating influence 
of the current at break that it has become customary with 
medical instrument makers to assign to an alternating current 
that direction in which intensity and physiological effects are 
greatest; hence the signs plus and minus on the secondary 
coil have reference to the direction of the current at break. 
The form of the induction coil current is given at p. 38. 

Regalation of It is necessary that there should be some means of 
coil carrents. ij.* 'Ij.* •! j. j i j.ij 

regulatnig induction coil currents ; and several methods are 
in use. {a) The best of these is the " sledge " arrangement, 
by which the secondary coil can be gradually pushed over 
or withdrawn from the primary, the latter being fixed. This 

* The curve that represents the primary E. M. F. also represents that of the 
secondary ; only the scale is greater owiu^ to the greater number of turns in the 
secondary and therefore the greater E. M. F. 
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increases or diminishes the mutual induction in the two cir- 
cuits; (h) By iusertiujf or withdrawing an intensifying core a 
similar object can be attained, but this is inferior to the sledge 
arrangement, although a useful accompaniment thereof ; [r] a 
third method of decreasing or increasing the magnetising 
power is by the " shielding " tube ; this also is inferior t« the 
sledge; (d) coil currents can be regulated by picking up 
various lengths of the coil wire by means of a pivoted arm 
touching studs. 

In the average English or German coil the interrupter does 
not receive sufficient attention. Rapidity of vibration ought 
to be variable according to the requii-enient in view, and 
variable within a much wider range than is obtainable by the 
adjustment of the screw of the ordinary spring. To obtain a 
really smooth and uniform action the interrupting arrange- 
ment or " contact — break " ought to be actuated from a 
special source. 

Inasmuch as the physiological and therapeutic effects uf Hnteof 

., 11.1 1 1. . - . interruptiu 

coil currents depend largely upon the rate of interruption, it inttueiici-i 
is necessary or at least desirable that the medical i 
coil be capable of giving a range of from 60 to several 
thousand interruptions a minute. A current with very slow 
rate of alternation wilt produce contractions isolated and 
distinct. With a greater frequency, say o to 10 a second, 
the individual contractions show a tendency to run into each 
other. With interruptions yet more frequent the mnscle 
becomes tetanised. This excitant actiou increases until a rate 
of about 60 interruptions a second is reached. Then, if the 
current be a mild one, this effect begins to decrease at about 
the same rate, until with very rapid alt«mations the muscle 
ueoses to respond, and a sedative effect is produced on the 
sensory nerve.s; at 120 to 150 a second such a current ia no 
longer felt, yet still it produces a sedative or anEesthetic effect. 
In other words, under the use of an induction coil current, 
excitant effects gradually increase up to a certain rapidity 
of interruption and then steadily diminish. For the higher 
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rates of vibration (2500 to 50,000 a minute) a motor inter- 
rupter is required. 

Coil currents are of little avail for producing chemical de- 
struction of tissue, but being a series of rapid "current 
creations,*' they have a stimulating power peculiar to them- 
selves. The sedative effect above referred to, that follows 
rapid interruptions, may be due to a numbing effect on the 
terminations of the sensory nerves. 



CHAPTER VI 



'^Static" Electricity 



The phenomena involved in the production of so-called Electriflca- 
static electricity, as well as the principles underlying the 
construction of " Frictional " and " Influence " machines, may, 
in the first instance, be studied in a familiar electrical device 
known as the Pith Ball Electroscope. Two pith balls are 
suspended by a dry silk thread upon a horizontal arm, say an 
ordinary rest or stand. If a stick of sealing wax be now 
negatively electrified by friction and brought near one of 
these balls, that ball will first be attracted to the sealing 
wax, and after contact repelled (Fig. 33). It is attracted 




Fio. 33. — Pith Ball Electroscojje showing electrostatic attraction anil 

repalsion. 

because of the fact that a non-electrified body is attracted 
by an electrified body ; it is repelled because of its having 
by contact with the sealing wax taken the same charge, and 
similarly electrified bodies repel each other. If the two balls 
be now brought near each other they will be mutually 
attracted because one is charged and the other not. After 
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rnuiiiri ihry will b*; rf;pelh?cl, becauHe by contact the electri- 
fif'fl bii.|| hfiH now if ri parted a Himilar charge to the non- 
♦•Iprtrilipd ball. Hringing the (jlectrified sealing wax near 
both biillM tlii'V will br»th n^cedo from it, but they will be 
niivhritul by a fiofi-i«l(Ttrifi(Ml body. But suppose now that 
till* MJlk tlirriMl bo iiioiHtcned : on bringing the electrified 
ftnaling wax ni-ar Mm? ball, attraction will occur %8 before, but 
iiftiM' mtitart' tlion* will ho no repulsion, because the silk 
MMHpnnniiiii Mirrad, l>y lM»ing wetted, has now become a con- 
diirtiir and flinrpffiro carries off the charge from the pith ball. 
Ill nthf«r wtM'dM tlir pith bull can no longer retain its electric 
iMMidKioii : it \h im longer insulated ; it is connected with that 
hngi* cniiiliii«li»i* \\w iMirlh, bv nuMins of the wet string, the 
rolnrt nlnndiMiul thi» tablo. Such experiments therefore have 
diMnnnH(ra(iMl 

ih Thiit bodioM uiuv bo oKvtritied bv friction, a fact known 
(o (ho Hreok philosopher Thales* iW^ rc. ; (2) that bodies 
>«nuilhvlv olootritlod ivpol each other; V'^) that electrified 
tu^UoM iittrhol uon-olootritiod bodies:* l4^ that an electrified 
bod\ uia\ \'\Muuuu\ioato its elect ritioat ion to a non-electrified 
bod\ b\ o\Mitaot ; v"*^ that no bodv can rv*tain its electrified 
o\Mubhou unlow voptU'ate\( t'\>»n^ earth bv insulatinir material. 
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balls to each end of the rod, and bring near to the rod the 

electrified stick of sealing-wax, without allowing the rod and 

sealing wax to touch; the pith balls will diverge, showing 

that near proximity to an electrified body induces the electric 

state ; the rod is " charged,^' it has, in fact, been electrified by 

"induction" This induction is the fundamental fact of 

electrostatic action. Note what has happened. When the 

negatively electrified sealing-wax was brought near the 

insulated rod the latter attracted positive electricity to the 

near end, and repelled negative electricity to the far end. 

In order readily to detect the presence of electrification The 

electroscope, 
the electroscope is used. More useful than the pith ball 

arrangement already noticed is the Gold Leaf Electroscope 

of Bennet (Fig. 85). Two light strips of gold leaf are 




Fig. 35. — Gold Leaf Electroscope. 

attached to a metal rod, this passes through the cork of a 
glass bottle. This bottle answers the double purpose of 
insulator, and screen to prevent air currents from interfering 
with the action of the gold leaves. Approach a rubbed glass 
rod to the knob of the electroscope, the leaves diverge, 
showing that the body touching the electroscope is in the 
electric state. But not only does the instrument disclose the 
fact that a body is electrified, it also gives information of the 
kind of electrification. Proceed thus : First charge the 
electroscope itself by touching the knob with the rubbed glass 
rod ; the leaves diverge, being positively electrified. When 
they are thus charged, a positively electrified body brought 
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near them will cause them to diverge still more. If the body 
to be tested be negatively electrified, the leaves collapse. 

By means of this instrument, and similar simple apparatus, 
many fundamental facts can be demonstrated. The following 
are amongst the most important : 

(1) Electricity is found on the surface of electrified bodies.* 

(2) Electricity tends to accumulate at exposed points or 
regions of greatest convex curvature. 

(8) The electrical effect of a charged body is greater the 
less the distance from another body.t 

(4) Electrical charge can be measured by the mechanical 
force exhibited between two bodies electrically charged. J 
The instrument by which this is measured is known as an 
electrometer. 

Three words, charge , potential, and capacity, are constantly 
mentioned in connection with this subject. Their relationship 
is as follows : 

The potential (difference of electric level) of any conductor 
is proportional to the charge. 

" Capacity " is the charge at unit potential ; therefore the 

ratio of charge to potential is the measurement of capacity. 

Thus, if C is the capacity, Q the charge, and V the potential, 

Q = CV. The potential varies inversely as the capacity. 

Tl«i iUtlc A static machine is an electrical and mechanical de\'ice for 

producing and storing such electrical effects as are produced 
by the friction between the sealing wax and the silk in our 
firHt experiment. We must consider the " frictional machine," 
and the " influence machine." 
ffc# MrtiMi«t A frictional electric machine consists of a plate or cylinder, 

UNually of glass, .which by its rotation rubs against a rubber 

* The Uw U at follows : " In an electrified system electricity is found oulj 
Ml tbe outer unrfAce of conductors, whether solid or hollow, provided that in the 
UUer em§e no insulated charges are within it." 

f Tb# Uw being that ** the force between two small charged bodies is directly 
M tiit |rr<Nlttct of the charges and inversely as the square of the distance between 

f Vor fartl»er in formation on this point read Coulomb's " Torsion Balance ** 
^ §Um4Md $U€irien\ books. 
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of chamois skin or other suitable material, covered or not by 
an amalgam of mercury and tin. Both rubber and rubbed 
acquire the electric state (potential). An insulated conductor 
(the " prime conductor ") is furnished with a comb of metal 
points, which become charged under the inductive influence 
of the glass surface. A sraaller conductor connected with the 
rubber and not insulated takes the opposite negative charge. 
A difference of potential is now established between the two 
conductors which can be continued and increased by the action 
of the machine. Charges can thus be accumulated capable 
of producing sparks across a more or less considerable air 
gap. It is found that an E. M. F. of about 80,000 volts 
will produce a one-inch spark between two slightly convex 
surfaces.* When such an E. M. F. rises high enough to 
discharge across an air gap, it suddenly falls to a more or 
less variable minimum, again recovers itself and again dis- 
charges, and continues to do so whilst the conditions are kept 
up. Such an E. M. F. is represented in Fig. 22, p. 34. 

Frictional machines have been found uncertain and unsatis- The"EIectro- 
factory in their action, owing chiefly to hygrometic conditions, 
and are now replaced by the " Influence machine." To under- 
stand the principle and construction of the influence machine 
it is necessary, besides keeping in mind the foregoing points, 
to consider a little further what occurs in the space surround- 
ing an electrically charged body, in other words, in the 
electrostatic Held, that is, the region across which electrostatic 
induction is taking place. Suppose a metal sphere to be 
charged by contact with a rubbed glass rod. Such a charge 
is usually regarded as situated on the surface of the charged 
body. It is more correct to consider the charge as situated 
in the ether surrounding the metallic sphere. The sphere 
provides a surface to whose atoms are attached the hypo- 
thetical lines of electrostatic force which unite all bodies, and 
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aro Htrotched when bodicH are electrified, i. e, along these 
linoH a Htato of stresH exists owing to the elastic resiliency of 
tho luthor (see Fig. 1) ; in other words, these lines have always 
a tendency to shorten ; so that the statement with which this 
oluipter began, viz. that positively and negatively electrified 
bodies ti»nd to attract each other, might be more accurately 
stnted us follows : positively and negatively electrified bodies 
being connected by stretched lines of electrostatic force have 
always a tendency to come together by reason of the con- 
traction and sliortening due to the elasticity of their connect- 
ing lines. The a^tlier filled up with these lines constitutes the 
olootrostatio field. Now if this field be further explored by 
introducing into it a conductor, as in Fig. 36, what will 
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Ful. a(V*-Th«» '• i^lwlNwUtXc field." 

ha)^)UM\ y The oouduotor \*\*Hevos fr\Mu elivtrv^static strain the 
ether \vhi\^h \\ di»ph»oes, The lines of eUvtrv^statio force oon- 
u\vte\l at \*ue end with the oharv^nl sphert* terminate with an 
\^p|H^xUe oha^^>» \m\ the \^M\duotor >\hiv*h has Invn thrust into 
the ehvt^N^>tat\\^ \\A\\. V\\^\\\ the opjHv^ito side of the con- 
du\U^" the^v *tavt oHum* huen v^f eUvtr\v<ta:u* torvv. having h 
^s\xU\\e >v*i^^ a»\\l oiul\u< a>ia\u >\\th a v.o»rati\e sijtu on matter 
XN\u\o>\ hv^iv r>u* appea\ au\ e vt isvs^tw o av,vi r.e^r^rtve oharv^s 
v^M \ho v^j^px^Mto ^ul^^^ x^t a o>M\\tuoU^v ?hvu>! iv.^^ ^r. eUvtnv 
^^^t^* t\oM ^^. a> a\\\^a\h Maust, kwowv. a^ o\v:r\Ns:5%:v irtJui> 

t.^wx o? o\sUn^>*uus^ \»uU\n\u^>\ b' '»x x--y\^v rVrr.: 3IEI in- 
!^uc^^v vAax^h\u>* ^^ \vy^\>^M^\^\xNi V> \^.^ s' >v^,^\ v>.> r^^s ^t>^,:>7^ ; 
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A is a disc or plate of sealing-wax, resin, or vulcanite ; B 
is a flat metallic disc fitted with an insulating handle c; A has 



Fio. 37. — The clinrged electrophonis. 





Fio 39— The electropbaroi, the 
co\er having been mned and tbe 
electTixCHtic circuit lengthened. 

been rubbed with a cat's skin, and has become negatively 
charged. The metal cover has been placed on the electrified 
disc, and the electrostatic circuit (the electrostatic field) is 
represented by the arrows. But touch the metal cover with 
the finger, in other words connect the cover with the ground, 
now the lines of disturbance of electrical equilibrium exist 
only between the electrified disc and the metal cover {Fig. 38) . 
There are no lines of electrostatic stress between the cover 
and the ground, because the cover cannot retain its chaise 
owing to being connected with eartli, and having therefore 
assumed the potential of the earth. The length of the 
electrostatic circuit has in fact been shortened and strength- 
ened, i. e. the distance between the cover and the plate is the 
smallest possible, therefore induction is the greatest possible. 
Remove the gronnd connection and lift the cover ; the electro- 
atatic circuit is again drawn out or lengthened {Fig, 39), and 
a charge is left upon the disc as well as upon the cover ; the 
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latter beine positive, the disc negative. This cover represents 
the c^illector of an influence machine^ and a discharge can be 
produced from it. The above manoeuvre can be repeated, 
and a series of discharges produced, as long as the elect ri- 
lication of the disc is kept up. This is what the influence 
machine does. The influence machine is a continuous electro- 
phorus. 

Fig- 40 shows a Wimshurst machine. Two or any greater 




Fig. 40. — Diagram of influence macbine with condensers. 



number of vertical glass or ebonite discs or plates a and b 
are placed rather less than an inch apart, and revolve in 
opposite directions. Each plate carries several strips of sheet 
metal, r c r [sectors or carriers) which are fixed to the plates 
radially at intervals. The collectors / / are metal combs 
which closely embrace the discs. These collectors, one charged 
positively, the other negatively, are attached to large glass or 
ebonite supports, r e, and are in metallic connection with the 
terminals of the machine, d <L In front a metal rod known as 
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"the neutralising rod, g" is fixed diagonally at an angle of 
45 to the horizon. There ia another similar rod, appi-oxi- 
mately at right angles to the front one, fixed at the back of 
the other plate. These neutralising rods carry a metallic 
brush at each end, so as to nib against the metal sector of 
the plate. By this means two sectors situated in the same 
diameter on each plate, are brought into metallic connection 
at each revolution of the disc. 

"To nnderatand tbe action of Ihe macbine, suppose tbe conductor* 
to be at different potentiiUs aad compai'e the conditions of anj' two dia- 
meti-icully opposite strips just before tbej touch the neutralising rod. 
Evideutlj ihey also will be at different potentials, because of tlieir 
positiona relatively to tlie conductor. Heuce there will be a trans- 
ference of charge from one to the othei-. On paising beyond the tonch 
of the neutralising i-ud the stripe become disconnected. The one 
which at first was the higher potential carries u Bmall negative charge 
on towards the main conductor of lower potential, while the other 
strip, with its positive charge, moves on towards the inain tondiiclor 
of higher potential. Now exactly the same thing ia going on on the 
other glass plate only in a somewhat reversed manner 

" It is therefore evident that the neutralisiug rod ia always reducing 
to the same potential two strips originally at diffei-ent potential*. 
When the machine is working briskly there is a constant sti'earo of 
positive electricity along the neutralising rode on to the travelling 
strips, and thence across the air spaces to the one main conductor, and 
of course the constant stream of negative electiicity in the other 
dii'ection." (Knott.) 

We have seen that electricity tends to accumulate at pointa Kiectrio J 
or convex surfaces. Thus, on the terminals of an electric '""**•• 
machine the charge is so dense that it teuds to dissipate into 
the air. The air in tlie immediate vicinity of a charged point 
thus itself becomes powerfully charged, and is repelled from 
the point, carrying with it a charge. This is the " electric 
breeze " or " souffle," and is often made use of for therapeutic 
purposes. 

Induction effects of exactly the same nature as those jnst Atmosphwlc 
described may be produced in the human body. Insulate a 
chair by placing it on glass supports, e.g. on tumblers, place 
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a person on the chair with one of his hands over a positively 
charged electroscope, and the other near a negatively charged 
rod. The leaves diverge, showing the induced positive charge 
in the hand nearest the electroscope. From this experiment 
it is not difficult to understand how the living organism may 
be influenced by the electric state of the atmosphere. When 
a heavy thunder-cloud, charged say with positive electricity, 
hangs over the earth, a charge of an opposite kmd is induced 
on the earth immediately beneath ; and a man standing on the 
earth is at the earth's potential. When the lightning flash 
occurs electrical equilibrium is restored, and earth and cloud 
for the moment have the same potential. There is, so to 
speak, an inrush of positive electricity upon the negatively 
charged earth, and this sudden change of electrical condi- 
tion is often felt as a shock by persons at some distance. It 
is known as the " return shock.'' Even in ordinary weather 
there is a difference of potential between the air and the earth. 
In fine weather the potential of the air is usually positive to 
the earth, but sudden changes in distribution occur, and there 
can be little doubt that our bodies are in some way influenced 
thereby.* Indeed, whatever its environment, the human body 
is under the influence of atmospheric electricity. We live, so 
to speak, in an electrostatic bath. The phenomena of the 
latter are identical with those of atmospheric electricity. 
There is no difference in their nature between the spark of 
the static machine and forked lightning. One is disruptive 
discharge between the terminals of the machine, the other 
is disruptive discharge between cloud and earth, or cloud and 
cloud. Even in their audible accompaniments they onlv differ 
in extent. The character and intensity of the thunder 
whether a " clap '' or ** hiss '' or ** crackle,'' depends upon the 

• It h«« been sugrgr^steil that, inasmuch a« the «enr«8theuic, the rheumatic, 
the gouty, and yyeTsoM sufforinjr from »pinal coM disease are better on a clear 
dav th*n on a cloudy one. they ou^-ht to be tre*te.l by negrative electrification. 
The matter, howerer. doe* not seem to be quite so simple n$ this ; although the 
electric state of the air may eventually prove to be the key to electrostatic 
ire*tment. 
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nature aud intensity of the discliarg;e. The rolling anil rever- 
beration that follow thunder come under a different category ; 
the aountls in this case are echoes from clouds of different 
densities (Knott), The thunder-cloud is, perhaps, *' charged " 
by a process similar to that which charges the frJctional 
machine. The rubbing of thf glass and the friction that 
may occur between masses of moisture -I ad en air may be pro- 
cesses not essentially diffei-ent. It Is known that a jet of 
Bt«am passing from a boiler through a wooden nozzle pro- 
daces electricity. This is due to the friction of the pai-ticles 
of condensed water. 

Condfiiaerir. — "The capacity of a conductor is increased Condensen. 
when it is placed near a conductor electrified with the opposite 
kind of charge." The action of all forms of condenser depend 
upon this fact. Hheets of tinfoil separated by sheets of 
paraffiu paper act as efficient condensers; but the most 
important fonn of condenser is the Leyden jar {Fig. 40, k h). 
This is a glass jar with an inner and outer coating of tinfoil up 
to a certain height ; a brass wire carrying a knob at its upper 
end, and ha\Hnga brass chain attached to its lower end, passes 
through the top of the jar, the chain falling on the inner coating. 
When, by holding the knob to the prime conductor of the elec- 
trical machine tlie inner coating is charged, it acts inductively 
on the outer coating, across the glass, attracting a negative 
charge to the glass side of the outer coating, and a positive 
charge to the outside of the outer coating, and thence through 
a chain or other conductor to earth. If the two coatings be 
connected by a conductor, the two opposite charges " attract 
one another," and the jar is discharged. If by tooching the 
outer coating with one hand, and the knob attached to the 
inner coating with the other hand, the body offers a path to 
the current a severe shock is felt. Such shocks are not, or 
at least ought not, to be much used in therapeutic electricity. 

Static electricity applied to the body for therapeutic Fnnktinii 
purposes is known as Franklinisation. For one form of its ''" 
E. M. F. see p. 34. The apparatus required is (1) a static 
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machine of, say, four to eight plates, or more ; (2) an insu- 
lating stool, i.e. a small platform with glass legs twelve 
inches in length (Fig. 41) ; (3) a chair either of metal or 
covered with gold leaf to stand upon the insulating stool. 
This metallic coating diminishes resistance, and increases the 
quantity and pressure. (4) Exciters (Fig. 43). Sparks can 
be applied either directly to the body or indirectly. For the 
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former, a brass or wooden knob is used with an insulating 
handle of glass or ebonite. To this handle is fixed a chain 
which passes through a ring carried by a second insulating 
handle, which the operator holds in his hand, at the same time 
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holding ill his other hand the knob by its insulating handle. 
Thc3 end of the chain is attached to one pole of the machine or 
to earth. The size of the knob, and the speed of the machine, 
and the distance from the body, will regulate the spark,* For 
indirect application the exciter of Rouinillac is useful. It 
measures exactly the length of the spark, and by permitting 
the knobs to touch can he used also for direct excitation. 
The equipment for static treatment is shown in Fig. 41. 

To produce powerful and painless muscular contraction the 
" static induced current" or " current of Morton " will be found 
the most serviceable. It is the product of the static machine 
with condensers (Figs. 40, 41, and 42 a), llie inner coating of 
the Leyden jars is connected with the discharging rods, the 
latter being separated by a small spark gap. If, now, a con- 
ducting cord attached to the outer coating of each Leyden jar 
be held in each hand, it is evident that such an arrangement 
gives two circuits ; one includes the discharging rods, the spark 
gap, and the inner casing of the jars ; in the other circuit there 
is the patient's body, the conducting cords, and the outer coat- 
ing of the Leyden jars (Fig. 42 a) , This current can be applied 
to the body by ordinary electrodes, as in the case of continuous 
or induced currents t Fig. 42 a). 

Another development in static currents has lately been 
introduced by Dr. Morton. It is diagrammatically shown in 
Fig. 42 B, In this disposition of the apparatus it will be seen 
that the patient is not directly included in the sparking- 
circuit of the machine, hut is indirectly connected to that part 
of it which " constitutes one side of a spark gap whose other 
side is preferably connected to the ground," When sparks are 
made to pass at g painle.ss muscular contractions are produced. 
Any ordinary moist i-lectrode may be used, or met-allic plates. 
Tliey may be attached to the patient, or if held in the opera- 
tor's hand they must have insulated handles. This method is 
found to be useful in rheumatism, lumbago, and other condi- 



• Tlie "CleovMtUtii; cviulroUrt" t 

KpplicBtioO*. 



unllv regulnli'i llie sirtrneth of (i 



THEpLAfElTTIC tlLECTRTCITY 




62 



THKRAFEUTIC ELECTUICITY 



Sltfctrlo 



Method* of 



tions ; and Dr. Morton gives eighty cases of sciatica and brachial 
nouritis and neuralgia in which it has been successfully em- 
ployed. It is applied in the "most acute cases and with 
immediate relief from pain/' 

The hreeze can be applied either with the patient placed 
upon the insulating platform, or sitting uninsulated on an 
ordinary chair. For practical therapeutic purposes it is not of 
the very highest importance to distinguish between the two 
poles of the machine, but a ready means of doing so when 
riMiuirod is to place a lighted candle near one of the poles ; 
that polo from which the flame is blown away is the positive. 

There art* several methods of " Franklinisation.^' 

(1) Sparks. — When the brass knob, with its chain falling to 
earth, is brought near the patient's skin sparks are produced 
(Fig. -Ul). Besides the sense of prick or slight shock, there 
art^ pn^duood motor and vaso-motor phenomena. The latter 
show themselves by a pallor, followed by redness, and accom« 
)>Hnioil by a rise in the temperature of the skin. In certain 
jiathologioal inniditions, and notably in exophthalmic goitre, 
the vasiwmotor eflfivts are so marked as to have given the 
name of ** elivtrio dermographism " to the figures that can be 
traiHHl on the skin by means of the sparks (Bordier). The 
motor effects apjvar in a muscular oontn^ot ion, more suddenly 
dovelojHHl by the negative jn^le sj^ark than by the jH>sitive. 
The extout of the muscular ivntraction is prv^jx^rtional to the 
ik|uart> of the leuirth of the sjmrk. and also proportional to 
the diameter of the exciter ,lV>r\lier\ 

^*J' /v.* ■».*'*. — A spherical or nailer exciter is j^s^^l over 
the c\^:hos the ivitieu! :s wearinir. sind a multitude of small 
swrks ri^u',:. whv\><- ;ev,c:h dojvnds on the thickness of the 
c'o:ht>:?^* Thus, rhcrx- :> pr\xlwv\sl a Uval exciraui action as 
^n: a.< vvr:54.r. r\^:?c\ c^-.v:>, but the >^-.:cral ctf^v: is usuallv 
s*siA::vc, 
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eczeniatous affections. The negative souffle produces a greater 
lowerinff of local cutaneous temperature than the positive. 

(4) The etectrontatir bath. — The patient is placed upon the 
insulating stool, and the lattei- being connected with one pole 
of the machine, the patient acquires the potential of that pole. 
His sensations are almost Jti7, but he is traversed by a 
current of high tension electricity, which escapes from every 
salient point of his body. The word " static " is not therefore 
quite an accurate designation for " Franklinic " electricity. 

The physiological effects of the " static bath " are as follows : j 
(1) The frequency of the pnlse and arterial tension are both in- ' 
creased ; (2) Central temperature slightly increased [^ of a 
degree Vigonroux) ; (-3) Muscular power, as shown by the 
dynamometer, is at first increased, but after too long a series of 
seances in diminished; (4) Respiratory combustions are in- 
creased, an effect perhaps due to the ozone ; (5) Sudoriparous 
glands become more active ; {6) The ratio of urea to the total 
nitrogen is augmented ; that is to say, a greater proportion 
of nitrogenous compounds is eliminated in the form of urea. 
These results do not follow the first two applications ; on the 
other hand, if the applications are too frequent, an opposite 
result ensues ; (7) Digestive functions improve and appetite 
increases. The static bath is sometimes more effective than 
iron in aniemic conditions ; (8) A feeling of calmness and well- 
being and disposition to sleep follow its use. (9) It acts npon 
cutaneous and vaso-motor nerves ; dry skin becomes moist, and 
cutaneous circulation becomes active. Wbichever pole be 
used the above effects are obtained (Bordier). But certain 
writers are of opinion that the positive " bath " has a soothing 
action and the negative an exciting one. 



CHAPTER VII 
Currents op (treat Frequency and High Potential 

These currents were first investigated from the physiological 
and therapeutic standpoint by d'Arsonval.* They can be 
obtained by means of a RuhmhorfF coil (Fig. 44) or of alter- 
nating light circuits (Fig. 45). 

Fig. 45 shows (a) at the lowest part of the diagram an 
alternating current dynamo producing a current of low fre- 
quency at 110 volts; (b) an amperemeter; (c) a commutator; 
(d) the primary of a transformer ; {e) a regulator consisting 
of a simple self-induction coil of about seven turns, with a 
core by which the apparent R. of the coil can be graduated^ 
and so regulate the energy in the primary of the transformer. 
The transformer may take ten amperes at 110 volts (1100 
watts). This may be said to constitute the first circuit. 
Following the connections upwards the figure shows the 
secondary of the transformer (/) ; this constitutes another 
circuit traversed by a current of very high potential (15,000 
volts) ; this is the dangerous circuit. The transformer ought 
to be enclosed in a metal receptacle and completely plunged 
into a mass of paraffin to ensure safety of insulation. Pro- 
ceeding from the secondary coil of the transformer (/) 
the current reaches the armatures of a condenser (jr), and 
thence traverses a spark gap (/0«t In the third circuit, the 
circuit of high frequency and no danger, the oscillating dis- 
charge passing from the condenser, traverses the solenoid (i). 

* The terms galvanisation and faradisation seem to have secured a permanent 
place in the f aalty nomenclature of electro- therapeutics ; we are now threatened 
with '* d'Arsonvalisation." 

t The spark must be " blown " by air or by a magnetic field. 
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rit is this soleiioiJ wliich Euniishes the curreut of higli fi-e- 
qiieiicy aud high potential for purposes of treatment. Such 
currents can be produceil in the living body by its being 
placed in !i large solenoid, nud the latter enables the coil last 




of autoconduction (Fig. 4(J), L'nder these conditions sparks 
can be drawn from the body, A second method is to place , 
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the tenniuaU of the solenoid (i) in actual communication with 
the part of the body to be treated by means of suitable elec- 




IftO. 45. — Diagrnm ahowing Ii[g1i frequency ci 
Hlterunting; light ci 



Fio. 46. — Aiitoeonduction. 
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trodes. If a gaj) be made in any part of the metallic circuit, 
each time there is a spark across the gap painless muscular 
contraction is produced. A third method is the method by 
"condensation" (Fig. 44). The person under treatment in 
this case constitutes one armature of a condenser, the other 
armature being near.* Currents of 300 m.a. may, under this 
arrangement, pass through the body. For currents of high 
frequency, intensity is measured by means of a thermometer 
empirically graduated by measuring with the amperemeter 
a current of low frequency. The physiological effects of such 
currents are found to be as follows : 

1. Analgesia at the point of entry and exit of the current. 

2. A fall of arterial tension. 

3. Increased action of the skin. 

4. Increase in the respiratory combustions. 

5. The virulence of blue pus is attenuated, and after about 
half an hour's application the bacillus dies. It has further 
been sliown that an active diphtheritic toxine through which 
such currents are passed loses its toxicity ; a result due, 
perhaps, to the molecular shaking to which the culture is sub- 
jected by the passage of a current of such high frequency of 

alternation. t 

In a connnunication made to the Academy of Sciences, 
Paris, August, 1897, it is claimed for this current: (1) that it 
facilitates the elimination of waste products by the kidney ; 

(2) that it increases the activity of the organic combustions ; 

(3) that it tends to bring about a return to the normal ratio 
between uric acid and urea. Speaking generally, its effect in 
suitable cases is to improve the general condition, nutrition, 
and " tone " of the body, to restore appetite, sleep, and diges- 
tion, to induce an increasing energy and capacity for work. 
It has given negative results in neurasthenia, hysteria, and 
neuritis, but has proved useful in chronic rheunuitism, " gouti- 
ness," obesity, asthma, anannia, and diabetes. It is essentially 

* A sheet of metal below the cashioii of the couch. 

t CommimicftUon lumde to the National Society of Phytict, 1897. 
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the current that acts on the nutritive uroce.sses and cell life. 
It further has an action in skin disease similar to that of the 
static breeze but stronger, especially in superficial diseases of 
the skin, in superficial ulcers, in syphilides, and in various 
forms of eczema, psoriasis, and acne, and in affections of the 
mucous membrane. For this purpose the electrode of Dr. 
Oudin will be found useful. 



GHAFPER VIII 



Current from thk Main 



The Dynamo. ^ DYNAMO is a machine which, by means of electro- 
dynamic induction, enables us to convert mechanical energy 
into electrical energy. The simplest form of dynamo 
would be constructed by taking a loop of wire A (Fig. 47), 



I I'll i, ■ ■ — ^ 




Fig. 47. — Simple form of dyiinmo. 

mounted on a shaft (u), and rotating it between the North and 
South pole of a magnet (m m). In doing this a current is 
induced in the k)op in one direction as it approaches the 
horizontal position, and in another as it ap])roaches the 
vertical position. If we also place upon the shaft two 
metallic rings, connected to the ends of the loop of wire, 
and adjust springs or brushes (e e) ; so as to rest upon 
the rings we can carry off the current. As the latter flows 
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first in one direction and then in another, it is an " alter- 
nating current," But if, instead of two simple rings, we 
connect the ends of the wire loop to a split tube (d), we so 
alter the conditions that instead of an alternating current 
we jirodace a " continuous " one, i. e. one alwaja travelling in 
the same direction. We have, in fact, "rectified "or com- 
muted an alternating current into a continuous one. The 
principal parts of a dynamo-electrit- machine are the magnets 
(mm), the armature (a), the commutator (d), and the collecting 
brushes (be). 

In a pra,ctical dynamo {Fig. 55) the armature, consisting of "^^ »nn«ture. 
sevei'al coils of wire wound round a ring or hollow cylinder, is 
made to revolve in the magnetic field comprised between the 
poles of the magnets, the ends of each of the coils of wire 
being connected together, and to the insulated segments of 
the commutator, upon which rest the collecting brushes which hnuhe»* '"* 
carry off the currents thus induced. Now when the armature 
is revolving rapidly in the magnetic field produced by the 
magnets the lines of magnetic force are " cut," and differences The mtgneti. 
of potential are generated in the conducting wires, so that 
when they are connected to a closed circuit the currents 
produced flow, as already stated, in one direction when the 
annature passes the North pole, and in another direction 
when the South pole of the magnet ia passed. To obviate 
the consequences of this, and to cause the current to flow 
in one direction only, is the object of the "commutator." The Commu. 
The latter is, as already said, divided into segments, 




Com mutator. 



and the brushes are so placed that they are in contact 
with the respective segments so long as the current flows in 
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tlio Hinno direction as the wire coil is revolvinjif, e.g. in Fig. 
•IH wlitMi tlio rurront is K^ing in one direction the brushes 
nn» on (d K),und on (k d) when going in the opposite direction. 
In this way tht* riirront is made to flow in the same direction 
thrt)Ughout tho rirruit. In other words, every dynamo is an 
altorniiting rurront generator, and its K. M. F. may be 
diagrainnuitioiilly ri»]nvsentod by the curved line in Fig. 18. 
liut by using the eommutator we produce a current which 
rtows only in «>ne direction. With one coil on the armature 
theiv inv two waves per revolution; with a larger number 
oi coils thert* are a hirger number of waves, but the latter 
>\ould bo very snuill. .\nd if, as in the case of modem 
central lighting stations, a number of dynamos running at 
difVei^tMU speeedN, and having connnutators of numerous sec- 
\\\\\\s, \\v\\ ummI in parallel with accumulators of large capacity, 
the \\\\o of K, M, F. is practically straight vFig. 21^. It is such 
^MrcuU* only that an* tJt for elect riM hem peutio use, when 
contn\uo\»M c\irrtM\t i^* nHp\i<vd» It may W added that when 
\\ \n dcHi^nMl \\\ incn^^HC the potential only, dynamos, like 
baUev\c*», an* connc\ied ** in series : ** when it is desired to 
o\cvea>ie !l\\* cnvnM\t or annvva^re onlw thev are connected 
'' \\\ panOlel ** or 'Mn\ilt\plc*an\** If an inoreas^^ of both 
potent uil and cnvn^nt \x nsputvd^ the two yrexious methods 
^Mi^ be r\*n\bH\ed, \\u\\ \^ tv^ ^ax^ thev >*r.; W vvnnected in 
'' li^o^^pn*^^ '' n\Mh\)*lc xo>\cv/' 
Wv^x*^ ^^ ^^'^ ^'*^*^ p^>ssuu>N^\^x c*^stv;c ^4:h:*v,c v.va:rs r.:aY K* used 

tN*\ »\^>*n»p\^M\u^ p\np^^x^^^ \\ '■\ NxoV. :n^ As^vrt*:r. :r. iho first 
o»*»oue \\\'S\ \\w\v ^^ *\s* \s^xx'-'.;\ ot s^'i'x s;:»**lcr. ir.ternip- 
on^** »*^ 0\c >o\\>o r^>^ > 'xK >^? •:j;*';;'tv ot v,;vv v Ar.»i s^idden 
< . >^ u\ \^p)**\ p\>^-MON' »'>s>\ *-.o^ *v xv^^N^;v'\ ,vc:.sc!^it*r>ed in 

/m^ n VC ^^i t\»^iN-U > ^v»*">^0-ox V*^x^ O^X-,>J^^--S ,1^?;' TO ^•liNftkac^ 

I V- *«\ »" \ VM • ■ ^v '^ v'^c-^A'" : T^^^'c:;: ike 






Mv.> ^ 



* V . ^ ' 1 \\ .. . • \- NX X *^» V ^ \ '-. * % k * IV >%' 
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Continuous currents, — (1) For their use a reliable " cut-out " Methods of 
should be placed in every therapeutic circuit. The Cunyncf- utilising 
hame " maji^etic cut-out " is the best. Lamps and fuses are dynamo 
not nearly so trustworthy.* 

(2) The patient should never be "in series" with the 
rheostat ; i. e, the patient's circuit should always be a 
"shunt circuit," on the principle shown in diagram (Fig. 49), 




Fio. 49.— The ** sliding shunt." 

where the traversing contact allows the use of just so much 
¥j, M. F. as is required for the purpose in hand.f 

In point of pain and some other physiological effects there 
is undoubtedly a great difference between applying, say 
10 m.a. at 100 volts through a resistance placed in series with 
a patient, and applying 10 m.a. with only just sufficient 
E. M. F. to overcome the R. of the patient\s body ; and this 
will hold good whether the 10 m.a. be obtained from a 
Leclanche battery or from any other source. J Fig. 50 shows 
an apparatus for this purpose. (1) The R. is not altered 
step by step but gradually throughout its whole range. (2) 
The switch and R. are so locked that it is impossible to open 
or close the main circuit until the potential across the shunt 
circuit is nil. (3) It has a very wide range. (4) It has an 
adjustable sto]), so that any range from zero to the limit can 
be obtained. 

• * Current from the Main/ Lewin, London. 

t Ibid. 

X See p. 25 with reference to C*R law. 
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Via. &0.— liilerloukedelmnt rlieoatat (Dr. Hedlej). 



I'ffieieiit apparatus for the 



Pig. 51* shows Hiiother 
same purpose. 

With continuous currents from a "transformed system" it 
will be well to interpose a motor, and make this drive by belt 
a small dynamo, which should vot he fixed on the same metal 
bed-plate. 

For therapeutic purposes there are theoretical but no very 
serioua practical differences between tlie E. M. F. of a con- 
tinuous current from a modem English central lighting 
station and the current from a battery of Leclanche cells, if 
in using the former the patient be placed in a shunt circuit. 
Certainly there is no difference in the chemical effects; I 
have carefully tested the latter point by means of a Gaiffe's 
coulombmeter with a f^iven current for a given time from 
these two sources respectively, and I find that within the 
range of experimental accuracy (within 2 pei" cent.) the 
results are the same, i. e. from either source equal intensities, 
as indicated by the galvanometer, will do an equal amount of 
electrolytic work in a given time. 

The Board of Trade Regulations provide that " the pressure 
of a supply delivered to any consumer shall not exceed 250 
volts at any pair of terminals." Thus on the multiple wire 
system a 500 volt shock is obtainable across the outer mains ; 
and a .'lOO volt shock could under certain conditions be got 
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^^^S^' 




from tlie positive pole to earth. Such accicIt-ntK ouf^lit to be 

guarJinl a;^ninat by placing the patieut on llic iieulral pole, 

• SclisU. 
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and effectively insulating liim from earth. A very consider- 
able It. is required (between the maine) in the sliding shunt 
rheostat. This can easily he done by using an 8-candIe 
power or smaller lamp in series with the rhetistat, taking cart- 
that fuU incaudescence is attained, under working conditions. 
Fig. i32 shows a rheostat for using mntimioiin dynamo 
iirreuts at 100 to 250 volts for cautery purposes. For every 
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better to use it to charge accuumlators for cauterj' and liglit 
purposes, instead of using current direct through a rheostat. 
For accumulators and how to charge them see p. 16.* 
Alternaling dynamo currents. — Such currents are easily and 
safely utilised by placing a substantially made transformer in 
the circuit. A transformer is, as we have -seen, nothing more 
than an induction apparatus through which an alternating 
current pas.-'es, and iu the secondary of which an induced 
current ia obtained whose K. M. F. is of the same form as that 
of the inducing current ; the volts in the secondary being to 
the volt3 in the primary iu direct proportion to the number of 
tnms of wire. Thus 100 volts may be " transformed down " 
to six, eight, or any desired number. It is of great conse- 

tqnence that the arrangement permit of just such an amount 
of voltage being taken from the secondary as is required for 
the porpose in hand. This can be secured iu Gaiffe's "uni- 
versal transformer" shown in Fig. 5'i. In this instrument 
c 
: 



Metliod of 
Klt« rusting 
ceuti for 
nppliCBtioii. 




i'ta. G3.— GBifle'i " UniTerMl Trnniforiiitfr." 

there is also space available to wind a secondary wire for a 
surgical lamp; and this can be used at the same time as the 
cautery. If neither the cautery nor the lamp be used the 
apparatus will give a current of more or less sinusoidal form 

* Ami iip]ieiiJii. 
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for direct applit-afcioii to the patient ; hut in this case neither 
the cautery nor lamp t-ati be used at the same time. 

The cautery for medical purposes may take from 2 to 3 
voltn and lU to 30 amperes; surgical lamps 2 to 10 volts and 
0-Tt to I "5 amp&i-es. Tlie more powerful lamps or projectors 
lakt* of course larger currents, but they seldom require more 
than 16 volts and '2 ampferes. For direct treatment of the 
patient the lar^jfcst amount of current that can bo recjuiretl is 
12.'i ni.ii. and 20 volts, and this is the maximum even for the 
hydrodloL'trit' bath, A " Woakes " or a " Miller and Woods " 
trttnitformor may bo used for the same purposes. The first- 
named iuKtrument has on one bobbin three separate secondary 
coiIb, onti supplies cautery, the second light, and the third gives 
current for application to the patient. The " Miller and 
Woods " in provided with a number of terminala, so that any 
voltwgefrom 2 volts upwards, and any current up to 20 amperes 
eiin be obtained. Kvery such instrumentsbould be tested with 
lit least tlie pressure of the primary mains between its primary 
iind secondary windings before being installed for work. 

Kig, M sluiWN another kind of transformer for using 
eurrentn from iilfcnmroi-s for cnulcry.imd surgical lami)s. To 




^w\i H ptaMnuui liiirn.<r tvliglit (»r one hour this apparatus 
InkoH i4U>iit half H unit «( i>li>clrioily.t 

t A Hixnt ^t TmhW \\\>\i 1* imm n«tt* («• Kl^irkitl I'niu. p. 53;, 
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Currents of a sinusoidal type may easily be obtained, even 
if the electric lighting; circuit be a continuous one, by the use 
of a small motor driving an alternating current generator. 
The therapeutic alternator of Kennelly and other instruments 
of the same type are well known. Even if the supply be an 
alternating one this arrangement might be preferable to 
simply using current through a transformer, inasmuch as the 
E, M. F, and frequency of the useful circuit could thus be 
accurately controlled. 

Putting the foregoing points into technical language for the 
guidance of instrument makers they may be summed up as 
follows : The ideal system from an electro-therapeutic point of 
view would seem to be a direct continuous current supply 
with a. traversing interlocked shunt rheostat, for the purposes 
of direct application ;* together with a motor driven alternator, 
arrangements for varying speed, field excitation, and the 
insertion of "capacity," "self-induction," or "'resistance," 
periodically or continuously into the circuit. For light, 
cautery, and charging accumulators the requirements are 
adequately met in existing apparatus in trade catalogues. 
With the.se arrangements, and with the safety devices pre- 
viously recommended, any form of current can be obtained 
with a wide range of electro -motive force and periodicity 
("frequency"), and at the same time with iin absolute 
absence of risk. The time ought to be approaching when 
electricity will be prescribed and administered not only in 
measured units of intensity, density, and time, but with 
definite ideas of the shape of the electro- motive force curve, 
and of the therapeutic indications that a given curve may be 
expected to fulfil. 

Under the name of " giitvaoidal voUaisation," Prof, Sinutoidal 
d'Ai-sonval has recently introduced the .sinusoidal currents ' *"" '""' 
into practice. We have seen (Fig. 18) the form of K. M, F. thus 
produced, — it is of a symmetrical, alternating type. The very 
smooth and regular variations in the current do not act pain- 
• Vig. ei fnIKU tliD reqtiimnenla. 
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fully on the sensory nerves as do the brusque alternations of 
the coil. There is experimental and clinical evidence to show 
that without producing muscular contraction these currents 
have a powerful action on nutrition, and especially on the 
oxidations. Although often without action on the striated 
muscles, they nevertheless produce vigorous contractions in 
the non-striat-ed muscles. In certain painful conditions of 
the uterus and its appendages a very marked sedative action 
is obtained (Apostoli). Their power to produce the migration 
of the ions in the human body has been proved by applica- 
tions through bath electrodes containing pilocarpine, the fre- 
quency being varied from 6 to 120 periods a second, and 
the E. M. P. being 27 V. The effects of pilocarpine upon 
the sudoriparous glands appeared airiinltaneoualy at the two 
electrodes ; this action, well marked with a low frequency, 
went on decreasing as the frequency increased. Prof. 
d'Arsonval'K dynamo for producing these cuiTPnts is shown in 
Fig. 55. 




Experimenting with a Kennelly alternator run at very 
high speed, the following points have been recorded.* 

• E. W. Scripture, iii ' !«cieui:e.' 
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Sensory effects depend upon the frequency : Frequency 

influences 
At 840 alternations a second the current begins to be disagreeable. sensory and 

960 „ „ „ painful. motor effects. 

1440 ,, M „ pain ceases. 

a point not determined „ „ eonsation disappears. 






Motor effects. — These also vary with frequency. As fre- 
quency rises from zero, the muscles steadily contract up to a 
certain point ; then they gradually relax. 



6 
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CHAI'TER I 

Thk Klbcteothkkai'kutic Olitfit 

The reqiiirernc'iita are : 

1. A " coinhlned" hatterij, i.e. a switchboarJ giving control 
both of continuous current (galvanic) and of induction coil 
current (Earadic) (Fig. 56).* The source of supply for con- 
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tiiiuoiis current may be either thirty to sixty Leclanche cells, 
or continuous dynamo current from modem electric lighting 
installation. The induction coil ought to be of the " sledge ** 
type. 

2. The battery must have a double current selector, i. e. a 
means of throwing cells into action one by one commencing 
with any particular cell ; also a rheostat by means of which 
resistance may be gradually diminished to the passage of a 
current. For public supply currents a rheostat on the shunt 
principle is necessary (see current from the main, p. 73), 

3. Whether the source of supply be a battery or continuous 
current dynamo, there must be a "current changer" for 
changing quickly from continuous to alternating (" galvanic " 
to " faradic ^'), and a " pole changer " or reverser for changing 
the sign plus or minus of the electrode, i. e. changing quickly 
from positive to negative or vice versa, A "current com- 
biner " for using both currents together is also desirable (see 
Fig. 50). 

4. A milliamperemeter (see p. 21). 

5. A sot of electrodes. 

6. Electrolysis needles of various kinds. 

In addition to the above the medical man who devotes 
himself especially to electro-therapeutics will have — 

7. A voltmeter for measuring the E. M.F. of the battery or 
any particular cell, or measuring the resistance of various 
parts of the circuit. Many milliamperemeters are also volt- 
meters (see p. 22). 

8. A static machine and a]>pliances (see p. 57). 

9. Apparatus for obtaining currents of great frequency and 
high potential (see p. M), 

10. A hvdro-electric bath. 

11. C'autery battery (Fig. ''^T), or arrangements for heating 
cauteries frvun light mains (see below^. with set of cautery 
instruments (Fig. ^VS) and universal handle (Fig. 59). 

In further explanation i>f the foregoing points it may be 
stated that : For a stationary Imtteiy theiv ought to be forty 
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to seventy cells of the Leclanche type, i. e. with zinc for the 
positive, and carbon for the negrative plate. They may be 




Fio, 57. — & cnutery and liglic batter)-.* 
flaid cells or dry cells. They should be arranged " in series " 
in a cupboard or cabinet. A wire attached to the carbon, and 
taken to a terminal or "binding post" will be the positive pole. 
The terminal connected to the zinc plate will be the negative 
pole (see p. 10). A rheostat and cell collector and a milli- 
amperemeter are placed in circuit, and the wires carried to a 
switchboard, with terminals or binding posts plainly marked 
positive or negative. The same switchboard should also give 
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control of the induction coil by suitable switchee. It is 
noceRBary for purposes of diagnosis to be able to change 



fT 
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naf. Gr. 

Fl9. 58.— Cautery burnerf. 



quicily from one current to another ; and in treatment, to be 
able to pass both currents tbrong-h the part at once. This ia 




Pio. B». — Univmal handle for naUij. 

effected by means of a " current changer " and a " current 
combiner." There should also be a " pole changer," for 
quickly altering the sign of the electrode from positiTe to 
negative (plus to minus) or rice fCTJtfi. 

These are shown in the portable combined battery {Fig. 56). 
It is "portable," inasmuch as it contains only forty small 
cells ; and " combined," as it contains both a continuous 
current battety and an induction coil. If the continuous 
current is desired, the switch is turned to (1 ; for the Faradic it 
is turned to F; and if then the switch on the extreme right be 
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tomed to N (nonnal), the terminal marked plus is positive, 
and the other is negative. If the same switch be turned to 
R {reverse) the true sign of the terminala is also reversed. 
If it he desired to use both currents at the same time, the 
switch stands midway between G and F; then the patient 
will receive both currents simultaneously. The double cell- 
selector shown is known as a " crank collector," i. e. by 
turning the crank any number of cells from one to forty may 
be gradually introduced into the circuit; or any particular 
cell or combination of consecutive cells may be selected. 

The Rheontat or current controller is a device for gradually 
turning "off " or "on" the current, by introdnciug or removing 
resistance from the circuit smoothly and without breaks. Its 
purpose is tho same as that of the current selector, but its 
action is more smooth, A graphite rheostat with a mercury 
contact is shown in Fig. 60. Many forms of rheostat are 




made. Excepting when very small E. M. F. is used, all 
rheostats ought to be so arranged that the patient is not " in 
series " with the electric source (whether the latter be cells 
or dynamo), but in a " shunt " circuit. This allows only the 
E, M. F. necessary for the particular purpose in hand to 
be used, see p. 73, " Current from tho Main." It has been 
objected that graphite is unsuitable for rheostats, inasmuch as 
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its R is apt to vary. This is of little moment, as the i 
amperemeter is always in circuit to denote the current 
passing. Water rheostats are often used, bnt they are rather 
clumsy, and not capable of any very quick movement, and 
they always leave a certain amount of resistance in circuit. 
These are not very valid objections, and the rheostat of 
Professor Bergenia, Fig. CI, is a most practical and useful 
instrument.* 




Miltiamperemeler (see p. 21). — "It is no more right to 
• The writer c&o rMommend from penonal eiperience the WiUia* cammt 
oDtroller (bcothal) which ii capable of imoochW throwing ii, R. fnun -OS t» 
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administer electricity without measuring it than to administer 
drugs by guess work." The galvanometer most often used in 
this country is, perhaps, that of Edelmann, which depends 
upon the principle of the deflection of a magnetic needle by a 
current, see Fig. 56. 

The Induction Coil, Figs. 30 and 56, should be of the 
"sledge^' iy^Gy i- ^. one in which the secondary can be pulled 
over the primary. It is necessary to be assured that the 
contact-break works evenly, and that its rapidity of vibration 
can be easily regulated. A medical induction coil should have 
a means of using the current from the primary or secondary 
wire at will. The rapidity of the interrupter or contact-break 
is usually regulated by altering the spring by a screw. A 
more perfect means than either is to have the interruptions 
made by a motor driven by a separate current, distinct from 
that which works the coil (see p. 45). 

The Electrodetf, — It is usual to call the pad which applies 
the current to the body the electrode, and the wire that 
connects the electrode with the battery the conducting cord 
or " rheophore." Several sizes and shapes of electrodes must 
be available. A " set " might consist of — 

(1) A ''testing electrode," say '5 to 1*5 cm. (J to ^ inch) 
in diameter, having an interrupter in the handle. 

(2) A small electrode between 2 and 3 cm. in diameter 
(f to 1-J- inches) used in testing large nmscles, applications to 
facial muscles, eye, etc. 

Medium electrode about 7*5 cm. in diameter (2 or 3 inches) 
for applications to neck and limbs. 

Large electrodes for nniscular masses, deep seated ])arts of 
spine, sciatic nerve, &C., varying from — 

10 cm. X 15 cm. to 10 cm. x 25 cm. 
•i in. X 6 in. to 4 in. x 10 in. 

A roller electrode. 

An Apostoli pad, or the " Massey " wired ])ad of absorbent 
cotton, or other large soft electrode to cover the entire 
abdomen. 
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Cautery, — There are three ways of electrically heating the 
cautery wire, (a) A primary battery ; (b) accumulators ; (c) 
electric lighting mains. 

The battery must be able to give a current of from 
10 to 20 amperes ; and in order to keep the current constant, 
even for a few minutes, large sized cells are necessary. On 
the other hand the R. of platinum burners and other parts of 
the apparatus is small; therefore two cells in series, of 1*5 
volts each, are sufficient. Suppose with this E. M. F. the R. of 
platinum burners and conducting wires to be 0'06 and the R. 

of larire cell also 0*06: Then: — _ _^ v. tn= 16*6 ampferes. 
^ 0-06 -h 0-12 ^ 

It is evident that the conditions required in such a battery 
are very different from those required for passing a current 
through the body. In the latter case the R. is very high, 
therefore a high E. M. F. (a large number of cells) is required. 
But the cells can be small because the currents required are 
only small fractions of an ampere ; whilst in a cautery battery 
the current required is more than 1000 times as strong, there- 
fore the cells have to be of large size to supply such a current 
even for a few minutes ; but the R. is so low that a couple of 
cells supplies a sufficient E. M. F. to overcome it. 

Here attention may again be drawn to the different ways 
of " connecting up " cells. They may be connected in series, 
in parallel, or in groups (see Chapter III). " Series " connection 
is adapted to overcome high K., <».</. that of the human body. 
If connected in "parallel" the E.M.F. does not increase but the 
surface of the plates of the battery increases, two similar 
plates being connected together; and therefore the internal R. 
of each cell diminishes. Another important point is that we 
double the constancy by doubling the size of the plate, for 
large cells do not polarise so quickly as small ones do. 
Fig. 57 is a battery adapted eitlier for ligliting a small lamp 
or heating a cautery. Tlie lamp requires, say, six volts for in- 
candescence, therefore the four cells are joined in series. For 
cautery purposes 3 to 4 volts is sufficient, therefore the 4 cells 
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are connected in groups of two, whereby the E. M. F. is 
halved and the size of the cell doubled. The best cells for 
this purpose are bichromate cells (see p. 13), as their E. M. P, 
is nearly 2 volts. Leclanche dry cells will answer the purpose. 
They are very convenient and sufficient for occasional use for 
a few minutes at a time. But accumulators are much prefer- 
able where there are facilities for re-charging, i. e. where a 
continuous electric light circuit is available (see p. 76). 
They ought to be able to discharge 15 amperes without 
injury. A rheostat, L e. a resistance to regulate the strength 
of currents is necessary for all cautery batteries, and also 
indispensable when using accumulators. 



Animal 



CHA1>TER II 

The Human Body a Source and a Conductor op 

Electricity 

It is quite certain that animal tissues and fluids can produce 
electricity. and conduct an electric current. Gralvani proved this. Laying 

the nerve-muscle preparation on a glass plate, the nerve was 
raised with a glass rod, and then being allowed to touch the 
muscle, a contraction occurred. This was the demonstration 
of animal electricity, the existence of which Volta had denied. 
On the other hand Volta proved his assertion (which Galvani 
had denied) that metals in contact with a fluid produce an 
electric current. The demonstration of this latter fact was 
nothing less than the discovery of the voltaic cell, which has 
done so much for civilisation since. 

It was Du Bois Reymond who first clearly distinguished be- 
tween animal and metal currents ; he considered, and the con- 
trary is not yet proved, that a natural electric current exists in 
normal resting muscle — " current of rest." During the action 
of the muscle he demonstrated the existence of a current in a 
direction opposite to the rest current. This was called the 
" negative variation,'* now known as the " current of action.** 
Hermann combats the opinion that a muscle at rest and free 
from injury, produces any current ; and holds that the so-called 
current of rest is the result of chemical or other inequalities 
due to the injury. At present the opinions on this subject held 
by English physiologists are as follows :* 

(1) Normal muscle or nerve gives no current. 

* To avoid the polarisation which must occur when ordinary electrodes are 
applied to living tissue, it is necessary in physiological experiments to use *' non- 
polarisable " electrodes, e.ff. zinc rods dipped into tubes containing zinc salphate, 
the lower end being filled with clay moistened with 0*6 per cent, normal saline 
solution or water. 
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(2) Local mjury produces a current from the injured to the 
liviiig part. 

(3) Local action produces a current from the active to the 
resting part. 

Thus &n injured or an active rauscle produces electromotive 
force ; and as in the Daniel! cell the current j^es from the 
active plate (the zinc) to the copper, so does current travel in 
the injured muscles from the injured part to the sound part. 
When the circuit ia completed throngh a galvanometer, of 
course the direction is reversed ; and it is usual to describe 
the direction. of a current in its relation to the galvanometer. 

The " negative variation." — If a muscle giving the muscle 
current {"injurj- current") be t«tanised, an "action current" 
will proceed from the uninjured to the injured part, i. e. from 
the part more capable of function to the part less capable of 
fnnction. This current, being in a direction opposite to the 
muscle current (injury current), tends to cut down or diminish 
the latter, and this diminution is the " negative variation " of 
du Boia-Keymond, the "action current" of Hermann. 

The "diphasic variation." — A con traction- wave propagated 
along the 6bre of an uninjured muscle is accompanied by an 
electrical disturbance travelling from the active to the resting 
part; and this variation (as revealed by a galvanometer 
uniting two electrodes placed at an interval on the surface of 
the muscle) is double or diphasic, for the obvious reason that 
the action is not simultaneous throughout the muscle, but 
requires time for its transmission. 

The electro-motive action accompanying voluntary muscular 
contraction in the human subject has been demonstrated by 
du Bois-Iteymond, and that accompanying tetanic eoutraction 
from electrical stimulation by Hermann.* 

■ It liBB be?ii attempted to cipluii louie i>( tbe foregoing plieaamenk on tlic 
followiDK pb;sicil principle!. "U cnn bo shown that luecbiiuiciiUj produced 
derangementa in thape produce tlie elocLric *t>te. and canverKlji that variation* 
ill the eifi'tric state are accampMiii'd by deranfttinent in shape. According to 
d'ArHinval similar phenninelia occur in nil liquid and aeuii-litinid bodiea, which 
preaent a surface that can be diitarbed tnecbanicaUy. Therefore it ii sought to 
sxplain action earrenti by variation in iorfaea teniion (and conMqnently in Uic 



M THBRAPKUTIO ELEOTKIClTy 



'Phoro iH a variation of electrical potential from the beat 
of tli(^ hninaii heart. It is by some regarded as proved that 
tho white cohiinns of the spinal cord give electrical signs of 
norvo action, and even that action currents are manifested by 
tho jj^roy matter of nerve centres. The skin of all animals is 
travorHod by lui electrical current from without inwards. 
Tho action of light upon the retina causes an electrical 
ohangt^ ; in othor words a current accompanies retinal activity 
lui it diH^s muHolo activity. Indeed it is probable that electrical 
phonomoua always accompany vital action. 
TW AniwMi) Having soon in what way tho living body is €i source of elec- 

•nSLiik^v.** trioity.tho mort^ practical point now remains to be dealt with, 

vi«, that tho Innly is a amductor of oloctricity. It is quite 
ivrtain that an olootrio ournmt can Ik» made to traverse every 
tissuo and orgtui of tho IkhIv, ovon tho In^nes and most deeply 
m^M^hI worvo oontrt^j*. Follow tho flow of a continuous 
ourrtMU aii it travols thnnigh tho IhhIv fn>m point to point. 
I\viug in itN^ path art> tho various struoturos and fluids of the 
\M>;fa\uMn,»kin»tnusoU\glaiul, tondon, a|HMiouT\^is, nerve tissue, 
^^KvhI. AU \M' thoso havo, fr\nu tho oUvtrioal stand|HMnt, a very 
U\fcih ** ^\vx^jkt;uu^\** •* «\ thov art* Kid i\M\duotors of eloctrioitv. 
Uat J\\ tav tho xwM^t \vuduotor a*»«or,cst thorn is tho epidermis. 
It \j* rttuu^st outuvU o\\u\c to tho h;ch rt>sistar.*.v of the latter 
w hou ^h \ . \\\M tho tx^t^ii r>vv',sts-**,\xV of :ho Kviy whon measured 
x^-yx t>\\^\\ hau\\ t\^ ^„'^*ad ^^r :\s^! :n^ Vs^:. is M*\^o:r. losss than 
K\V^ xNhv,\x , ^^u,i -,^ v,*,A\ K* v.xUx'V, v,\.''r\* \;^: ::r,vUT x>*her con- 
,^.^^^^^> ^^^ . , x '*\ ;-o x^\v*^v.* K'^:;>s xfcV.x".*, :>.o si^r. :s ^xiked 

o ,v .'' '^^^ 'sN\> >'■* ■ >^i X ^v^'.'v, /' 'XV '"\,v, :^Ar::iT. It 

o: I'^o X v> \ . .'- * > , SN • ,^ , "^x , \ « ^Vf5i?f^rn 
.X v^.,< . >\ -^ . • --^nn -^ -^ '* ^ ■'■ '• ^ *'^-i:*» ♦■>*^^>. :t 

:« ,^S*^N N"'» v^-v >** - ' * • ■ V- n^* 'a *" H-^ >-'^ "^^'IK^ -* 
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paases)) and the cutaneous hyperteinia that results from the 
passage of the current. From these considerations arises the 
necessity for having the coverings of the electrodes vei in 
order to insure a good " conducting joint " between the metal 
and the dry insulating epidermis. It is also owing to the 
production of certain of these conditions, that during an elec- 
trical application there is often to be noticed a more or less 
rapid increase in the cuiTent, although the number of cells has 
remained the same. The cutaneous hyperemia induced by 
the application, and the moisture of the skin, have in fact 
diminished the resistance, and so increased the current. 

Notwithstanding the number of factors that enter into the 
question, it may be stated that the total resistance of the body 
is, for practical purposes, almost entirely made up of the re- 
sistance of the skin. It may also be added that this question 
of body resistance is not a very important one excepting in 
the case of the electric bath, inasmuch as under other condi- 
tions the galvanometer measures the current in absolute units. 
It does so also in the case of the electric bath, but Iken it 
registers a current that is passing through a composite con- 
ductor consisting of the body and the bath water; and the 
only way of measuring the body's share of current is to know 
the resistance of the body relatively to the resistance of the 
water (see " Hydroelectric Bath "), 

Once through the skin the current will be divided between 
the various structures in an inverse ratio to their resistance. 
Thus it will meet with the greatest resistance in the bones and 
the least in the muscles, — in the following order: muscle 1, 
tendon 18 to 25, nerve 16 to 2"4, cartilage 1'8 to 2 3, bone 
16 to 22. It is evident that the greater the amount of fluid in 
the tissue the better it conducts electricity. 

For finding the E. of ordinary electrolytes the method of Method of 
Kohlrausch (with a Wheatstone's bridge * and a telephone) is i 
nseful. But in the case of such an electrolyte as the human ' 

' For tbe method of meiuuring R. by the Wheatitone " bridge " or bitUiice, 
•ee S. ThompMn'i ' Electrii.it}' and Ma^etism,' dt ctlier eUctrteil text-boob. 
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body even approximate silence cannot be attained on account 
probably of condenser eifects. Body resistance may be mea- 
sured in several ways : 

Eulenhery'it nieihiKl, — Electrodes of a certain size (25 x 29 
cm.) are applied to the region of the body wliose B. is to be 
ascertained. A Faradic current (to prevent polarisation) is 
passed, and the deflection measured in milliamperes upon the 
electrodynamometer ((xiltay-Bellati). Then a known R. is 
gradually substituted for the body until the deflection is the 
same. 

Prof. Bergonv?s method, — The ])rinciple is to arrange in 
parallel the R. to be measured and his rheostat (see p. 88) 
previously calibrated, and these are led to a differential 
telephone. I^y diminishing or increasing the R. in the 
rheostat a moment comes when sound ceases : Then the R. in 
the rheostat is read off, which obviously equals that of the 
part of the body to be measured. 

The R. of the body has been found to vary in certain 
conditions of disease (see "Electro-diagnosis"). 
Current The body conducts electrical currents chiefl}' by its saline 

constituents, rsow the beJiaviour of a current m a saline 
solution has been examined by direct experiment. It will 
be seen by Fig. 02 that in a narrow conductor the lines of 



Fig. 62. 

current flow seem to cross the dotted lines (the lines of 
" equal potential ") at right angles. Iliis has been illustrated 
by imagining a current of water flowing down a narrow 
staircase, when the lines of equal potential would be repre- 
sented by the edges of the steps. But if the conductor be a 
good deal wider than the electrodes are, like that represented 
in Fig. 63, the dotted lines, that is the linos of equal poten- 
tijil, show a curve ; therefore the lines of current flow must 
curve also, as the potential lines nnist necessarily be crossed at 
right angles. In other words the current, on entering sucli a 
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conductor as the body, diffuses itself ; that is to say divides 
into many '^ derived '' currents, and the intensity is the sum of 
the intensities of the derived currents. This is known as 




Fig. 63. 

Kirchoff's law. It is true that the body is not a strictly 

homogeneous conductor like a saline solution ; still the general 

configuration of current diffusion would be as represented, 

only the lines would be more or less irregular, the current 

being deflected in proportion to the resistance of the tissues 

it encounters, and chiefly, therefore, by the bones. 

This question of current diffusion leads to a consideration Current 

density. 

of its opposite, viz. current concentration. The physiological 
effects of the unbroken flow of a continuous current are 
proportional to the concentration of that current (its 
"denmty") as well as to the Intensity (milliamperes) and 
duration of the application ; e, g. the effect of a current of 
6 milliampferes on 6 square centimetres of surface will be 
half as great as the effect of 6 m.a. on 3 square cm. of 
surface. Fig. 63 shows that in a wide conductor the largest 
number of lines, i,e, the greatest current density, is in the 
direct line between the electrodes. Here the electrodes are 
of the same size, and, therefore, the current is of equal 
density at each. The distribution of current in such a con- 
ductor as the body is similar to that in a saline solution, with 
the exception that there would be, as just stated, wavings 
and irregularity, due to the different resistance of the various 
tissues. 

7 
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Now arises the question : How is the current travelling, and 
what work is it doing en route ? In other words what are 
the effects of the current upon the body, and how does elec- 
tricity become a remedy ? These points may be studied under 
two headings : 

(1) Effects common to the body and to inanimate con- 
ductors. (2) Effects which depend upon the body being a 
living animal organism. 

Under the first of these classes come electrolysis and cata- 
phoresis.* Under the second, excitation, electrotonus, bac- 
tericidal action. 

(a) FAvctrohjsis, — Whenever an electric current passes 
through certain chemical substances in solution there is a 
splitting up of the substance into its elements ; and this occurs 
whether the current be weak or strong. It is thus that a salt 
IS s]>lit up, the acids being collected at the positive pole and the 
alkalies at the negative pole. The freed elements at the posi- 
tive pole are called " anions," those at the negative " kations." 
Now although such changes are most marked at the poles, it 
18 certain that some kind of splitting up and re-arrangement 
of molecules occurs thri^ughout the circuit, i*. e. in the inter- 
|H>lar region ; in other words an electro-motive force applied 
to nux^t chemical compounds when liquefied causes a con- 
tinuous pn.>cossion of the matter and associated electricity, the 
jH^sitive in one dinvtion and the negative in another (Pigs. 
04. (>r>, (U>^. Absolutely ]>un^ \vater is a non-conductor, but its 
saline impurities make it a conductor, and it is electrolysed into 
Its components : oxygiMi ^the anion) appearing at the positive 
piMe, hydr\\jjtM\ ^the kation^ a]>pearing at the negative pole 
^Fig, t^'>\ This is eloctn^lysis or eUvtn^lytic conduction, and 
any liquid, semisolid . or moist porvnis Knly, the molectiles of 
which have been partly divoinposod into ions, is called an 
eUvtrv>lyte. KUv^tn^lysis is *' a pr\\\^ss of convection rather 
than of conduction." L r . tlio oKvtrivMty moves with the moving 

• Tho hoAtinjr offivt v^f *n t^avtr'.o ourrvr.t on livin*: ti»-.}e U too insguifieant 
to Tvqr.iro iVM^ul^rMi.Mi frv^m t*;u* ^\v:Tv>»tb*raj>oat:c »:dindpo:nu 
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matter, and it proceeds accoi'ding to definite and fixed laws. 
Now the animal body is an electrolytic conductor, and re- 
membering the important point tliat electrolytic conduction is 
invariably accompanied by decomposition of the chemical com- 
pound, 1. e, by the diaaasoeiation of its atoms, it is evident that 
to apply an electro-motive force to a living body is to give 
play to an agent which most of necessity modify the com- 
ponent part of the tissue through which it passes, by the 

'•9:o'°.'o'P.'.o*A!o.*o"°?,°.TO''B 

i :o:?.b.<°'.°;°-o°°.'o'°o.'o.H 



Fig. (54.— Airangement of moUcnIei before electrolysis. 
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FiO. 65.— Showing electroljais. 




Fio. 66.— Showing electroljiis and cataphoreiis. 
necessary " decompositions, recompositions, and liberation 
effects, the constant changes between molecule and molecule " 
that accompany the passage of a current through an electro- 
lyte. It is thus that electrical energj', brought to bear upon 
the body, may influence those processes of integration, assimi- 
lation and excretion that collectively constitute metabolism. 
Those medical and other philosophers, whose present craze 
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it is to explain everything on the doctrine of suggestion, 
may be invited to remember that the living body is an electro- 
lytic conductor, and to consider for a moment what electro- 
lytic conduction means. 

The destructive action of a current upon living tissue 
depends upon the formation, from the tissue itself, of oxygen 
and acids (hydrochloric, sulphuric, and phosphoric) at the 
positive pole, and hydrogen and alkalis (caustic soda and 
potash) at the negative pole. These newly-formed products 
act, in their turn, on the neighbouring sound tissues, and 
eschars of distinctive characters, appear at the two poles. At 
the positive jH>le the eschar is dry, partly because the fluids 
have been drained away by cataphoresis ; at the negative 
pole the eschar is moist, partly due to the fact that the fluids 
have been tninsferred thither by cataphoresis. The negative 
eschar is perhaps the smoother and less contractile, although 
the slower to heal. The caustic effects characteristic of 
each pole have been utilised in therapeutics, especially by 
Tripier and Apostoli under the name of " galvano-chemic 
cauterisation.'' 

(h) Cafophoreaiit, — AVhen a galvanic current passes through 
an elect ri>lyte» not only is there a migration of the ions and 
an accumulation of certain constituents of the electrolyte 
at either pole, in other words, not only is there electrolysis, 
but at the moment that the ions begin to migrrate there 
takes place also a transference of the non-dissociated 
molecuU^s of the electrolyte in a detiniie direction, usually 
the diivction in which the cunvnt tlows. This is called cata- 
pluM'osis. The process which is going on may be realised 
by diagrauts r»t, Or*. {\{\ ^^aftcr MeissuerV Let A represent 
a moist conductor: the 4- ciivles are ions charged with 
positive t^lectricity, tlie — circles are ions charged with negative 
elect rit'ily ; the large circle^ stand for the imdecomposed 
molecules. A current \»i pas^nl thnui^h this eUvtrolvte and 
migration of the ions takv^s place: anions and kations are 
formed, collect it»g respectnely at the pv^sitive and negative 
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poles. But a further change is takiua; piace ; certain of the 
ions have given up their electricity, and are being eliminated 
from the body in a gaseous or metallic form. These are 
represented by the row of black circles at each pole. In 
the third diagram are shown molecules not decomposed into 
ions, which have migrated under the influence of the current 
from the positive to the negative pole. There is an actual 
mechanical transference of material from the anode in the 
direction of the cathode. This is cataphoresis.* 

la) Excitant action. — Electrical stimulation, by inBuencing ''■ Effect* 
motor nerves, throws muscles into activity, with corresponding thebodybeing 
alteration in circulation and nutrition. This excitant action "rmnwii. 
for the most part depends upon current variation.f It is 
ehown in nerves of sensation by the sense of pricking and 
heat, which with a strong current developes into painful 
burning. The negative is the more painful pole. Doubtless 
electrolytic action plays an important part in the production 
of these sensory phenomena, but the current has certainly an 
excitant action of it§ own upon sensory ner^'es as well aa ujion 
motor nerves. Bringing this excitant action to bear upon 
nerves of common sensation, ingoing impressions are origi- 
nated by which the groat cranio-spinal centres may have 
their nutrition and function altered. Vasomotor nerves also 
respond to electrical stimulation by various circulatory and 
nutritive changes ; a redness appears at each pole ; this 
shows immediately at the anode, but sometimes at the cathode 
there is first a pallor of the skin, followed by slight reddening 
which does not develope into intense redness until the current 
has ceased to flow. There is also a local elevation of tem- 
perature, greater under tlie anode than under the cathode 
(Bordier). The stimulating effect of the current, besides 
acting through the agency of nerves, acts also on muscular 
fibre, both voluntary and involuntary, by direct stimulation 

• I'oT oilier tlieorii'ii on cfltap1iore«i» aee cliapter on " CutspliorMia." 

t Although with wenk currents thiMi; pffccti Hre due to o|>enin^ nnd cloiing 

of tlie circuiti n aCroDg aurrent BtimuUto throughout the dumtion nf its iippli- 

MtioD, prudneing c< 
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of the cell. lb ia also prob&ble that glands and secreting 
organs and the tissues of the body are influenced by a 
continuous current independently of their innervation. 

The action of a varied current on the neuro-muscnlar 
apparatus is embodied in what is known as Pfliiger's law of 
contraction, and will be further studied at p. 108. It ia not the 
absolute strength and density of a steadily flowing current 
to which the neuro-muscular system reacts; it is to the 
changes of potential, and the rapidity with which auoh 
changea follow each other, t. e. the suddenness with which the 
change is made, that the excitant effect is due. 

It is an accepted physiological fact that the nerve is excited 
at the kathode when tho current is made, at the anode when 
the current is broken. In the human subject the action of 
the two poles on muscular contractility is as follows : 
' 1. With a weak current {1 to 3 m.a.) there is a contraction 
only due to the closing of the circuit with the negative pole 
applied to the part — " kathodic closure contraction " (K.C.C.). 




Fifl. 67.— The "normal polar formuln." 
2. With a medium current (5 to 8 m.a.) there is a stronger 
contraction, with closure of the negative pole. Two contrac- 
tions also occur with the positive pole applied, one at closing, 
and one at opening — " Anodic closure contraction," and 
" anodic opening contraction " {A.C.C., A.O.C.). 
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3. With a very strong current {above lo m.a.) there is 
tetanic contraction at kathodic closure, a contraction at anodic 
closure and anodic opening, and a slight contraction at kathodic 
opening. These are shown in Fig. 67, where the non-shaded 
parts represent the force of the contraction. 

It thus appears that there is both an opening and a closing 
contraction, whether the kathode or the anode be over the 
nerve. At first sight this might appear to contradict the above 
stated law that the nerve is excited at the kathode when the 
current ia made, at the anode when the current is broken. 
The study of Fig. 68 will explain this. It is evident that 




owing to the laws of derived currents, the current density is 
at its greatest immediately beneath tlio electrode. This is the 
" polar zone " shaded darkly, and this region is of the same 
sign as the electrode, t. e. positive if the electrode be positive, 
negative if the electrode be negative. Having entered at the 
polar Kone (dark shading) the current spreads out (i, e. 
becomes less den.-ie), and leaven the nerve at the "peripolar 
zone" (light shading), Now an anode is defined as the point 
of entry of the current into an electrolyte, a kathode as the 
point of exit ; therefore, in this case the polar zone being 
anodic, the peripolar zone i« kathodic. In fact, by placing 
an actual eh-ctrode im the skin urer tlie nerve there have 
been created two virtual electrodes on the nerve. These may 
be ilefiiied " the portion of the tissues surrounding the nerve 
froTU which, und iiito which, the current passes in its course 
through the iierve."* These regions, as already said, are 
• d« »'>ttevill«. 



104 



THERAPEUTIC ELECTRIOITY 



represented by the light and dark shading in the figure ; 
thus, whether an anode or kathode be placed over the nerve, 
there are two virtual electrodes on the nerve ; one at the 
dense polar zone immediately under the electrode, the other 
at the peripolar, less dense zone, away from the electrode. 

Remembering that the kathode is the stronger stimulus, 
and that the density of the current is also an important factor 
in producing stimulation, the order of appearance of the 
contractions, and the reason for this order may be tabulated 
thus (after Waller) : 



In the 



The nature of The situntion 
thestimuluBisof Btimulus is 



K. C. C. Kathodic 

A. C. C. Kathodic 

A. O. C. Anodic 

K. O. C. Anodic 



Polar 
Peripolar 

Polar 
Peripolar 



Numerical 
value. 

= 1 
= t 



Best stimulas in best region. 
Best stimulus in worst region. 
Worst stimulus in best region. 
Worst stimulus in worst region. 



It is evident that the current density in the two regions must 
be influenced by the nature of the tissues in which the nerve 
lies embedded ; and as this differs in various situations it 
sometimes happens that A.O.C. precedes A.C.C., i, e. the 
greater density in the polar zone neutralises the greater 
energy of the virtual cathode at the peripolar zone. There 
is another complication connected with opening contractions, 
viz. that not only is there a simple fall of potential to zero at 
the opening, but there is the closing of a polarisation current > 
so that the excitation of opening consists not only of the 
battery current but also of the negative closure of polarisation. 

The numerical value given to the different excitations is 
explained by considering the two great factors that ent^r into 
the production of an excitation, viz. the exciting power of 
the active pole and the density of the current at the point 
excited. Let c represent the extent of the contraction, e the 
exciting power of the pole, and d the current density, we have 
the equation C = E x D. If the power of kathodic excitation 
be taken as 1 and anodic excitation as h, and tlie density of 
the current under the electrode, i. e. in the polar zone (shaded 
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dark) be 1, and the density in the peripolar zone (light 
shading) be i ; then in the case of a kathodic closure the 
force of the contraction will be 1 x 1 = 1. But at opening 
of the current the excitation will not be at the real kathode 
but at the virtual anode (light shading), therefore the force 
of the contraction will be i x i = i- Suppose the electrode 
to be anode the closing excitation will not be at the actual 
anode but at the virtual kathode (light shading), and the 
force of the contraction will be 1 x i = i. At the opening 
of the current the excitation is at the actual anode (dark 
shading), and the force of the contraction is 1 x i =i. 

(2) Electrotomis, — A continuous current passed along a 
nerve increases the excitability of that nerve at the cathode 
(catelectro tonus), and diminishes its excitability at the anode 
(anelectrotonus) ; but on opening the circuit there remains at 
both poles a condition of excitation for a longer or a shorter 
time. In attempting to ari'ive at such results in practice, it 
is evident that although these electrotonic modifications of 
excitability exist beyond doubt, and can be shown in the 
excised nerve, it is a very different thing to be able to 
induce, to localise, and to limit them in the undisturbed living 
nerve. It has been already shown in Fig. 68 that it is 
impossible to submit any large extent of nerve in the living 
subject to the influence of only one pole. The diffusion of 
current in the tissues, and the condition of the tissues make 
it evident that in a given nerve the current has a series of 
points of entry, and of exit ; that there are, in fact, two zones 
of opposite i)olarity, and that therefore the physiological facts 
of electrotonus cannot afford a basis for any wide general 
application to therapeutics. 

(3) Bactericidal action, — In ordinary tlierapeutic applica- 
tions this need not be considered. The experiments of Apostoli 
and Laguerriere show that to secure the destruction of microl)es 
a current of fifty milliamperes of ])ositive pole must be used 
for five minutes. The effect is doubtless cliemical, the cathode 
is without effect. 
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Choice of pole 
in electro- 
thenpeatict. 



Death from 

electric 

cnrrents. 



From the foregoing study of the properties of a continuous 
current as it travels through the body we may deduce rules 
for the choice of pole in therapeutic applications. Positive 
pole, — sedative, drying, depleting, haemostatic, capable of 
diffusing certain medicinal substances into the body, micro- 
bicidal over fifty milliamperes. Negative pole stimulant 
quickens absorption, causes congestion, increases moisture, 
dilates canals, diffuses certain medicinal substances, and is the 
more destructive electrolytically.* 

A strong continuous current (100 milliampferes) of consider- 
able density is probably injurious to living tissue, and depresses 
its nutrition, whilst a mild current (five to eight milliampferes) 
stimulates and improves nutrition. Thus, in dealing with a 
neuritis, a muscular atrophy, or diseases of the cord, a strong 
current passed through the affected structure will assuredly 
make bad worse. On the other hand, there are cases of 
localised thickenings and induration of tissue, chronic fluid 
exudations, fibrous adhesions, peri-articular mischief, and 
post-rheumatic conditions of a chronic kind, where, if pain be 
absent, a strictly localised action with strong dense currents 
and the preponderance of the cathode is indicated. 

For the physiological action of induction coil currents see 
p. 45, of static electricity p. 63, of sinusoidal currents p. 79, of 
currents of great frequency and high potential p. 68. 

The exact physiological mechanism by which death or 
danger is brought about when strong currents find a path 
through the living body is not yet authoritatively settled. 
According to the most recent experiments (those of Prevost 
and F. Battelli t) it would appear .that high tension alternating 
currents (4800 or 2400 volts in the case of the dog, 1200, 
600, or 240 in the guinea-pig), ap])lied from a fraction of a 
second to one or two seconds from head to feet, produce strong 
convulsions or tetanus with opisthotonos, loss of consciousness, 
transitory or permanent i)rostration, arrest of respiration, 
loss more or less prolonged of tlie corneal reflex and knee- 

• Massey. 

t * Academie des Sciencea/ March, 1899. 
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jerk. Blood-pressure is first raised whilst the heart-beat is 
accelerated, and falls when the latter diminishes. The auricles 
are arrested in diastole whilst the ventricular contractions 
continue. The animal may come to itself again with or with- 
out artificial respiration. In the case of currents of relatively 
low voltage (120 to 10 volts) tetanus is produced with the 
electrode in the above-named position. Fibrillary tremors of 
the ventricles supervene if contact has continued for at least 
one second. The auricles continue to beat as when electrical 
currents were applied directly to the naked heart. Further, 
the heart, in a stat« of tremor by the application of these low 
tension currents, may be seen to resume its contraction under 
the influence of a high tension current if the latter be applied 
within fifteen seconds. Respiration is arrested, but artificial 
respiration may save the animal. The rabbit does not die 
when the fibrillary contractions of the ventricles appear. 
The action of the heart becomes re-established without re- 
storative measures. No post-mortem appearances character- 
istic of death by electricity could be established; but the 
most constant was iiitra-cerebral haemorrhage after long 
applications. 



CHAPTER III 



Electro-diagnosis 



Techniqae of 

electrical 

exploration 

(coDttnaous 

corrent). 



Normal 
reactions. 



Ira continuous current be applied to an uninjured nerve or 
muscle in the living body, the extent to which that nerve or 
muscle is excited will vary (a) according to the pole which is 
applied ; (h) according to whether the circuit is opened or 
closed ; (c) according to the intensity used. And inasmuch as 
this current acts as a stimulus at the moment that the circuit 
is closed (closure contraction), and also at the moment the 
circuit is opened (opening contraction*), and as this occurs 
at both poles, it is evident that the neuro-muscular apparatus 
may be excited in four different ways. In other words there 
are to be systematically studied four "electrical reactions," 
viz. one at closure and one at opening with the negative pole 
applied to the part under observation, and one at closure and 
one at opening with the positive pole applied. 

Now selecting a normal " subject " t let the large or 
indifferent electrode (having a superficial area of say 100 sq. 
cm.) be well wetted in hot water, attached to the positive pole 
(anode), and placed uj)on the sternum or abdomen, or most 
conveniently just below the back of neck. The electrode may 
be kept in position by means of a towel crumpled up and pushed 
in between the electrode and the clothing. Taking now the 
" small," ** active/' or " testing '* electn^>de (having a diameter 
of say 1*5 cm.), let it be well wetted and attached to the 
negative pole (kathode). Then holding this electrode by its 



* There are effects known as ** Duration ** contraction during the steady flow 
of a fttrong current, and )>erha)>s during the steady flow even of ordinary currents 
there it a shortening of the muscle. 

t The experimenter will do well to begin by trying upon himself. 
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interrupting handle (the finger upon the interrupter) place 
the electrode upon a motor point. Suppose the latter to be 
that of the ulnar nerve at the elbow, about an inch above the 
condyle, at the inner border of the triceps. Now with one 
hand holding the electrode upon this point, with the other 
hand move the rheostat handle or the current collector, until 
an electro-motive force of 6 or 8 volts (5 or 6 cells) is secured. 
Continue to take out R. or to put more cells into action, and as 
the electro-motive force is gradually increased, i, e. as fresh 
cells are added, or R. taken out, keep closing the circuit at 
short intervals by means of the finger upon the interrupter in 
the handle of the electrode. At one of these closures a mus- 
cular contraction will appear — a " short, sharp, well-defined 
jerk." Now keeping the circuit closed, note the intensity of 
the current as registered by the galvanometer. It may be one 
milliampfere.* In this case the testing electrode being attached 
to the kathode, and the contraction having been noted at the 
closure of the circuit, it is therefore a " kathodic closure con- 
traction " (K.C.C.) ; and the current necessary to produce it 
being 1 m.a. (in this particular instance) the fact is expressed 
K.C.C. = 1 ma. Now the circuit being kept broken by means 
of the interrupter, but with the testing electrode still upon the 
same motor point, move the switch upon the element board, 
which has hitherto been pointing to normal (N.), across to the 
reverse side (R.)* The testing electrode which was before 
kathode now becomes anode. Put back the handle of the 
cell collector or the rheosat to zero and gradually throw into 
circuit one cell after another or take out resistance by means 
of the rheostat as before. Still keep making occasional closures 
by means of the interrupter. A moment ynW come when 
another contraction occurs — "anodic closure contraction '* 
(A.C.C.). Keeping the circuit closed, again read the galvano- 
meter. It perhaps now may register 2 ma., therefore A.C.C. 
:= 2 ma. But only one milliampere was required to produce 

• The intensity required to produce contraction will vary with the stoutneM 
and mnscnlar development of the individual and other circumstances affecting 
current density. 
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the "kathodic closure contraction;^^ therefore kathodic 
closure contraction is a stronger stimulus than anodic closure 
contraction, and the fact is noted K.C.C. > A.C.C. With the 
electrode on the same motor point, but this time keeping the 
circuit closed, increase the intensity as before, at the same 
time occasionally breaking circuit by means of the inter- 
rupter. Another contraction soon becomes visible. Again 
read the galvg^nometer — perhaps it marks 3 ma. Here the 
testing electrode being anode and the contraction occurring 
at opening or break of the circuit, it is an " anodic opening 
contraction;'^ and the strength of the current necessary to 
produce it being 3 ma., A.O.C. = 3 ma. But anodic closure 
contraction required only 2 ma. ; therefore the anodic closure 
contraction is (in this case) a stronger stimulus than the 
anodic opening contraction, i.e. A.C.O A.O.C. (In the 
case of some nerves A.O.C. appears before A.C.C. Some- 
times these two stimuli are of equal strength. The cause of 
the difference is a physical one and depends perhaps upon 
polarisation currents, as well as on relative differences in 
current density, the latter in its turn depending on differences 
in the nature and bulk of the structures through which the 
current has to pass on its way to the nerve). Again, having 
broken circuit but with the testing electrode on the same 
motor point, put the reversing switch back to normal (marked 
N. on the element board). This makes the testing electrode 
once more kathode. Again putting the handle of the cell 
collector or the rheostat back to zero gradually increase the 
intensity of the current, and when this has attained a con- 
siderable amount, say two, three, or four times the strength 
of the current in the preceding test, break circuit by means 
of the interrupter. Perhaps a contraction follows. The gal- 
vanometer may mark 10 ma. Here the testing electrode 
being kathode, and the observation made on opening the 
circuit, it is a " kathodic opening contraction " (K.0.0.) ; and 
as 10 ma. is required to produce it, the fact is noted K.O.C. 
= 10 ma. If no contraction appear on opening such a cir- 
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cuit, the latter must not be closed again until the cell collector 
has been put back to zero, on account of the violent closure 
contraction that would otherwise ensue. Starting again from 
zero the current is gradually raised to a higher intensity than 
before and the experiment of opening the circuit repeated. 
But in actual practice this process ought not to go on indefi- 
nitely. In every electrical examination there is a limit 
beyond which the intensity of a current should not be pushed. 
With an electrode so small as that used in electrical explora- 
tion, not only does the process become insupportably painful 
as an intensity of 20 to 25 ma. is approached, but no good 
purpose is served by it, inasmuch as the violent contraction of 
neighbouring muscles is apt to mask, and may be mistaken 
for, the contraction of the muscle under examination.* 

Passing to the induction coil current (" Faradism ") proceed Electrical 
experimentally as before. Having attached the large elec- with coil 
trode to the positive pole t (the terminal marked + on the ^°"'*"'*- 
element board) apply it to an indifferent part of the body. 
The small, or testing electrode being connected to the 
negative pole, the faradic switch (F.) having been turned 
on, and the contact breaker of the coil having been put to its 
slowest rate of vibration (its lowest note), the testing elec- 
trode held by its interrupting handle is placed over the motor 
point of the nerve as before. With the other hand placed 
upon the secondary winding of the induction coil (the 
secondary having, to begin with, been quite pulled back from 
the primary) the secondary is gradually pushed over the 
primary. J Having reached a certain point a muscular con- 
traction appears on closing the circuit, (|uick and lightening- 
like as in the case of the galvanic stimulus. The figure on 
the graduated scale which marks the relative position to 
each other of the primary and secondary coils is now noted. § 

* The contractions prodaced in electrical testing ought to be " minimal,'* 
and, as far as possible, ought not to excite neighbouring muscles, 
t Of the secondary wire. 
2 Or a rheostat may be used. 
§ The notation on this scale does not afford any definite measurement of 



112 



TJIKUAPKUTIC ELECTKICITY 









Itovinwiiij^ i]w j^round that has been gone over, the two 
following pointH have been established: 

( 1 ) That the normal muscle responds to electrical excita- 
tion whether galvanic or faradic, and whether "direct," ue, 
through the motor point of the muscle, or "indirect," i.e. 
throtigh the nerve trunk, by a short sharp contraction. 

(2) With the continuous current the nerve can be excited 
in four (lifTc^rt^nt ways, and to a varying extent. Thus the 
kiitlMMlie c'hmure contraction (K.C.C.) is the strongest 
xtiuiuluH, nc»xt comes anodic closing contraction (A.C.C.), or 
Monu»(i hu»H anodic oj)ening contraction (A.O.C.), and last and 
hu»g lM»hind tlu< othc^rs comes kathodic opening contraction 
(K,0.(\), which is by far the weakest stimulus. 

The Ihw may bc» fonnulated thus — 

* K('C' > :\CC > AOC > KOC 

KVC > AOC > ACC > KOC 

KCV > A0(^ = ACC > KOC 

The llrwt of these fonnuhis is the most usual, but we meet 

bolh I ho Heeond and thinl in nonnni nerves. This law of 

noruuU oontniotion nmy» as ahvady explained, be graphically 

e\pre»««ed by Kig. 07 (after lU^flfman^ where the non-shaded 

|mrt* \s^p\H*»ent the ^vlative stivngths of the muscular con- 

* 
\\ hen we intevi>\iriUe tlie nuisoles for information about 

the n\\^to^* ^UM^vous xvMenu in other wonU, when we bring 

ele\^tv\\M^\ ^tuunhuuM^ to lH><^r ujhmi mu^^ouUr ovMitractility, 

\SNi»>|vav\MNU ^^u^xt be made with v\xrr\>^iv>wdiuc manifestations 

uv h^v^^UU \\\ x^^vv\u\>i out MieU in\\vitic5itiov,:s the following 
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points may be borne in mind. (1) Stimulation as has already 
been pointed out may be " indirect," i. e. effected through the 
nerve trunk, or " direct," i. e. through the motor point of the 
muscle. (2) Even in the latter case there is not, as a rule, a 
strictly direct excitation of the muscular tissue, but in reality 
an indirect excitation through the intra-muscular nerve fila- 
ments. (3) Electrical stimulation applied to the nerve is not 
transmitted aa such to the muscles, but is in the first instance 
transformed into a iiervovs impulse, and it is the latter which 
transmitted by the nerve excites the contraction of the 
muscle. (4) It may be laid down as an axiom in testing 
ueuro-muscular excitability that abnormal reactions are always 
connected with alterations in the organs examined. 

It has been pointed out by Doumer that the many forms of Abnorroai 
abnormal electrical reactions which have been described 
{" reaction of degeneration," " myotonic reaction," " reaction 
ot compression," " reaction of the diathesis of contracture," 
" reaction of exhaustion "} are really combinations or groups 
of elementary or simple reactions, each of the latter being 
most frequently independent of one another, and each having 
its own pathological significance. 

That ensemble of reactions described by Erb, and known as The reiotion 
the reaction of degeneration (H.D.), because it occurs when "jon^^^^"*™" 
the nerve is degenerated, is the most familiar. In its typical f'R.D-")- 
form it consists of (1) abolition of faradic excitability in nerve 
and muscle; (2j exaggeration of galvanic excitability of 
muscle; (3) a contraction which is "sluggish ;" (4) inversion 
of the normal formula, t. e. K.C.C. becomes less than A..C.C. 
In other words, R.D, is characterised by the fact that whilst 
the faradic excitability of the nerve and the faradic excita- 
bility of the muscle are similarly affected, the galvanic excita- 
bility of the muscle suffers in a way peculiarly its own. To 
faradism there is loss of excitability in both nerve and 
muscle ; to galvanism there is loss for the nerve, but increased 
excitability, inversion of the formula and "sluggish contrac- 
tion " for the muscle. And of all the signs that stamp the true 
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nMictioii of (Ic^CMioration, tlio most constantly present, the one 
tiling nocoHHiiry, Ik the "sluggish contraction/' 

To follow the course of these changes in their most marked 
forin^cMnmider the case of a nerve cut or bruised; for instance, 
th(« ulnar nerve injured in the axilla and stimulated at the 
elbow : — 

Itv^fponttv to faradmn. — There may at first be no very appa- 
rent change, but in the course of a day or two there is 
obnerved a steatly diminution of excitability, both in the 
nerve and the niuscle, going on to complete loss, the latter 
prttbably occurring about the end of the second week. 

ItviffUiinn' to ijnivnuiitm, — Soon after the injury, perhaps in a 
%\\\y or two, then* is diminution of galvanic excitability in both 
uervi* nutl nnisele. At about the end of the first, or during 
the Hcooutl wiM»k, however, instead of a diminution, the excita- 
bility of the nuiHcle shows a tendency to lH>come greater than 
novnuiK and it nuiy continue to incn^ase to the third or fourth 
week* Thus the excitability of the nerve growing less and 
le«H, and that of the muscle continuing to increase, there has 
iHMue to be a markinl diflfertMuv in their rolative excitabilitv. 
The uer\e piNdmbly mhmi censes to n^sjxMid, and on direct 
M\unilath^u of the muscK\ thert^ is notii^nl ••inversion of the 
i\^vunda/* «. # . K»r.l\ is no longi^r the striMigt^r stimulus (Fig. 
tM^^'V V not her chani;>' also ha* Kvn developing. Instead 
ot a >hovt, Nhrtvp» >\ ell -detuned \Mntraotion»the musiole displays 
a iNV^olion >\lurh »> ** la^N *' or ** Nlucci^^h.** The oiMuliiion of 
e\iO<od *' jjaK an\o ** e\%MtalMht\ IrtMs tVr a :r,or.ih or so and 
thou M^rtovs ,'« <vada,')( *bn\o\ulioiu x\ V.^.c the os:aMrjiiivo chanjje, 
« ♦ i)\»^ o\\,M'xton oi i)w \y>\\\\\\\ik a\\x\ tV.o >';:c>rsh iV-r.Traotion 
>vu^;Ou I { i \w d^^v;^MUM'!M ;\ »^ *'hjr,\c«^v ,Mv.:'.v,r,c :*^ ^^r.-^crvs^, all 
,sMu\»:t»n5n\ »on;umsmvx, i^o V \' i^ K"-\i; tlu" *As: to CiX and 
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a mnacle, and this also may eventually disappear. This state 
of things may be arrived at in weeks or months. If there be 
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Fia. 69— hliomog" reversal of tlie tonnula" in (R.D.). 

arrest and regeneration, returning function first shows itself 
in an approach to restoration of equilibrium between the 
action of the affected muscles and their antagonists, and by 
the effects of gravity ceasing to produce deformity owing to 
the supporting muscles once more being brought into action. 
Muscular action in response to electrical stimulation appears 
later.* But the signs of R.D. in the muscle always persist 
for a time after the return of sensibility in the nerve. 

Return of structure and function may occur at various 
periods, depending upon the surgical progress of the divided 
nerve. Cases have been recorded where sensation and motor 
power have been restored in seven or eight weeks. More 
probably it may be many months or even some years. But 
no case ought to be given up as hopeless until after two or 
three years, and not even then if any improvement be in 
progress (Bowl by).* 

The different behaviour of the mnscle to faradic and 
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galvanic currents is explained by the variations of E. M. F. in 
the induced current being too sudden to act on tlie muscle. 
But it has been pointed out by d'Arsonval that if a condenser 
of sufficient capacity be placed in parallel with the secondary 
of the coil, an arrangement which, as we know, has the effect 
of lengthening the induction wave, contractions are obtained 
as with a constant current. 

Such is typical R.D. occurring after severe traumatism. 
But everyone accustomed to electro-diagnosis knows that 
apart from traumatism, even in degenerative changes accom- 
panied by profound alterations of nervous and muscular 
tissue, such as occur in neuritis, &c.j the abnormalities of 
response to electrical stimulation are by no means identical 
with this typical R.D. ; and the exceptions are more frequent 
than the rule, 
tj,] Thus : — (1) The excitability of the nerve may be not alto- 

gether lost, indeed only diminished to a very slight extent ; 
yet the changes in galvanic reactions, i.e. the exaggerated 
excitability, the inversion of the formula and the sluggish 
contraction may be present. 

(2) There may be simple diminution of irritability in both 
nerve and muscle for coil currents, with sluggish contraction 
for continuous currents, and without inversion of the formula. 

Other anomalous forms are the following : 

(a) The muscles may respond by a sluggish contraction to 
stimulation applied through the nerve trunk. 

(ft) The muscle may respond in a similar sluggish manner 
to coil currents applied through the muscle itself, 
linaticmg jj jg t],ig which has led Doumer, " breakinif with the nast," 

, iCtion* , _ _ r J 

I Molred into to resolve these combinations of reactions into the elementary 
I tiameDUry or simple reactions of whicli they are composed, with a view 
f XMctiDiif. jq assign to each its own special significance. 

These elementary reactions are divisible into two groups. 
(1) Modifications of excitability to galvanic and faradic stimu- 
lation; (2) modifications in the character of the muscular 
contraction. 
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1. The modifications of faradic and galvanic excitability are 
as follows :— 

To faradism. — 

(a) Increase of faradic excitability. 

(b) Diminution of faradic excitability. 
To galvanism. — 

(a) Increase of galvanic excitability. 

(b) Diminution of galvanic excitability. 

(c) Variations in the relative value of K.C. and A.C. 
(reaction of Erb). 

(d) Variations in the relative value of K.C. and K.O. 
(reaction of Bich.). 

{e) Abolition of all excitability on stimulation through 
the nerve, but preservation of excitability of the mus- 
cular tissue when the latter is stimulated by currents 
parallel to the direction of the fibres ("longitudinal 
reaction ^^). 

2. Abnormalities in the character of the muscular con- 
traction. 

(a) Diminution of lost time. 
(6) Increase of lost time. 

(c) Diminution in duration of contraction. 

(d) Increase in duration of contraction. 

(e) Alterations in the form of the curve. 
(/) Reaction of exhaustion. 

Diminution or abolition of faradic excitability is due either I. Modiflca- 
to alteration in the motor nerve, or in the corresponding galvanic and 
muscle or in both ; and indicates some change at the point ^"^f ...^ 
stimulated, or peripheral to that point, but it tells nothing of 
lesions situated above that point. This " simple diminution," 
i. e, diminution apart from other abnormalities, may occur in 
old-standing disease of the nervous centres, or in muscular 
atrophies, whether myopathic or depending on articular 
disease. 

Diminution of galvanic cvcitahility exists in the same dis- 
eases, and has the same significance as diminution of faradic 
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excitabilitj^ but it is especially found in those changes in the 
motor nerve-trunks that follow traumatism or disease of the 
anterior comua. In such cases it means that the motor nerve 
cells and fibres undergo change of a chronic character. They 
alter gradually and slowly^ and as the number of sound 
fibres is usually in such cases in excess of those destroyed^ 
no qualitative modification in galvanic excitability is detected. 
There is similar diminution to both galvanism and faradism. 
As the number of nervous filaments affected gradually in- 
creases^ the nutrition of the muscle is slowly and steadily 
impaired. There is no stage of lost faradic excitability and 
increased galvanic excitability such as we shall see charac- 
terises the B. of degeneration. All that has been said above 
of diminution of faradic excitability is true of diminished 
galvanic excitability; and Doumer enunciates the following 
propositions ; 

(1) Diminution or abolition of galvanic excitability when 
present without any qualitative changes, is due to alteration 
in the nerve or muscle, or both. 

(2) It always corresponds to changes having their seat at 
the point explored, or peripheral to it. 

(3) No alteration of the nervous centres or of nerve-trunks 
above that point can produce it. 

Increase of excitahility to faradism or galvanism, — The 
pathological conditions which produce these are very im- 
perfectly known ; such increase often precedes degenerative 
alterations of nerves ; and apart from these, increased excita- 
bility is found to follow diminished excitability in diseases 
accompanied by contracture, whether the latter be com- 
mencing or established. This increased excitability also 
occurs in a large number of primaiy scleroses of the lateral 
columns. 

The foregoing points are thus summed up by Doumer: — 
Quantitative alterations in galvanic and faradic excitability 
can give information, only as to the condition of the neuro- 
muscular apparatus at the point of exploration, or peripheral 
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thereto. But this conclusion is not actually demonstrated 
excepting in the case of diminished excitability. 

The qualitative changes of excitability consist in variations 
more or less marked in the relative value of the various modes 
of excitation by the galvanic current. 

These may be reduced to three groups : 

1. Variation in relative intensity of K.C. and A.C. (reaction 
of Erb). 

2. Variation in relative intensity of K.C. and K.O. (reaction 
of Rich). 

3. Disappearance of all " indirect ^^ excitation of the muscle, 
but existence of " longitudinal reaction.'^ 

Alteration in relative value of K.C. and A.C. (R. of Erb). — 
Wherever this reaction is found there are serious alterations 
in the histological elements of the nerve, therefore it occurs 
in severe neuritis from whatever cause, whether traumatic or 
toxic, in rapid degenerations of the nerve- trunks occurring in 
acute affections of the anterior cornua of the cord, in pro- 
gressive muscular atrophies of Aran-Duchenne and Charcot- 
Marie type, in infantile paralysis, diffuse myelitis involving 
the anterior cornua, transverse myelitis at the seat of the 
lesion, etc. 

On the other hand, R.D. does not occur in the paralysis of 
cerebral disease, nor in hysterical paralysis, nor in pure 
myopathies, nor in diseases limited to the whit^ matter of the 
cord. It is thus evident that one of the chief uses of R.D. is 
to exclude a certain number of morbid conditions in which it 
does not occur. It is also clear that this reaction gives more 
information than any mere quantitative change. The latter 
leaves in doubt the question whether it is nerve or muscle 
that is affected. R.D. proclaims that it is the nerve. 

The following propositions relative to this inversion of the 
formula are laid down by Doumer : 

(1) The reaction of Erb is symptomatic of an alteration 
of the nerve-fibre at the point of excitation. This alteration 
reaches probably the corresponding nerve-cell. 
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(2) Tlie reaction of Erb is absolutely independent of the 
(H>mUti(»n of the neuro-muscular apparatus situated outside 
the })i)int of excitation, whether central or peripheral to it. 

We have seen that every degree of alteration in electrical 
excitability may occur, from simple diminution (p. 42) through 
all the various, partial, and anomalous forms (see p. 41) to 
iiiverHioii of the formula marked and complete. These degrees 
|ir(ihHl)ly point to the varying number of altered nerve fila- 
iiientH; or it may be that they correspond to different struc- 
tunil changeH (parenchymatous neuritis, interstitial neuritis, 
Ac). 

VariatiuHM in the relative value of K.C. and K,0. (reaction 
of Itii^h) are characterised by the tendency these two reactions 
have to be(!ome equal. It may be seen in R.D., but it is 
itM|ief)ially a|)parent in a limb which has been compressed 
hy an KHinarch bandage. In the case of the normal median 
iiurvci K.O. requires a current ten times as strong as K.C., 
wUiU'iiHH in the reaction in question it is 1*25 with K.C. and 
I'Vft for K.O. The exact pathological signification of this is 
not known. 

hoiiyUudlnal reaction ("reaction at a distance"). — It is 
hinnii that although electrical excitability may have disap- 
|iiiarti(l to Htiin Illation at the motor points, the muscle will 
i|lb|j|ity a contniction if the direction of the current be made 
hi iirt iiitmllel to the muscular fibres ; and the contraction will 
Ijii htriin^iir with K.C. than with A.C. (Doumer, Huet, 
(JhlhinlMrri). This reaction is the last manifestation of con- 
liiictiht.v linfoni tlie latter entirely disappears. It is, perhaps, 
UiM only ninit that corresponds to the direct excitation of the 
nHin»:h» (honnnM*). But we cannot say that it indicates loss 
»i|^ r.kiihiliility in the nerve or degeneration in the muscle, 
ullhoMM^h it only him^iiih to be present in cases of such duration 
i4» ^VMulil point, to roniplete destruction of the nerve. It may, 
liovwwr, only numii that a muscle deprived of any nervous 
inlitM>ni-it I'lintnirtH hcMt when stimulated by a current moving 
in ii ilinuliun |mrullfl with its fibres. Under the influence 
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of curara, which destroys the irritability of the endings of 
the motor nerves, something very similar occurs. 

To elicit this longitudinal reaction the indifferent electrode 
is placed as usual below the back of the neck, and in the case 
of long-tendon muscles the active electrode will occupy such 
positions as the following : 

For extensors of wrist and finger : back of forearm a little 
above wrist. 

Flexors of wrist and finger: middle of front of forearm 
above wrist. 

Peronei : behind ext. malleolus. 

Ext. 1. dig. and Tib. antic. : instep. 

Calf muscles : Tendo Achillis near its insertion. 

For short tendon muscles : — 

Deltoid : back of hand of same side. 

Flexors and extensors forearm : front or back of forearm ; 
sometimes back of hand. 

Quadriceps fem. : immediately below patella upon the 
whole upper third of leg ; sometimes as low as the instep. 

Biceps fem. : half of the calf. 

It is with kathodic closure that contraction is strongest in 
longitudinal reaction. This "reaction at a distance'^ con- 
tinues after the disappearance of all others, and this has been 
explained by the fact that the distance of the electrodes 
from each other increases the mass of electrolyte between 
them, and therefore the electrical capacity of the circuit is 
increased, and the time factor increases with the capacity 
(capacity x R. = time). In other words the muscle is 
traversed by electrical waves slower than in the ordinary 
methods of excitation, hence the stimulus is more effective 
(Bordier). 

Alterations in the curve of muscular contraction, — It is II. Modifica- 
not sufficient to know whether or not a muscle acts, it is character of 
also important to ascertain how it acts. The curves or J^® f?**' 

*^ traction. 

abnormal contractions have been studied by Mendelsohn, 
who shows that there may be alterations in any of the 
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various elements of which the curve is composed, t. e. in the 
lost time, in the diimtion of the contraction, in the amplitude 
of the curve, in the suddenness of the ascent, and in the line 
of descent. He gives the following types. 

Degeneratice Type of Contract loH'Curt-i- 

1. Increase of lout time. 

2. Increast) of dumtion of contraction. 

3. Slow ascent. 

4. Slow descent with undulations in line. 

5. Diminution in amplitude. 

Found in atrophy depending on degenemtion of the 
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Paralytic Type nf Curve 
, Prolongntion of lost time. 
, Diminntion in height of curve 

Occurs in every case of paralysis where there is 
integrity of the muscular tissue, but where nervous 
centres are involved. 



Spasmodic Type of Curve 

1. Diminution of lost time, 

2. Brusque ascent. 

3. Long descent. 

4. Diminished amplitude (in confirmed contractni-e) 

Characteristic of true contracture, whether of BCleroais 
or contracture. 
In the appreciation of these curves the clinical myograph 
of Badignet is useful {Fig. 72). 
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resalts of electro-diagnosis. That on p. 184 is extracted 
from the case-book of the London Hospital. Another and 
less elaborate form is that proposed by M. Mergier, in which 
the poles are designated by the signs + and — , the initial 
letter (c) of the word contraction being left oat. Closing 
and opening are designated by two symbols, a white circle 
for opening, a black circle for closing ; thus the normal 
formula, instead of being noted K.C.C., A.C.C., A.O.C, 
K.O.C., would be ^vritten -•, + •,+ O, — O. 

Still better perhaps is the graphic method proposed by 
Prof. Bergenia. Here two lines are drawn at right angles ; 
the horizontal one is the abscissa upon which the corrent 
is noted ; the relative amounts of the muscular contraction 
are ordinates. A curve is thus obtained for negative and 
positive opening and closing, showing for each amount of 
current the relative extent of the contraction. The carve 
of the negative pole is marked by the sign — , that of the 
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Supplemeutaiy to the exaininatioii of the motur nerves is Electro. 
the investigation of cutaneous sensibility. Lesion of a genaibilitj 
nerve containing sensory fibres may by interfering vrith 
conduction canae loss of sensation over the area of its dis- 
tribution ; but the sensory symptoms do not bear any direct 
ratio to the luas of motor power; there may be complete 
muscular paralysis, and sensation be only slightty affected. 
This occnrs too often to admit of its being accounted for by 
relative differences in injury to the motor and sensory fibres. 
It must be explained either by the more rapid recovery of the 
sensory fibres, or because a degree of conducting power 
that may be sufficient for the stimulation of the sensory 
centres in tlie brain may not be adequate to convey a suffi- 
cient excitation to the muscles ; or it may be that there is a 
difference in physiological character between sensory and 
motor impulses,* 

It must not be expected that in electrical exploration 
will be found a means of determining the absolute sensi- 
bility of the skin as a sense organ. This must be ascertained 
by the application of appropriate stimuli. t Electro-diagnosis 
only offers itself as a means of estimating one kind of 
senflibility, viz , the sensibility of the skin to an electric 
current. J This form of sensibility may be increased, 
diminished, or abolished, and seems to correspond most 
closely to the sensibility to painful impressions. 

The law for the excitation of the sensory nerves is the No'""! 

electro- 
same as that for the motor nerves. With an electrode catsnecui 

12'75 sq. cm. applied upon the front of the forearm, the *""* ' '' 

following current is necessary to produce sensation : 

t For example, toucli by tli« point of h pencil, nr better b; a alireil of euttan 
wool itrawn liglitly over the part, iind aaking the pitiont to tigiiify any change 
in " feeling- ;" lieat by a cautery moved at a definite diitance rrom the akin ; 
oold by a freezing miitare in h test-tube (tliie. ai well u the time hoiionred 
expedient of n hot and culU apoon, beeomos complicated with toach and prei- 
»are) ; pain by the " electric finger," 4c. 

t Ktb. 
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Nature of Stimulut. Current. 

K.C. = ' 0-9 m.a. 

A. C. = M „ 

A. 0. = 1-2 „ 

K.O. = 2 „ 

(Bordier.) 

ll«l)K>d of Until some means of measuring the current of the induction 

^ItotT? coil is available, the continuous current must be used in this 

***^bS%* investigation. Electro-cutaneous sensibility may be measured 

in several ways. The following is one method : Having 
applied the indifferent electrode (24 square inches) in the 
usual way, below the neck at the back, take a testing elec- 
troiJo, well padded but flat, and about three-quarters of an 
inch in diameter attached to the negative pole; then with 
the circuit kept broken by means of the finger on the inter- 
rupter, very gradually diminish the resistance in the rheostat^ 
or put in cells so as to secure a small current : then close the 
circuit, and ascertain if it is felt by the patient ; if not, push 
back the rheostat to Eero, and then, and not until then, open 
the cin^uit. Now take more resistance out of the rheostat, or 
put in mon^ ivlls, and again close the circuit. If the patient 
f^^ls it» note the current on the gHh*anometer. If not felt, 
push Iviok the rhe^^stat to Eero, and c^numence again with a 
still str^^ngt^r ournnit until the first minimal s>ensation occurs. 
For t'lV^tiug the efftvt* of opening the circuit, place the 
t^x^tiixg oUvttvHle on the given region, and incrvcikse the 
current very gradually, then ojvn the circuit, the cam^t 
Keing h>?52> th^n 0^1 ma. It making is fx^lt tv^Iuov the current 
lo Jh^rk\ again c:^^?^<^ the oirv^uit. 3iud graduaT^y i^vivas^ the 
currer.^ uv,u* i: is :stT\>nc^"r thar. a; the Sr:>t oivr.ir^ir. If the 
l^ticvj txv^s ar,Yih:v,g ^v.>5c T^tc galvanv^uu'^cr ; i: K dvVss^ ikh 
fe^. o\^5iiV,;ic the \\r\>s\>5>:Ss gta^ixw^r.y u-,cr\>a:s:r,g i "^e v^^irrvcit. 
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posterior. In front sensibility is greatest about the face and 
neck, then come the arms and trunk, and the lower extremity 
as far as the knee. The foot and leg are last, the heel 
requiring a current twice as great as any other part. Certain 
parts, such as the scrotum, the mamma, and wrist have a 
high degree of sensibility, strictly limited to their own area 
(Bordier). 

Reduced to figures the electro-cutaneous sensibility of 
various parts of the body comes out as follows : 



Temple 


. 0-3 ma. 


Shoulder 


. . 1-5 „ 


Forearm (anterior) . 


. . 1-0 „ 


„ (posterior) . 


. . M „ 


Hypothenar eminence 


. . 1-8 „ 


Foot (dorsum) .... 


. . 20 „ 


„ (heel) .... 


. . 50 „ 




(Bordier.) 



Here, as in all electrical exploration, care must be taken to 
secure the same experimental conditions. As already said, 
the skin over the part examined must be carefully wetted 
and lightly dried, the electrode must be applied with the 
same amount of pressure and for the same length of time 
before the current is turned on, and on the appearance of the 
minimal sensation the galvanometer must be allowed to come 
to rest and immediately read. 

In cases where the patient's answers are not above suspicion 
it will be found a useful expedient to test with " the electric 
finger '^ and the faradic current. The testing electrode 
instead of being applied to the patient is held by the operator, 
and the latter completes the circuit by applying a finger of 
his other hand to the patient's body. A moans is thus secured 
of gauging the strength of the current, as well as the accuracy 
of the patient's replies. 

Diagrams are added (pp. 128 to 130) showing roughly the 
topography of the sensory nerves. But it must not bo sup- 
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posed that each region of distributioQ is separated from its 
neighbour by any auch clear lines of demarcation. As a 
matter of fact careful testing will usually disclose an " over- 
lap," t. e. a limited region which derives its supply from two 
contiguous nerves. If, therefore, the function of one of 




them be in abeyance, there is a region of only dimmiahed 
sensibility on the confines of its territory. 

The auditory nerve responds to electrical stimulation by The Knditory 
subjective sensations of sound. The formula is the same as 
that for the motor nerves, viz, K.C.C, is the strongest stimulus. 
In some cases of tinnitus the reaction is much stronger than 
in health. In the examination of the ear it is best to use an 

9 
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aura] electrode, i. e. a divided pole placed just in front of the 
tragus, the indifferent electrode being placed on some distant 
point. 

Attempts have been made to use the electrical resistance AlteniioDi in 
o£ the body as an aid to diagnosis. Thus it has beeii oh- bod; in 
served that in some cases of hysteria resistance is increased, "JJ^id 
and that often in firavea' disease it is diminished. It is cumiition*. 
ata,ted to be increased in epilepsy, idiocy, melancholia, mus- 
cular atrophy (Boccolari, d'Arman, Vigouroux, Silva, and 
Pescarolo). Dr. Stone states (1886) that resistance is dimin- 
ished in fevers and in dropsical conditions ; others have stated 
that elevations of temperature are always accompanied by 
increased resistance. But considering the great difficulties in 
the way of accurately estimating body resistance, and in view 
of the fact that body resistance is under the influence of 
causes ao very variable and so little known, it would appear 
that even if the above opinions could stand the test of experi- 
ment such points could scarcely prove of much practical use- 
fulness. Circulation and the functional activity of the nervous 
system, the general state of nutrition, the greater or less 
quantity of sodium chloride, are amongst the recognised dis- 
turbing causes, and there are doubtless others less well known. 
Spehl and Sano affirm, as the result of 264 experiments on 
invalids and others, (1) that the most diverse conditions both 
in health and in disease may present the same resistance; (2) 
that whilst certain persons display an absolutely uniform elec- 
trical resistance to continuous currents, others, both amongst 
the healthy and sick, show variations even during the course 
of the same disease; (3) that the same disease presents different 
resistances in different persons, and variable resistances in the 
same person. 

Dr. Turner considers that much may be learnt by an R.nftb« 
electrical examiuatiun of the urine. He states that the 
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particularly of the urea. But the K. does not depend mainly 
upon the amount of urea ; it depends " almost wholly upon the 
salts, chlorides, phosphates, sulphates, etc/^ He considers, 
therefore, that R. is "a measure of the chemically active 
substances in a urine, — of the salts, and to a very much less 
degree of the inert urea/^ 
Electricity in The usefulness of electricity for gynaecological diagnosis is 
ffrnncological y^^y generally admitted by those who are accustomed to 

electrical work. It discloses the soundness or otherwise of 
the uterine appendages, and so points either to a conservative 
treatment on the one hand, or to surgical interference on the 
other. If an ovarian pain be hysterical and nothing else, the 
faradic current will certainly and rapidly diminish it. 

The indications furnished by the galvanic current are as 
follows : 

In the case of a uterus which bears a current of 100 m.a. 
to 150 m.a. without any reaction either during the operation 
or afterwards, there is no inflammation of the appendages re- 
quiring surgical interference. If the uterus is not tolerant of 
a current of 50 m.a., there is suspicion that the appendages 
are involved ; and this suspicion is seriously strengthened the 
less the current that can be borne. 

In uterine fibromata if the intra-uterine application of the 
positive pole of the continuous current does not manifestly 
ameliorate the symptoms, or if it aggravate them, then 
amongst the possibilities to be considered are fibro-cystic 
tumour, and nuiHgnant degeneration of the fibroid requiring 
surgical interference. 

Tins kind of investigation is not dangerous, and is only 
contra-indioated by pregnancy and by recent peritoneal 
inflanunntivni (ApostoliU 



CHAPTEK IV 
The Motor Points 

The topography of the motor points and its ready appli- 
cation to purposes of diagnosis are best studied by following 
the anatomical distribution of nerves. That is to say, indi- 
vidual nerves are taken and the points ascertained at which 
electrical stimulation (applied both to the nerve-trunk and to 
the muscle) most readily induces a contraction. 

To gain a general idea of the strength of current ordi- 
narily to be employed in diagnosis the student will in the 
first instance experiment upon himself, and commencing 
with the face he will quickly learn that, in this region at 
least, the use of mild currents is highly desirable. It is 
scarcely necessary to add that the frequent use of very 
strong currents in testing diseased conditions is much to be 
deprecated ; on the other hand, the mistake must not be 
made of supposing that a muscle does not answer to 
electrical stimulation in cases where, as a matter of fact, a 
stronger current would elicit a response. 

The following diagrams fairly well represent the motor 
points, but it is to be remembered that the latter may vary 
not only in different individuals, but in the same individual 
on different sides of the body ; and further, inasmuch as 
electrical exploration has often to deal with pathological 
conditions which alter the contours of the surface (e. g. 
BelPs paralysis) it is evident that no diagram nor even 
photograph of the motor points can be uniformly and 
exactly applicable in every case. In point of fact it is 
quite possible to exaggerate the importance of such dia- 
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grams. The student of anatomy knows where nerves 
become superficial^ and where therefore they are most 
easily excitable. He also knows that the motor point of a 
muscle is the point where the nerve enters; that point 
is often close to the middle of the muscular fibres in the 
long direction (Castex) . 

For methods of recording the results of electrical explora- 
tion see pp. 122^ 123^ 124^ and the foregoing report of a 
case showing the *' form " used in the London Hospital. 

PLATE I. 

Pig. 1. Fig. 2. 

A — 

B — 

C — 

D — 

E — 

1 — 

2 — 
8 — 
4 — 
6 — 

6 — 

7 — 

8 — 

9 — 

10 — 

11 — 

12 — 

13 — 

14 — 
16 — 

16 — 

Region of Trigeminal {infer, maxillartf) , 

17 — — Muscle, temporal. 

18 — — f> masseter. 

19 — — >, mylohyoid. 

Region of Hypoglostal Nerve. 

20 — — Muscle, omohyoid. 

21 •"" "~* »f »» 



Pig. 8. 




Region of the Facial Nerve. 


A 


Facial 


nerve, trunk. 


— 


*f 


„ superior div. 


— 


>• 


„ middle ,» 


— 


f> 


„ inferior „ 


£ 


Nerve, 


posterior auricular. 


— 


Muscle, frontal portion, occ. front. 


— 


>* 


corrugator supercilii. 


— 


t» 


pyr. nasi. 


— 


M 


orbicul. palpeb. 


— 


*f 


comp. narium. 


— 


f» 


lev. lab. sup. alseque nasi. 




»* 


lev. lab. sup. 


— 


ff 


zygomatici. 


— 


f* 


buccinator. 


•^ 


f» 


orbic. oris (common point between the 
two lips). 


— 


»t 


„ „ (half of upper lip). 


— 


>* 


„ „ (half of lower lip). 


— 


ft 


lev. menti. 


— 


t» 


depressor lab. infer. 


— 


>t 


ang. oris. 


— 


f» 


platysma myoides. 
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Fig. I. 





Fig. 2. 



Fig. 3. 



(Plates I, II, and III are after Castex.) 
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PLATE l—(cofitinu€d). 

Fio. 1. Fig. 2. Fig. 3. Region of Spinal Accettorif Neroe, 

22 — — Muscle, sterno-mastoid. C. 2 — 5 or 6.* 
F — — Nerve of tlie trspeziut. 

23 — — Muscle, trapezius. C. 2—^6. 

Region of the Pott, Branches, Cervical Nerves. 

— — 24 Muscle, trapezius. 
— 25 „ „ 

— — 26 „ splenius. 



Region of Cervical Plexus. 
— — Nerve, phrenic. 



Region of Brachial Plexus.f 

Nerve, brachial plexus, Erb's point.{ 
„ circumflex. 
„ of the pect. maj. 



H 

I 
J 


— 


— 


J 




— 


K 




27 


27 


— 


— 


— 


28 


— 




29 


— 


30 




— 


31 


. — 


— 


32 


— 


— 


33 




— 


— . 


34 


— 


— 


35 



„ of the sen*, mag. 
Muscle, deltoid, ant. portion 1 p ^ i e 
•• ** post. ,1 J 



ft 



»» 



„ „ post. „ 

teres minor. 

pector. maj. C. 6 — 7. 
„ serratus mag. C. 5 and 6. 
„ teres major. C. 7. 
„ lat. dorsi. C. 7. 

supra-spinatus. C. 4 and 5. 

infra-spinatus. „ 

36 — — „ lev. ang. soap. C. 3, 4, or 5. 

— — 37 „ rhomboid. C. 4 and 5. 

Region of the Dorsal Nerves. 

— 38 — Muscle, rectus abd. 
Sy ^ „ „ „ 

— 40 — „ ext. oblique. 

— — 41 „ erector spinie. 



* These letters and numbers refer to the nerve-roots. 

t To obtain the best and as far as possible isolated action of muscles, the limb 
must be relaxed. This is often best effected by the examiner supporting with 
his left b ind the part under examination, so as to suppress all voluntary action 
on the part of the patient. 

{ "Erb's point" for simultaneous excitation of biceps, brachialis ant. deltoid, 
supinator longus. About an inch above the clavicle, a little externally to the 
posterior border of sterno-mastoid, immediately in front of transverse process of 
sixth cervical vertebra. 
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PLATE II. 



Fig. 1. 


Fig. 2. 


Fig. 3. 


Region of the Musculo'Cutaneout Nerve, 


A 


— 


— 


Nerve, 


muicalo-cutaneoiis. 


1 


— 




Mnscle 


, biceps. C. 4— 6.* 


2 


— 


— 


»t 


coraco-brachialis. 


3 


— 


— 


ft 


brach. ant., inner margpin. 




~ 


4 


» 


„ „ outer mHrgin.t 
Region of the Median Nerve, 


B 


— 




Nerve, 


median, in the arm. 


C 


— 


— 


» 


„ at the elbow. 


D 


D 


— 


»f 


„ in the forearm. 


5 


— 


— 


MuscU 


>, pron. radii teres. C. 6 and 7. 


6 




— 


f» 


flex, carpi rad. C. 7 and 8. 


7 


7 


— 


»» 


palm. lon{ir. 


8 


8 


— 


»t 


flex. dig. sub. (little and ring)' 


9 


9 


— 


t> 


„ „ „ (index) -C. 7 and 8. 


10 


— 


— 


>* 


„ „ „ (middle) 


11 


— 




»» 


„ prop. pol. C. 7 and 8, D. 1. 


12 


— 


— 


9» 


„ brevis pol. C. 8 and D. 1. 


13 


~~ 


— . 


»» 


abd. pol. b. C. 8 and D. 1. 


14 


"^ 


^~ 


»> 


lambricales (2).t 
Region of the Ulnar Nerve, 


— 


E 


— 


Nerve, 


nlnar (elbow). 


P 


F 


— 


»> 


„ (forearm). 


— 


15 


— 


Muscle flex, carpi ulnaris. C. 7 and 8. 


— 


16 


— 


»> 


flex. prof. dig. (little and ring). 


17 


— 


— 


>f 


pal. brevis. 


18 


— 




»t 


flex, brevis min. dig. 


19 


19 


— 


$t 


abd. min. dig. 


20 




^^m 


•» 


add. pol. C. 8 and D. 1. 


21 


— 




•f 


Inmbricales (2). C. 8 and D. 1. 


^^^ 


^^^* 


22 


»$ 


interossei. C. 8 and D. 1. 
Region of Mueculo- spiral Nerve, 


— 


— 


G 


Nerve, 


musculo-spiral.§ 



* Press testing electrode well under the anterior border of the deltoid and the 
external border of the coraco-brachiMlis roascle. 

t Press the electro<le well in below the biceps, avoiding the median nerve at 
inner part of arm. 

X Opponens pol. C. 8 and D. 1. Having found the external border of the 
first metacarpal bone, push the pointed electrode against the anterior surface of 
that bone (Roumillac). This and the two previous mm. are difficalt to excite 
independently. 

§ Between triceps and brachialis int., just above the supinator long., " at the 
point where the n. emerges from the triceps." It will often be found easier to 
excite this nerve independently by means of a continuous current than by meant 
of an alternating one. 
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PLATE 


II — (coniinued) . 




Fig. 1. 


Fig. 2. 


Fio. S. 






— 


23 




Muscle, tricepf. L. head (middle or scapular). 




24 


m^m^ 


1* 


>» Short head (internal or short 
humeral). 


— 


— 


25 


»t 


M External or long humeral head. 


26 


— 


— 


t> 


supinator long.* 


— . 


— 


27 


ft 


ext. c. rad. longior. i 


— 




28 


t» 




— 


29 


»» 


anconeus. 


— 


— 


30 


»t 


supinator hrevis. C. 5.t 


— 


— 


31 


$t 


ext. carpi ulnaris. 


^^ 


~~ 


32 


n 


ext. com. digitorum (middle' 
finger). 




— 




33 


9» 


ext. min. dig. Vc. 6 and 7. 


— 


— 


34 


99 


ext. com. dig. (ring). 


— 


— 


35 


»» 


„ „ (index). 


— 


— 


36 


»» 


ext. indicis. C. 6 and 7. 


— 


— 


37 


f> 


ext. pol. long. C. 8 and D. 1. 


— 


— 


38 


»» 


ahd. long. pol. C. 8 and D. 1. 


•— 


— 


39 


*f 


ext. pol. hrevis. C. 8 and D. 1. 



* To elicit the action of this muscle well, the examiner should support the 
arm in the semi-flexed position. 

t The extensor c. dig. is also excited. 
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PLATE III. 



Fio. 1. 

A 
1 
2 
3 



Fig. 2. 

A 

1 
2 



— 4 

5 — 



Lumhar Plexus. 
Fig. 3. Region of anterior crural nerve. 

— Nerve, anterior crural. 

— Muscle, sartorius. 
rectus. L. 3 and 4. 
vastus int. L. 3 and 4. 

„ externus. 
pectineus. 



»> 



»» 



t$ 



tt 



6 



8 



Region of obturator nerve. 

Muscle, adductor long. L. 2 and 3. 
„ gracilis. 
„ adductor magnus. L. 2 and 3. 






Fig. 1. 



Fig. 2. 



Fig. 3. 



9 



9 



10 



Sacral Plexus. 
Region of superior gluteal. 

Muscle, tensor vagine f em oris. 

gluteus medius. L. 4 and 6, S. 1. 



$f 
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PLATE Ill^(cafUinued). 

Fio. 1. Fig. 2. Fio. 3. Region of tmall 9ciatic. 

— ^ 11 Muscle, gluteus maximus. L. 4 and 5, S. 1. 

Begitm of great sciatic nerve. 

— — B Nerve, sciatic. 

Muscle, biceps, long head. U^ ^^^ ^^ g ^ 

„ „ short „ J 

— 14 „ semi-tendinosus. L. 4and5, S. 1. 

— 15 „ semi-membr. L. 4 and 5, S. 1. 
C — Nerve, external popliteal (peroneal). 

16 — Muscle, tib. anticus. L. 5 and S. 1. 

17 — „ ext. com. dig. L. 5 and S. 1. 

18 — „ ext. prop. poll. L. 5 and S. 1. 



12 
13 



— 19 - „ peroneus long. 1 g ^ ^^^ ^ 

— 20 — M „ brev. J 

— 21 — „ ext. brevis dig. 

— — D Nerve, internal popliteal nerve.* 
E — — M posterior tibial. 

— — 22 Muscle, gastrocnemius, ext. head. 1 j g ^^j g -t 

— — 23 „ „ int. „ ' ' 

— 24 24 „ soleus. L. 6 and S. 1. 

— — 25 „ flex. long. pol. 

26 — — ., flex. long. dig. S. 1 and 2. 

27 — — tf abductor pol. 

— 28 — ,, flex. brev. min. dig. 

— 29 — „ intorossei. S. 1 ana.2. 



* Motor point situated in principal transverse fold of popliteal space. 



CHAPTER V 



The Action ov Mcscles and the Conseqdkncks of theie 
Paralysis 



Amy attempt to get exact ideas of voluntary moTements 
by studying the isolated action of muscles, must at best 
result in comparatively crude conceptions. In every move- 
ment that a limb performs, its entire rausculatnre perhaps 
co-operates, either in synergic or in antergic * action. 
Further, the mechanical effects of a muscle's contraction 
must vary with the varying positions of the articulations 
over which that muscle acts. For example, with the knee- 
joint bent, the gastrocnemius can no lunger produce " plantar 
flexion " of the foot. Its origin and insertion have been 
too closely approximated. It has too much " slack " to 
take in. This is "active insufficiency." Under such con- 
ditions it is the soleus alone that pulls upon the tendo 
AchiHis to produce the movement in question. Again, with 
the knee extended the gastrocnemius is too short to permit 
complete " dorsal flexion " of the foot. The muscle stretched 
across the articulation, like a rigid cord, limits the action of 
the muBcIea that flex the tarsus upon the leg. This is 
"passive insufficiency." f 

An analysis of the five following positions may be of use 
in roughly recalling the mechanics of muscular action. J 

* Tlie limulUneoui eontnction of opponents. " Thii ii lynclironouB, but not 
ijuer([ic." (Oowers.) 
t Luidoii *nd Stirling. 
t In sctaal teiting tbc? retiatmice n-oiilil UiuaDy be supplied b; tbc Lands of 
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Latisaiinus ilar»i ia in action attempting to force the arm Fig, 79, 
downwarda and backwards against resistance from abovej at 
the same time tending to rotate it inwards. The teres major 
assists in both actions. 

(Wheu both lati»simi act together they extend the trunk. 
The latter is inclined to one side if only one act. The 
latissimi are the great propelling muscles in swimming.) 

In paralysis of latisainins dorai forcible backward depres- 
sion of the raised arm is lost, and the shoulder cannot be 
put back without being also raised (by the trapezins).* 

(The trapezius has three parts; an "upper" or respira- 
tory portion, a "middle" and a "lower." The two latter 
bring the scapula to the spine and put the shoulder back. 
The scapula and shoulder are elevated chiefly by the middle 
portion. 

The deltoid " abducts the humerus, but does not raise the 
arm liigher than to a right angle with the body ; the anterior 
and posterior tibres also move the arm fonvards and back- 
wards respectively." t 

The serratrui wagnvn is in strong contraction, Bsing the 
scapula to the chest aud assisting the trapezius (by rotating 
the scapula] to raise the shoulder above a right angle. 
(" If the scapula be fixed by the rhomboids, the serratus 
can act on the ribs and aid forced inspiration.") t 

Paralysis of the serratus niagnua dooa not lead to much 
deformity when the scapula is at rest ; but when the arm is 
moved forward by the anterior fibres of the deltoid, the 
scapula no longer held in position against the chest by the 
serratus magnus.t is rotated on its vertical axis by the 
action of the anterior part of the deltoid on the hninerus, 
and of the middle part on the scapula; the posterior edge, 
therefore, recedes from the thorax. The characteristic de- 
formity thus produced is shown in Fig. 80. 

The biceps assisted by suyinator longiia ia flexing the 



■a of the Xer 



■ [Gon 



™). 



UQ 
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I'lbow, 1111(1 fixing it by acting (in antagonism) with the 
tricopa, 

("The hicepH first siipiualtis the forearm if it is pronated, 
then flexes the elbow."* 




In )mml.>'»s tW Amm« couk iMJll kit vffr<«iJ In- < 
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The supinator longiia " places the forearm midway between 
pronation and supination, and then flexes the elbow." 

(The triceps acting thronghout its three parts extends the 
elbow. 

" In paralysis of the triceps extension against gravity ia 
impossible. A man with paralysis of the triceps cannot 
raise his hat in the accustomed manner.*") 

The carpal extensors by fixing the wrist are acting " in 
co-operativo antagonism " to enable the flexing muscles to 
grasp the cord. 

(" The extenaoe carpi radiatis brevior is a direct extensor, 
the extenaor carpi railialis longior and exteiiaor carpi vliiaris 
move the hand laterally as well."*) 

(Paralysis of the extensors impairs flexion of the fingers 
by the too great approximation of the origin and insertion 
of the flexor muscles. They have too much " slack " to 
take in.) 

The long jUxors of Ihe Jingerx (flexor sublimis and flexor 
profundus) act chiefly on the second and third phalanges. 

The long extensors of the fingers extend only the proximal 
phalanx. 

The inleroasei fill up the gaps in this flexor- extensor 
action ; that is to say, they flex the first phalanx and extend 
the last two phalanges. They also adduct and abduct the 
fingers. 

The lumbricales "aid the flexor-extensor action of the 
interossei, but do not move the fingers laterally."* 

In paralysis of the interossei the long extensors, no 
longer opposed, extend the first phalanx permanently, and 
the long flexors, also unopposed, flex tlie second and third 
phalanges, producing the claw-Iiko attitude known as mum 
en griffe. 

The pecloralis mojor is in action on both sides j its Fig. 81, 
upper portion bringing the shoulder forward and tending to 
raise it, the lower portion attempting to draw each arm to 
• Ibid. 
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the side and across the chest, and at the same time tending 
to depress the shoulder. By pressing the hands together 
both arms are brought into action against resistance. 

The BternO'inaMtoid inclines the head towards and rotates 
the head from the side on which the muscle contracts. 
Both muscles acting together bring the head forward to the 
vertical pos»ition. If they depress the head upon the chest 
they probably do so by acting upon the neck, the head 
being fixed. 

Paralysis of one muscle has no influence on the position 

of the head, and but little on its movements. Other muscles 

supplement the loss. There is no such thing as " paralytic 

torticollis'* (Gowers). 

Ftgr» 8>> The arm is raised from the side of the body against the 

roaist>ance of the weight of the chair by the action of the 
whole ma«8 of the ihltoid. The shoulder is elevated by — 

Traptsiu^ and ttei^atus magnus (rotating the scapula). 

The bici^>^ and supinator loiigus are flexing the elbow. 

The adductors of the hand and carpal extensortt are taking 
their shan? in adduction of the hand and fixing the wrist, 
in co*o|H>r»tive antagimism with the flejcors and interossei 
by the action of which the chair is grasped. 

The right «de of tlio body l>eing in action, the head is 
turnoii to the same side by the left stemo^niastoid ; and it is 
Ihvhuso the sterno^mastoid assiX^iates itself in action with 
the opjH^iK^ side of the IkhJv that it is called a ** contra- 
latowil muscle,** 
¥%.^ The quai^riccfys is extending the knee, (The recius may 

aid the jvvw»,« and ili^cus in flexing the hip, but chiefly when 
the knee is Knit. The rayfi act only on the knee,) 

The ^t>rJ\<^ T^^witendin/iSft^t and scmimem^tr^noswiy are 
a^sistini? in fixing the knee. They are flexors of the knee 
And o\tensl^rs of the hip in onlinarr walking. When a 
sj>eo>al effort is m^de the ct^^tcv^- V4aj'4u.y4s is calle<d into 
action for oxtensiotv The lo*: is rv^tatOii owxwai>3s i>T the 
b>v>e)>s, inx^-aTv^s by the s< witendinosns. 
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Tn paralysis of the extensors of tho knee, standing ia 
still possible if the knee is extended. Rising from the 
kneeling position is impossible."* 




Mif^. /^^^A> ^^^ ^Mw/1'^f ^ ^'f^^^^ U^triUfr ihfry tlex tbe foot. 

t^Hf-tih"^'^ f*^ ^>Mm'^ " ♦o^**Nk^?r*« tt^fxUfti/^ and the corre- 
t'liUhii^hi* UiU'Hii mni^tumii i* l^/«i. Hwondary contracture 
^/f M^/< ^#l^f^ff^/f-« f^/llMW(> immlyiciii ni iIh; fii^xorn^ and talipes 

'l'h». H4hUffnrn f\l Ihf* lUihlti lu'o tlin ciilf muKcleH * (which 
mI''h fitltliH'l) MImI |MM'MiMMi^ liMiMfUM (wliicli hIho abducts). 

AililiM'llMii Mini mImIim«|Iimi, lni|p|MMnlonMy of flexion and 
»«4l»Mi»«lHii| Hn« iMM'lit'tl nut \\y I lio tibialis posticus and 
|uMMM»iH«« \\\\y\\^ ri»*i|»iM»llvi»l), Tln»rt»foro - 

IMM»l\o|d \\\ \\\\\\\\W |M»«»floMW |>nMbuMv*4 li\Up(i^$ valgus, and 

V\\\^ j*>»^^MSMy'*HV»^» ^^Moudw \\\\^ hiudor i>iirt of the foot 
*s\\N> N^wsw^ \<\^\\^ \\\\^ \N^!^M^ Mdw Tho ^MVt*v< d\H*:^ the same, 
Ms>\ \vssU \\\rtV\>^^>s^ ^ssM\\^^ \\\^^ iW l^Me^\ '' h^iviwir no;»tnich- 
svs\ VKV vnv ^\»i>^ ^v'^>^s >^^ sAUm^nI iW ^^\kJe >^hen ihe ki>ee i> 

^^.v Tv-sssvvsv ^\^^ \vv ^ \\^\ \v.v>,i*v V lW i^?<fr\^c<?5^fc vf life 
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The pyriformis, gemelli, obturator ivternus, and quadratus 
all rotate the thigh outwards. 

In paralysis the unopposed action of the internal rotators 
turns the leg and foot inwards. 

The adductor longus (and the pectineus) produces an 
oblique movement forwards and inwards, t. e. combined 
flexion and adduction, as in crossing the legs. It also 
rotates outwards. 

The adductor magnus causes a similar adduction and rota- 
tion. But it is stated * "that while its upper fibres rotate 
outwards its lower fibres rotate inwards, and are employed 
in keeping the foot straight during adduction in riding/' 

The innervation of the muscles is given regionally with 
the motor points. 



Memoranda 

The nervous system is made up of non-continuous ele- The neuron, 
ments. The element is called the neuron, and the neuron 
consists of a cell body with a long process — the axon, and 
short processes — the dendrons. The axon or axis-process 
is the chief process. There is usually only one axis- 
process to a cell, but sometimes two. From the axon 
there may spring fine fibrils, at right angles to it, termed 
'' collaterals. '* The axon is made up of a number of 
fibrils ; and it would appear that the terminal divisions 
into a branching network (arborisation) is merely the sepa- 
ration or splitting up of those fibrils at the periphery, and 
in the grey matter. To the final twigs of the axon the 
name of axites may be given (Gowers). The dendrons 
are the short branching processes of the cell, and they, as 
well as their branches — the dendrites, soon divide and branch 
within the grey substance. No essential difference is yet 
established between the axon and the dendrons. The 
fibrils of the axon pass through the body of the cell with- 

• Ibid. 
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out iDtermption. AUhougli the fibrils of tlie deadrons do 
not all pass to the axon, those oF the axon pass to the 
several deudrons. According to Gowers we must give ap 
the idea that nerre-cells are the seat of the prodaction of 
nervoas impulses or nerve force. Extenial iafluences act 
on the minutely separated nerve material at the extremities 
of the afferent fibrils, and so an ingoing nervous impulse is 
generated which reaches the centre. Similarly, at the 
analogous extremities of the fibrils in the gre; substance, 
outgoing impulses originate in their own way. It may be 
a question whether the cells in the grey matter are the 
starting-points of nerve force, but there is no doubt what- 
ever that the life of the nerve-fibre, whether axon or 
dendron, depends npon the integrity of the cell. 

According to recent investigation the large cell of the 
motor area of the cortex (1, Fig. 84) sends down its axis 




I. Motor eortci oeU. 
8. £«iuorf rortei cell. 
8. Pjnmidal tract. 
4. Poftcrior mIodid cell. 

6. Condnofttion opwardi id poiterior mcdiui 
eolninn of upper head of unior; nerve. 

6. A eolhtenl. 

7. Ginglion in poiterior root. 

8. SeiuorT nerre. 

9. Diriuan of lentorj nerre bnncluDg. 

10. Pocterior colanin cell ftad to 6 conUnnktion 

opiranli in poaterior mediiD column, 

11. Anterior colnmn cell. 

12. Motor nerve to mnwle. 



process through the corona radiata, crus cerebri, and pyra- 
midal tract (3) to an anterior cornua cell (or motor cranial 
nerve cell), and breaks np into terminal fibrils in the vicinity 
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of this cell. The anterior cornua cell (or the cranial motor 
nerve cell) similarly sends out its axon (12), wljich ia con- 
tinued to the muscle by the anterior I'oot. Thus, when a 
cortical motor cell is injured the axon degenerates down to 
its terminal branches. And the result of the lesion of any 
part of the axis process is degooeration of the part below it 
as far as the anterior cornua cell, but not involving the 
latter. If the anterior cornna celt (or cranial motor nerve 
cell) be affected its axon degenerates down to its termina- 
tion in the muscles. lu the same way in the case of a 
sensory nerve, lesion of the cell of the ganglion (7) on the 
posterior root will cause the prolongation of that cell to the 
akin, i.e. the sensory nerve (8) to degenerate as well as its 
continualinn upwards (-5) as far as the terminal fibres at 
the posterior cornua cell (4), and a lesion of the latter {■!) 
will produce ascending degeneration as far aSj but not in- 
volving, the sensory cortex cell (2). The axis process of the 
sensory cortex cell (2) splits up into terminal branches at 
the motor cortical cell (I), and the latter, as already seen, 
sends its axis process down the pyramidal tract (3), crossing 
to the opposite lateral column, to end in a network at the 
anterior cornua cell (11), the anterior cornua cell in its turn 
sending out its axis process to be continued as the motor 
nerve to the muscle. Thus, the muscle degenerates in the 
event of the lesion of the anterior cornua cell (11) or of the 
prolongation of that cell (12) down to the muscle. 

Further light is thrown upon the localisation of various 
forms of sensation and their disorders by the fact that an 
axis-cylinder does not conduct as a whole ; it is composed 
of a bundle of conducting paths. The function of the 
nerve is not limited to conduction ; nervous impulses, as 
already said, take their origin in the minutely divided nerve 
material at the extremities of the fibrils, whether peri- 
pheral or central, 

Paralysit. — Loss of power in a nmscle may be partial or 
complete. Paralysis, which is medically applied to every 
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(logroo of loHH of power, ih therefore distinguished as partial 
or comploto.* 

The Htrongth of a muscle may usually be roughly tested 
by the examiner himself opposing its physiological action. 
With practice any considerable loss of power can thus be 
gaugtMl with some accuracy, and especially so if a corre- 
nponding sound muscle be available for comparison. In 
doing this it is necessary to remember that the muscular 
foit*e of the right side is usually greater than that of the 
left.t 

Floxitui of the fingers, V. e, the " grasp ^' or " squeeze,^' 
may bo moa.sui*od by the dynamometer. The mean of 
Hovorul readings ought to be taken. The " pull " may also 
ho measured. 

iftu^cular aeuftihUity. — ^The muscles are supplied by sen- 
sory nerves, and pain is caused on the application of too 
stri^ng a stimulus, as in the cai?e of other sensory nerves. 
When a nmsolo is made to contract bv an electric current 
the fX>ntraotion is felt. With a strong stimulus a feeling of 
divp tonsiou — a ** drawn '^ feeling — is produced amounting 
to pain. The complication of electro-cutaneous sensibility 
with this feolinsr can to some extent l>e eliminated bv anaes- 
thotising the skin : or by making the muscle contract 
thriMigh its nerve trunk, instoad of by a direct application 
to the musi^lo. The |>ain is presumably caused by com- 
pression on the nerve endings by the muscular contraction. 
I'^n ohvtnwnuisoular sonsibilitv Iv excited mthout a con- 
traotion, t\ f. bv dirtvt stimulation of the ^nsorv nerves ? 
A o;iise o\>mbir4in4i' the absence of muscular contractilitT on 
exvtrio^l stimulation with ivmplete anaesthesia of tbe skin 
wvMild afFv^n^ an opjv^rtunity of demonstrating this point, 
Btit it IS quite oort^fiin that eltVTro-out»neous and electro- 

Tnu^*^«^ar sc^nsibilitv arv* distinct. In disea^sse one mav be 

* • 
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absent and the other present. The power of discriminating 
differences in weiglit ia the recognised test of muscular 
sensibility. The knowledge which a person haa^ unaided by 
other senses, of his own posture, whether active or passive, 
1. e, either when his muscles are active in obedience to the 
will or only in the " slighter activity " of rest, is ascribed to 
the "muscular sense," a term which therefore has a more 
restricted meaning than muscular sensibility.* The latter 
as above described includes ordinary muscular sensibility to 
stimuli, and pain when such stimuli are excessive. 

Ruflex twtion. — -Is effected through an afferent sensory 
nerve, a centre in which the sensory impression is received 
and transformed into a motor excitation, and an efferent 
motor nerve. 

For an impression to he perceived by the individual a 
further mechanism is required, viz. an afferent system of 
sensory fibres, a centre which, more highly organised than 
the reflex centres of the cord, can recognise the miture of 
the stimuius, and whence it came ; and can originate motor 
excitations which are transmitted down the cord by an 
efferent system of fibres to a lower centre of the cord. 

There are two chief forms of reflex action : — 
(1) cutaneons reflex ; (2) muscle reflex. 

(1} "Cutaneous reflex" — "superficial reflex," excited by 
stimulation in the form of atrolcing the skin adjacent to the 
muscle tested. The ■plantar reflex is produced by tickling 
the sole of the foot; this excites slight movement of the 
toes (through Ist, 2nd, and 3rd sacral}. The gluteal 
obtained by stimulating the skin of the gluteal region (4th 
and 5th lumbar nerve) ; cmuasterU- by stimulating the skin of 
the upper and inner part of the thigh, producing retraction of 
the testicle (1st and 2nd lumbar) ; epigastric by stimulating 
the skin of the chest over the fifth and sixth intercostal 
spaces, producing dimpling of epigastrium (-1th, 5th, 6th, 
and 7tli dorsal nerves) j ncajmlar by interscapular stimula- 
• S« Gowen' ' DUeaaea of Nervooi Sjitem,' p. li. 
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tion of skin, producing contraction of scapular muscles and 
tlioso of the posterior fold of the axilla. Of the above reflexes 
the plantar is the least seldom absent in health. The con^ 
juncitval reflex and the contraction of the iris from slight, 
and its dilatation from strong stimulation of neck, are also 
examples of superficial reflexes. 

^2^ *• Muscle reflex *'—*' tendon reflex ''—'' deep reflex/' 
excitinl bv *' a jHvuliar mode of stimulation of deeper nerves, 
pn^U\bly those only of the muscles" (Gowers). These 
*• n^rtoxos *' are pixniuivd by the sudden increase of tension 
in musolos, which an* alreadv in a state of slisrht tension, 
by striking the tendon or directly extending it. 

3V*r* yaitUiir temlott rrjif^jr or knee-jtrk is elicited by flexing 
the kntv •• so that the quadricej^ is gently extended and 
the leg frtv to move/* and then suddenly striking the 
tendon of the j^tolla. The i\mt motion of the quadriceps 
jerks the kn^v fi*rwar^.l.* The normal knee-jerk depends 
ujxm the integrity of the ivrJ at the level of the 2nJ and 
Snl luml>ar r.erves, and on the nv»rmal cv>nditioa of the other 
^.vnstituonts ot the rvdex arv\ 

The l>hysiv*Iv'^gy v^t the kuee^jerk ha^^ been luaoh discussed, 
iiv^wers suc^^sts that the ;\*S5>ive teusiou exciter :ii :r:e muscle, 
bv r\*r.ex i::iuoviOt\ a s:si:e v»f irrttabil::v to I-x**! eaechAnieakl 
stiiuuI«tioiu suoh as ;ii suddeu Cap. 1: is hoc sjimn-autocL of 
the v.ervn^ of the :e;:vlo:i th^c induvv* «he wvtitrtiorivw. "ban 
the s::v-v^*:i> ortictv^'es in ^ie sn'-isc*^/" Tie tendon. *cns 
urev'h;*r>;cA"v jv, :h^> :r.u>cle, I: is tie scrLn^r. >»-' "o sreok. 
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above occnra at the ankle. If the calf muscles are made 
tense, and the tendo Acliillis or muscles on the front of tlie 
leg be tapped, a slight extension of the foot is pvoduced. 

Ankle-clonw. — In certain patholo^cal conditions, if the 
ankle is forcibly flexed by pressing the hand against the 
sole of the foot, a series of clonic contractions occur, known 
as " ankle- clonus." It depends upon the condition of the 
cord at the level of the first three sacral nerves, and usually 
denotes structural changes in the lateral columns, 

Bailius tap and triceps jerlc. — Percussion of the tendons 
of the flexors and extensors of the wrist, and of the tendon 
of the triceps, may produce muscular contractions, the 
former* producing flexion of the elbow, the lattert a con- 
traction of the triceps. In health these are usually feeble 
or altogether absent. 

Diminution in the size of the muscles and alteration in 
their minute structure follow lesions of the " lower segment " 
of the motor path. The wasting of a muscle can to aome 
extent be gauged by measurement. J The minute changes 
of structure in the nerv-ous system are referred to in foot- 
note. § The changes in electrical reactions which correspond 
to these have been dealt with under electrical testing. 

" I nco-ordi nation," " ataxy," has been defined as the 
inability to produce voluntary muscular movement in proper 



* Sadim lap, elicited bj itTikint; the aCjIaid process of the radius imBrttf, 
tbe elboiv being flexed. 

■^ Tricept jerk obtained by Scxing the elbow, allowing the forearm to bang 
vertically dowDwards, mid etiikiiig jual above tbe olecmnon. 

X Beiides irasting tbe mniclea lose tlieir gtriation, undei^o fBtty degeaernllon 
with increau of tbe nuclei of the mu«cle'Bhealli, and become pale in appear- 

S For exampU, in progrossive mnscular wtropby of iiiyelopathie origin tbo 
leuon will coDBiit of a ilow degeneriition of the motor cetU of tbe tpiual cord 
and bulb, tf tbo lawvr aegmcut lesion be a uearitii the nerve-flbrei become 
red and Bwollen and tbe luyeliu diaintegrated, tUe axii-cylluder diaappean, and 
tbe connectire tiaane between the fibres iiicreaiei. Cbangea are more marked 
in peripheral tban at tbe more central parts of tbe nerve. The pain, animtbeiU, 
and t«nderneia. aa well as tbe parnlysis, wasting, and electrical reactions, are 
tbns accotinted for by tlie above changes ii 
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ordi^r or Hoquonco. *' It is not customary to apply the term 
to any domn^oniont of movement except that which is ir- 
jv^uliir in time It is necessary to distinguish co- 
ordination, and the direction of movement to a definite end. 
Tho motor process for the latter depends on true sensory 
Pfuidanoo, chiofly on the senses of touch and sight. A 
8ompstn*8s with loss of sensation in the fingers cannot sew 
unloss sho constantly watches them " (Gowers). 
^^t^ti!"^ Certain practical points in connection >vith spinal cord 
•|\iuAl cord, anatonty may hero be called to mind. 

It is customary to speak of "the thirty-one segments of 
the spinal conl ** — (\ ** segment " being that portion of the 
eortl fr\>m which a pair of spinal nerves arise. The cord 
tJlls only the upper tWi>-thinls of the spinal canal and ex- 
tends fn^n^ the foramen nu^gnum to the upper point of the 
5itHH^nd lnml>ar spine. The rt^lations of the spines to the 
vertebral ** IhhIv ** and to the origins of the " nerve-pairs " 
musf Ih> rtnuemWriHi. The ** vertebra promineus/' i. <». the 
spine of the s^neuth ot^rvical vertebra, is opjK^site the first 
dv^rsal nerve nviji. From the 3rd to U>th dorsaK the spines 
\vrrx>s|H>iul t\^ the s>e<\md r^x^t Ivlow : the 1 1th spine corre- 
s|H>uds to 1st and ihul lumbar nerves : the 12th tv> the ord, 
4ih. and Cnh : the 1st lumb^ir to the 1st. 2nd, aind 3rd 
s^v^rtil nerv^NSx* The up|vr jvirt of 2i^d lumber is oppixsite 
tlu^ ::iX^ of I he vvnU When the si^iiK>«> i^rvx^es:> is ditftoua to 
tW^, u is vviivxniient lo ** tVlIv^w the «is4 Hb tv> i5:< irirtciiea 

x^' ^h^ sx^:^e o.! :ht^ Iv^i xiorsAZ wrtieb^rt*. TStje cvrvxT^I «^^ 



• 
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logical conditions which attack certain columns of the cord 
or certain parts of the grey matter, i. e. certain " systems " 
of fibres or cells according to their functions. Poliomyelitis, 
lateral sclerosis, locomotor ataxy, progressive muscular 
atrophy, amyotrophic lateral sclerosis, ataxic paraplegia, are 
instances of these. Their localisation is roughly shown in 
Fig. 85 (after Peterson). Certain points in the anatomy, 




physiology, and pathology of the cord are shown in Figs. 86 
and 87 (after Peterson) . 

" Focal " diseases are lesions of limited extent in a par- 
ticalar segment of the cord. Spinal injury, inflammation, 
haemorrhages, pressure, tumours, are instances of such, and 
the symptoms necessarily depend upon the level of the lesion. 
The distribution of the various reflex, motor, trophic, and 
sensory functions of the cord is roughly shown in Figs. 88 
and 89 (after Peterson) . 
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PAET III. 



CHAPTER I. 



Genkral Electrisation — Genkhal Faradisation — Central 
Galvanisation — Subaural Galvanisation — Galvano- 

faradisation — local treatment op muscles local 

Treatment of the Spinal Cord — Faradic Brushing and 
other forms of cutanbous excitation. 

Before proceeding to deal with the treatment of individual 
forms of disease it is proposed first to describe the technique 
of certain procedures which, modified to suit individual 
cases, present a definite method of dealing with a large 
proportion of such morbid conditions as are suitable for 
treatment by electrisation. Recorded as below, these elec- 
trical formulas may appear unnecessarily complex, but if 
followed out in one or two instances to begin with, they will 
in the end contribute to clear ideas ; and a closer inspection 
will at once show that no detail therein noted can be over- 
looked in any electrical application that lays claim to definite- 
ness and accuracy.* 

* These formula do not imply that electricity can be ndmiiiistered by rule of 
thumb. Tbe actual "dose" (inteusity, density, duration) must be decided at 
the moment of application, according to the medical and electrical skill of the 
operator. Electricity cunnot be " dispensed." 

Abbreviations: + Positive pole. — Negative pole. Current, "continuous," 
"induced," "combined" (continuous and induced), "sinusoidal;" ma., milli- 
amp^re ; sq. in., square inch ; sq. cm., square centimetre. " Labile," the electrode 
moved slowly up and down over the part. " Stabile," remaining stationary. 
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I. General 
electrisation. 



II. Central 
galvanisation. 



The methods of general electrisation available in muscular 
atrophies are static charging (p. 57) ; the hydro-electric 
bath * with continuous, induced, or sinusoidal currents ; 
high frequency, high potential currents (p. 64) ; and the 
method known as "general faradisation." Of these the 
last is the only one likely to be within the ordinary re- 
sources of the practitioner. It is carried out by placing the 
patient^s feet upon a flat metal plate (kept warm if necessary) 
attached to the negative pole of an induction coil. The 
other pole is attached to a circular electrode (three inches 
in diameter) furnished with a handle, and having a slightly 
convex surface. This is used " labile " over the various 
parts of the body in succession. Commencing with the 
neck, and using a suitable current, the electrode is moved 
slowly up and down each side of the cervical spine (three 
minutes), and a few times up and down the anterior border 
of each stemo-mastoid. The current is then strengthened 
until capable of producing muscular contraction or just short 
of this, and the whole length of the spine below the cervical 
vertebrae is treated in a similar way (four minutes). The 
breast, abdomen, and extremities are then dealt with (about 
five minutes), the whole proceeding occupying about twelve 
to fifteen minutes. But special time and attention may be 
devoted to special parts and special symptoms, e. g. to the 
abdomen m obstinate constipation. Wlen it is desired to 
pass a current through the head, this may be done by 
applying one hand (wetted) to the patient^s forehead, and 
with the other hand gradually taking hold of the positive 
electrode ; the current passes vid the body of the operator 
from the head to the foot of the patient. The looser or 
firmer hold of the electrode regulates the strength of the 
current. The duration of the head application may be one 
minute, and the entire procedure of general faradisation 
should never exceed fifteen minutes. 

The object of central galvanisation is to place the whole 

* See chapter on liydro-electric methods. 
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cerebro -spinal axis under the influence of the current. 
Place a large plate electrode (negative) upon the epi- 
gastrium. The operator places his wetted hand upon 
the forehead, then with the positive pole attached to 
his other hand he very gradually makes the current by 
moving the rheostat, A current of not more than 3 ma. is 
.allowed to run for one minute, the hand being slowly rubbed 
a few times from one end of the forehead to the other ; the 
same is done over tlie vertex, midway between the ears 
for one minute. The anode is then passed from one to five 
minutes up and down each side of the cervical vertebrro and 
back of the ears and over the course of the cervical sym- 
pathetics and pneumogastrics. Finally, the spinal column is 
robbed slowly for six minutes along its entire length. 

An attempt is often made (by acting on vaso-motor ^'^- Sobaural 

, , , n . ., ■ n gslvauwttlion. 

pathways through the sympathetic r) to influence in a 

special way the circulation and nutrition of the cord. It 
is carried oat by placing one electrode (generally the 
negative) 2 x 2 (5 x 5 cm.) " at the angle of the jaw 
against the hyoid bone, with the surface directed back- 
wards and upwards towards the vertebral column," stabile, ' 
The other pole 4'5 x 2 (5 x 12 cm.) is used stabile, and 
sometimes labile on the opposite side of the neck at the level 
of the fifth to the seventh cervical vertebrffl. The intensity 
may be 2 to 5 ma., the duration one to three minutes, and if 
considered advisable the application may be made to both 
sides. Not only in progressive muscular atrophies, but in 
various paralyses, spasms, migraine, &C., excellent results 
are attributable to this method, as all who have systematically 
used it are able to affirm. How far such results are 
attributable to the s_nnpathetic is another question ; a 
current following the path indicated must strike many other 
important structures, such as the medulla, cervical part of 
cord, and pneumogastric. 

Galvano-faradisation consists in uniting the galvanic J^- '*''!? 
cnrrent and tlie secondary of the induction coil in one 
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circuit ; and in any good battery there ought to "be a switch 
for this purpose. The effects of a faradic current are thus 
much enhanced^ as the point upon which the stimulus falls is 
in a state of exalted excitability — kalelectrotonus. Wherever 
faradisation alone is likely to do good, galvano-faradisation 
is likely to do better. As a rule the strength of the two 
currents used together may be the same as if used separately. 
toeobT^ntto There are several methods available, and the selection 

the mosdes. will depend upon whether the nutritional and other effects 

of the current are aimed at, or only muscular contraction 
pure and simple (electrical gymnastics). 
First method. — Current : — 
Form, "combined.'* 

-. > f ^ ^^' ^^^^ current just suflScient to pro- 

t duce slight muscular contraction. 
Density + '25 ma. to sq. in. ; — 1'5 ma. to sq. in. 
Duration, 5 minutes. 
Electrodes : — 

Dimensions + 4x6;— 2x2. 

I + stabile over spine or upper part of limb ; 

^ [ — labile and stabile over muscles. 
Method J 

On alternate days. 

(The writer uses a small roller-electrode. In passing this 
over the muscles slight contractions are secured, and at the 
same time a useful form of mechanical pressure on the muscle) . 

Second method. — Place the indifferent electrode on a re- 
mote part of the body. The other electrode (of testing-size 
and having an interrupting handle) is placed over the nerve 
where the latter is superficial, or over the motor point of the 
muscle. Then by means of suitably timed interruptions, 
rhythmical contractions may be induced in individual muscles, 
or in groups of muscles, either current being used, or both 
combined. When faradic excitability still remains, this is 
best done by faradisation, using the rhythmically varying 
current. Contractions may be thus obtained which are pain- 
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less, and whose curves accurately resemble those produced 
by voluntary action. 

Third method. — Using the current of the induction coil, 
the two electrodes held near each other are drawn slowly 
backwards and forwards over the affected muscles. This is 
usually what is meant by ^' electricity " in the crude elec- 
trical procedure of the " Weir-Mitchell system." 

It is well to remember in the electrisation of diseased 
muscles (1) that strong currents and powerful contractions 
are to be avoided, for the obvious reason that they are 
calculated to exhaust the excitability of a weakened muscle ; 
(2) that muscular fibre ought to be in a slightly relaxed 
position during electrisation ; (3) that it is well to extend treat- 
ment to such sound muscles as are likely soon to be attacked. 

If a current be localised through an atrophied muscle, it 
may be expected that not only will the muscle itself be 
stimulated, but that the sensory nerves traversing its sub- 
stance will be excited also ; and through them the centre in 
the cord may be indirectly influenced. 

It is certain that an electric current can be made to vi. Local 
traverse the cord, and it is almost certain that such a current J^^**^* 
can thereby modify circulation, nutrition, and the finer 
molecular changes of the tissues that lie in its path. It 
follows, therefore, that so far as the integrity of the cord is 
concerned, the condition of the latter may be expected to 
improve. In conditions dependent on lesions of the anterior 
comua, it will generally happen that although certain of 
the ganglion cells are destroyed beyond recovery, there are 
others whose vitality is only impaired, not lost ; and it is 
easy to conceive of such, that they may be so stimulated 
and strengthened by electrical treatment (which can certainly 
reach them) as to be the better able to resist the invasion 
of the microbe or toxine, or other pathogenic agency that 
may be at work to threaten their vitality. 

A current may be made to pass through the cord (a) in a 
longitudinal (6) in a transverse direction. 



170 



THBRAPKUnC BLBOTEICITy 



VII. Paradic 
bmthing and 
other forms 
of cutaneout 
stimulation. 



(a) Longitudinal treatment of the cord. 
Current : — 

Form, continuous. 

Intensity, 10 to 20 ma. 

Density,* '4 ma. to sq. in. (-07 ma. to sq. cm.). 

Duration 8 to 12 minutes. 
Electrodes : — 

Dimensions (+4^6 inches -4x6 inches. 

C 10 X 15 cm. 10 X 15 cm. 

Position "\ 

p , . / + stabile nape of neck, then labile over spine ; 

--. , , \ —stabile at base of spine. 

On each alternate day. 

(6) Transverse treatment of the cord. 
Current : — 

Form, continuous. 
Intensity, 10 to 20 ma. 

Density + '37 ma. to sq. in. — '15 ma. to sq. in.t 
Duration, 8 to 12 minutes. 
Electrodes : — 

Dimensions + 1*5 x 18 in. — 7 x9 in. 
Position "\ 

Polarity > + on spine, stabile ; — on sternum, stabile. 
Method ) 
On alternate days. 

There is some experimental and much clinical evidence to 
show that the circulation of the cord and the nerve cells of 
its grey matter, { can be influenced by peripheral excitation. 
Further, that ingoing impressions arising from the stimula- 

* The "density" of a current is the relationship of the intensity of the 
current to the surface area of the electrode, and may be expressed by a fraction, 
the numerator of which is the intensity, and the denominator the surface area 
of the electrode. Thus in the above case ^ » '4 absolute density, i. e, '4 ma. to 
the sq. inch, or in centimetres ■^\^ » *07 ma. to sq. cm. 

f To convert inches into centimetres multiply by f|. To convert centimetres 
into inches multiply by -^. 

X And probably every structure and organ of the body. 
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tion of special cutaneous areas* may be brought to bear 
upon special segments of the cord. 

Perhaps every internal organ has its corresponding skin 
area. In the case of spinal cord diseases this form of 
excitation is most easily effected by farado-cutaneous 
brushing. The electric douche is highly effective for the 
same purpose ; its technique is described under Hydro-electric 
methods. 

The treatment of "tender points" may be referred to 
here. An electrode varying in size with that of the painful 
area is attached to the positive pole and allowed to remain 
stabile on the tender point for five to thirty minutes. The 
current density for such a purpose ought not to exceed, for 
short applications, 1 ma. per sq. in., and in longer applica- 
tions may even be so low as '2. 

* Experimentally demonstrated by Hodge. The treatment of such areas by 
linapismt and hydro-therapeutic methods are familiar instances of this; and 
almost equally familiar ia the "faradic brushing" of the nape of the neck and 
spine in neurasthenia, of the lower angle of the scapula in hepatic affections, of 
the epigastric region in stomach trouble. 



CHAPTER II 
The Elbctrothebapbutics of Muscular ATaoPHiES. 

C]a»ficatioii. Thb field covered by the muscular atrophies is wide and 

difiicult, and by no means fully explored. Yet in looking 
for a rational treatment it is necessary in the first instance 
to make a brief survey of some salient points in pathology 
and classification. In attempting this it may lead to clear 
ideas, first to define those atrophies which are known as 
" progressive muscular atrophies/' and then to consider 
others which do not come under such a definition. The pro- 
gressive muscular atrophies have been described as follows.* 

" When a muscle, or a group of muscles, is diminished 
in volume, and when at the same time there is diminution 
of the muscular fibre under the microscope, it may be said 
that there is true muscular atrophy. When the volume of 
the muscle being preserved or augmented, histological exa- 
mination shows a diminution of the muscular fibres, at the 
same time that there is hypertrophy of fatty and cellular 
tissue, this also is muscular atrophy (pseudo-hypertrophic) ; 
when in either case the number of muscles attacked by the 
atrophy progressively increases, when the affection shows no 
tendency to regression nor even to localisation, but when 
group by group the atrophy invades most of the striated 
muscles of the body, the condition is termed ^ progressive 
muscular atrophy.' " 

Accepting this definition and taking advantage of the 

• * Oaz. med. de Paris.' 
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classification that accompanies it^ muscular atropliies may 
for present purposes be thus tabulated : — 

A. Pkoor£SSI7b Muscular Atrophies. 

I. Myelopathic, 

1. Aran-Duchenne type. 

2. Charcot-Marie type. 

II. Myopathic, 

1. Charcot-Duchenne type (" Pseudo-hypertrophic Para- 
lysis"). 

2. Landouzy-Dejerine type (^' Progressive Atrophic Myo- 
pathy '0- 

Other less important types are as follows : — 

3. Leyden-Mobius type. 

4. Erb type. 

5. Zimmerlin type. 

6. Mixed types. 

B. Muscular Atrophies^ otsbr than those known as '^ Fro- 

QRE8S1VE." 

1. Myelopathic atrophies in which the paralysis precedes 

the atrophy properly so-called^ diffuse myelitis, lateral 
sclerosis, compression of cords, tabes. 

2. Glosso-labio-laryngeal paralysis (chronic bulbar para- 

lysis), 

3. Amyotrophic lateral sclerosis. 

4. Atrophies following lesions of nerves. 

5. Atrophic paralysis of deltoid (" rheumatic'*). 

6. Lead palsy. 

7. Infantile paralysis. 

8. Peripheral neuritis. 

9. Atrophies following articular lesions. 

10. Syringomyelia. 

11. Beri-beri. 

12. Aneesthetic leprosy. 

Still following for the most part the classification referred 
to, the foregoing types are broadly differentiated as follows : 
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A. I. Myelopathic progressive muscular atrophy. — Primary, 
systematised, and progressive disease of anterior comna; 
characterised clinically, (a) by qualitative modifications of 
electrical excitability (R.D.), (6) by tremors or fibrillary 
contractions. Two types, Aran-Dnchenne and Charcot- 
Marie. 

1. Aran^Duchenne type. — A disease of adult life most fre- 
quent in males. Heredity and sometimes excessive muscular 
fatigue seem to be factors in its production. Pathologically 
it is a pigmentary degeneration or " sclerotic '* atrophy 
beginning in the motor ganglion cells and invading the 
anterior roots. The muscle undergoes progressive diminu- 
tion in volume but without fatty degeneration and its structure 
remains intact « The atrophy is due to the loss of the trophic 
influence of the motor ganglion cells in the cord. 

Syif*ptom;f. — ^This atrophy is not strictly a paralysis, but a 
diminution in muscular power due to atrophy. The hand is 
first affected^ often the right hand, but the disease soon 
becomes bilateral. The thenar muscles disappear. The un- 
opposed muscles draw the metacarpal K>ne outwards and 
backwards ^maiM lif ;rtK4^<fK Then the intero^^sei flexors of 
first phalanx, extensoars of the two last disappear^ and the 
antagv>zustic muscW being unopposed, the result is extension 
<>z the &rst phalanx, flexion of the two last mtXiin if» jfrijreU 
La:er. all the niusclet? of the hand are so mach acropiued 
thas :c^e deshles^> hand t:> like that of a skeletcn BtcaiL d^ 

1: is riotivvable rhac i:i tie forvaroL the atoscle^ on she 
a:i:ert«,^r astvcc ;ire cfteii arcatckeu drs^. Wieu the <h»:iilder 

aaiti :;rtirLk :n-jL<cIes Arv a^rcacked. zhe d^^hotd arrvriiies •hrvoirfL- 
oa:. ba: :ae rraxv^ius^ caS- as rhe vart >tirclieii bv she 

vvrvicul vlexu;:>. S'juLiil carv-.i:iire mutv be :3:dvLcvd bv these 

» •• • . 

a:r»,*ra:es. and : Je :uu>c.^s . f : ie 'Jieck rii^iv beo-Uie j:ii*>iioa»d. 
A: :ais -^ca^ :Ite i:!iracc v-vtiiiirlcii .?f 'ae Icwvr ^jxtrvmices 
oifers a ^vcnkinic v.vu:ni:>c :«,» :iie acr^pay :acic ypvvuiis i?ise- 
where. Vhe lower exrrettucie?^ are ac« as a rule ^dfecte^L 
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and only at a late stage of the disease. Respiration and 
digestion are so far intact, but when the depressor muscles 
of the lower jaw and the muscles of deglutition and respira- 
tion become involved, the condition is of course very grave. 
There may be temporary arrest in the symptoms, but the 
course is slowly progressive. It may be a dozen years or so 
before the respiratory muscles are affected, and the duration 
of the disease is from one to twenty years. Death will often 
occur from some inflammatory complication of the respiratory 
passages when the muscles of inspiration are weakened and 
atrophied ; but the disease itself may be the direct cause 
of death by asphyxia from atrophy of the diaphragm. 

Com/jKcad'ona.—G-losso-Iabio- laryngeal paralysis, CEdema, 
skin emption, sweating. There may be sensations of cold, 
but no alteration in cutaneous sensibility.* 

Two varieties. — (a) Where fatty tissue in the muscles may 
to some extent mask the atrophy. 

(b) Vvlpian type [scapulo- humeral) begins with the 
innscies of the shoulder and arm, and is a long time before 
it spreads, and never attacks face muscles. 

2. Ckarcot-Mane begins at the feet, attacks in succession 
legs, arms, hands, and forearm. Extensors suffer more 
than flexors. Distinctly hereditary, and is accompanied by 
fibrillary contractions and vaao-motor troubles. 

A, II. Myopathic proyregmve muncular atrophy (primitive 
progressive amyotrophies of Charcot) . The feature common, 
to all atrophies of this class is that there is no appreciable 
alteration of nerves or nerve centres. The myopathy seems 
to be "primary." They are all hereditary, or at least 
occur in members of the same family, and in early life. No 
R.D, No fibrillary contractions. 

I, Ckarcot-Ducheniie type (pseudo-hypertropliic paralysis). 

— Disease of infancy or early years. Most frequent in boys. 

Often several members of a family attacked. There is an 

apparent muscular hypertrophy, at the same time that the 

■ ■ Oai. mM. de Paiia.' 
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niumMilar fibro bocomos replaced by connective tissue and 
fat, but the inuHcular fibre is simply atrophied, and seldom 
un(lor^)OH fatty degeneration ; cord and nerve seem to be 
unaffiH'tod. 

Symptomn, — MuHOular hypertrophy (apparent) generally 
bogiuM iu the muscles of the calf. Almost always progres- 
nivo, but slow and without rise in temperature. Lasts 
many yours (10 to 20). 

2» liividouxy - Dejerine type (" progressive myopathic 
iitn>phy/* '* f«cii>-8oapulo-humeral"). May appear at any 
i^tiv Most friHiuent in boys. As in the foregoing and 
othor puro niyoi>athieSy the essential lesion is atrophy of the 
musinitar tibns simple and primary. No lesion of nerve 
otnitr\>s or norves. Begins with face, attacking first the 
tMrbioularis oris and orbicularis palpebrarum. Patient can- 
m>t oK>so ows or moutlu After some years spreads to 
mu^i^Uv!^ of up)H^r Hu\W aiul trunk. Trapezius rhomboid^ 
%Wltoid« bi\V)^« bmokialis^ tricops, sup. long., and ext. c. 
T^).« an^ i^^uomlly the only muscles affected for many years; 

The fx^nHinu retmns it$ muscularity long after the arm 
iiitt;<iK''W are atn>phie\i» IVht^^^ slow, and gets steadily 
w\\r«^, IVyittvas Ivud. 

lj^»Qjs:s well nvjlrke^l iy)H>s of the myopathie$ ai« as 

f^^J*OW^ ? 

Ss. lifv^Vi^-.WAMiirjt rvtv. — ^This ft^l;ow>? lie ccwrae of 
f«»«^iy^ywTiTv^^\hvi* *trvnxhy withx^«^ lie liTj^TRrv^jAie stage. 
IVrV^:;-*:^ ;ii :r*v,s;t4xNtt forir* ivr.i^ectirur tJje iaite^r witi Erb's 
t>i 5>f^. li x\^«i:i»e^>«i w;ti: tie cduveis^ a^^a fix^v^w^ a coarse 

"» * - •• 
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5. Zimmerlin type. — CloBely resembles the last. 

6. Mixed types. — Combinations and modifications of all 
the above. 

Marie says that " in atrophy the volume of the muscle is 
nothing, the weakness is everything," Charcot says, "all 
these types belong to one species, primary progressive 
amyotrophy," The foregoing definition of "progressive 
muscular atrophies " distinguishes them from — 

B. Olker muscvtar atrophies, 

1. Myelopathies distinguishable from progressive muscular 
atrophies hy the fart that the paralysis is the primary and 
leading feature and precedes the atrophy properly so called. 
(Diffuse myelitis, lateral sclerosis, compression of the cord, 
locomotor ataxy.) 

2. Glossa-labio-laryngeal paralysis is a local progressive 
atrophy which commencing at the tongue attacks the lips, soft 
palate, and larynx. Here again the atrophy is secondary. 

3. Amyotrophic lateral sclerosis begins with gradual 
atrophy of muscles of hands, bulbar symptoms, and exag- 
geration of reflexes. Afterwards there occurs wasting of 
muscles of upper Hmb with rigidity, as well as rigidity of 
lower limbs, but the latter are often not much wasted. 

4. Atrophies following lesions of nervea. — The histoi-y of 
an injury to the nerve, the localisation of the atrophy to the 
distribution of that nerve, the pain and antesthesia all serve 
to distinguish such an atrophy from one which would come 
under the term " progressive," 

5. Atrophic paralysis nf deltoid {" rheumatic") is accom- 
panied by pain, 

6. Lead palsy, — Characterised primarily by paralysis, and 
it falls chiefly upon the extensors. Atrophy does not 
supervene until late. Supinator longus usually escapes, 

7. Infantile paralysis. — Its course is the revei'se of a 
progressive muscular atrophy. Paralysis complete from the 
first, but a tendoucy to spontaneous recovery. 

8. Multiple peripheral neuritis. — The early paralysis, its 
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greater incidence on the extensors, the sensory phenomena, 
the grouping of the muscular lesions which corresponds 
roughly with the distribution of nerves, the course and 
progress of the disease, enter into the differential diagnosis. 

9. Atrophiea follomng articultir lesiona, — EUstory, locali- 
sation at diseased joints without tendency to become 
generalised, increase of tendon reflexes and other clinical 
features, distinguish these from progressive muscular atrophy 
of myopathic origin. To distinguish them from myelo- 
pathies there is further the absence of B.D. and of fibrQlary 
contractions* 

10. Syriugomjfelia or cavities in the cord. Sarely occurs 
before puberty. Symptoms begin with some loss of sensa- 
tion in one hand ; may involve both upper limbs and extend 
to head and trunk ; legs may become affected ; there is loss 
of sensibility to heat, cold, and pain, to varying extents ; 
loss to touch exceptional. Often trophic changes in skin ; 
coarse slow. 

11. Beri^b^rL — A neuritis endemic in East Indies and 
Japan. Symptoms: numbness and weight in l^?s. some 
anseslhesia, weakness in peroneal muscles. R.D. Cardiac 
branches of vagus apt u> become affected. Arms, trunk,, 
diaphragm, and even face muscles may become involved. 
Two kinds, ^' moist '* and " dry ; *' due to a specific 
or^rani:>ui. 

12. An^e^h^tic leprosy. — Occurs in the East and occa- 
sional! v in Europe. A slow muscular wassimr with alterations 
in electrical reactions ; hands and f«;et especially afi^ted ; 
irregular anyesthetic patches. The lesion b a '" tibroos over- 
growth ''' of the sheaths of nerve bundles, and in this the 
leprosy bacillus has been found. >Vhen RJD. is established 
it results from, pressure on the nerve-libres. 

In dealing with muscular atrophies^ treatment must be 
directed, not only to the atrophy, but to the lesion, of which 
the atrophy is the maniiestacion. For purposes of treatments 
therefore, muscular atrophies arrange themselves as follows ; 
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I. Atrophies due to lesions of the cord [myelopathic). 
(Inclading degenerations consecutive to cerebral disease.) 

II. Atrophies dne to primary degeneration of muacles 
[myopathic) . 

III. Atrophies due to lesions of peripheral nerves [nevro- 
pathic). 

ProgresHt'e muscular atrophy {luynlopathic). — Local treat- I- Mjleo 
inent to cord and muscles as detailed above {p. 168). mrophiei 
General electrisation and subaural galvanisation are usually 
indicated in addition. 

Amyotrophic lateral acleronn. — Treatment on the same 
principles as progressive muscular atrophy, modifications to 
suit local symptoms. 

Myelitis. — Deal with myelitis by treatment directed chiefly 
to the spine, using only mild currents (3 to 4 ma. at 
first, later 8 to 10 raa.), and of shori duration (one to five 
minutes) , Positive pole stabile to tender points. In myelitis 
from compression (kyphosis) place the electrodes immediately 
above and below the curvature, using cun-ents as above (Erb). 

De»cendin<j secondary degenerations consecutive to "cere- 
bral disease." — Try long-continued action of the positive 
pole (5 to 8 ma.) with electrodes over the cord stabile ; 
also subaural galvanisation. 

Infantile paralysis [anterior poliomyelitis). — At least ten 
days must elapse after the acute onset before commencing 
electrical treatment. The latter is undertaken with a view 
of arousing reparative efforts in those ganglion cells whose 
vitality is not injured beyond repair ; also of keeping the 
muscles exercised until the return of voluntary power when 
B.D. is complete, Place the affected limb in a basin of warm 
water at 98 containing the negative electrode. The positive 
150 sq. cm. (24 eq. in.) is over the cord or upper part of the 
affected limb. Eight to 10 ma. is used for five to eight 
minutes three times a week. Each sitting is terminated by 
taking the limb from the water bath and stimulating its 
muscles by a regularly interrupted galvanic current, the 
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positive electrode being left in its position on the back. If 
the muscles react to faradism this current may be used to 
carry out these electrical gymnastics. But under any circum- 
atances they must be of the mildest order. 

Locomotor ataxy. — Treatment will follow the lines already 
sketched out in general methods. But it will be well to use 
shorter applications (three to five minutes), and milder currents 
8 to 10 ma.) ; adding local treatment directed to themusclee. 
Special symptomatic treatment, such as the stabile action of 
the positive pole over the roots of painful nerves and over spots 
tender on pressure, may also be advifiable. Far ado-cutaneous 
brnsMng of the akin of the back and limbs (method of 
Kumpf) is an expedient always to be remembered. The 
hydro-electric bath is, according to the present writer's 
experience, a most useful measure if medically administered. 
The ocular and motor troubles, as well as pain, are some- 
times improved ; and it is possible that the course of the 
disease may be retarded or temporarily arrested, 

Ataxic paraplegia. — A case of this disease occurring in 
the practice of the present writer, and shown before the 
Brighton Medico-Chirurgical Society, will illustrate the 
methods available ; and perhaps tend to lessen the scepticism 
we are so apt to feel as to the possible improvement which 
may be effected by treatment in certain structural conditions 
of the cord. 



Cask.— J. S — , aged 45. The following are notes when case firat seen 
on NoTember 2nd : — " In walking left foot bangs down, and on right 
side beel comes to tbe grouud first. Giddineas; ubaolute inabilitj to 
stand with ejea shut; always falls towards left side. Pupils contract 
to the BtimuluH of light. Enee-jei-kH exaggerated. No B.D. Reels 
like a drunken man, and baa on one occasion come under the notice of 
the police on account of bis unsteady gait in the street. Loss of sen- 
sation on left side both for tactile and painful impressions downwards 
to a point midway been oukJe and knee. 'Padded' feeling of sole; 
tremor in arm in wiiting." 

Treatvient. — Galvanism over the coi'd, using electrodes 150 aq. om. 
and a current 15 to 2l) ma. ten minntes, followed by favadisation of the 
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extremities and frequent resort to faradic and galvanic batbsi for tbe 
latter using 150 ma. Including the baths, the number of sittings 
amounted to seTenty-five, extending over n period of six nionthH, The 
result was marked amelioration of the symptoms. Patient can walk 
much better, says be feels a different man, and that (fur the first time 
for fifteen years) he walked the whole length of Western Road without 
putting a stick to the graund; can close his eyes without falling; 
sensation restored in legs ; padded feeling of feet gone ; tremor in arms 
no longer present. This improvement was maintained when seen a 
year after. It is evident that the nutritive conditions of the cord had 
been materially altered and improved. 

Fi-iedreich'a DueuBe,— Case, — Marguerite B— , aged 15. Father 
alcoholic. Attacked at 8 years of age. Now walks with difficulty. 
Motor inco- ordination includes upper extremities. Cannot touch nose 
with finger on being told to do so ; cannot pick up pin ; nystagmus ; 
embarrassment of speech ; absence of reflexes ; scoliosis ; well iiou> 
i-ished. Sister attacked at same age. Treatment commenced September 
14th, and consisted of use of continuous current to spine, Negative 
electrode uppermost; current 10 to '20 ma., fifteen minutes daily. 
After six weeks gi-eat improvement. Could ascend the hospital staii-s 
and walk considerable distance. On December 6lh went to hospital 
alone. On the 13th had not fallen for eight days, whereas formerly 
the had fallen four or five times a day, Beyond this point improve- 
ment did not progress, and there is unfortunately no fiirthnr history 
of the patient. 

Cabb. — Rosalie H — . aged 29, Father alcoholic. Disease com- 
menced at le with ineo-ordinatiou. On October 29th, 1S96, sym- 
ptoms consisted of nystagmus, involuntary motions of head and 
body, trouble in balancing, especially with eyes closed, difficulty 
in speech, loss of reflexes, slight scoliosis. Treatment as in last case 
onrrent of 20 ma. used. Rapid improvement. 



The reporter. Dr. E. Deschamps, concludes that galvaniga- 
tion is useful in aome scleroses of the spine; it ameliorates 
the inco-ordination and acts, ho believes, upon the medullary 
circulation, thereby furmahing an argument in favour of the 
hypothesis of vascular sclerosis in Friedreich's disease. 

In the absence of anything like a satisfactory pathology, ii. Myopatbio 
the methods of general electrisation offer themselves as the " ^'^ '"*" 
most suitable procednres. The use of alternating currents 



h'om iUm uii'iuii ihuiim, Hffpliitil ihrtrnffh the water bath, is an 

umulUthi way of iU*nlinif with thewe conditions (Gaatier and 

Itiiml), Hut wliiiUfVitr fonn general electrisation may 

iMiin, rlM<ni iimihI' liUo bo Uhih] treatment of the muscles 

M4iiiur«IJiiK Im niKi Of olJictr of the ways detailed in general 

mimIImmU. Iji'li (|NH7) rcufoininondH a treatment similar to 

(ImH iimihI III iiiyii|o|Hitlii<^ atr<)))hieii^ inasmuch as, notwith- 

hlMMiIlM^ Mill nn^iitlvn iMUMliiion of the cord, he considered it 

li,V III! iMiMihM iliMprtiviMl tliiit " wo hiivo not to do with a tropho- 

littMnmiH tif ooiUml tiri|(iu.'* 

lit **Nimv««* lliM'ts whothor (lui oiuino ho toxio (alcohol, lead, &c.), 

lilvv!Llkti»iii»)( ilifoodoiu i«li|ilitlioriHi \%o,)t or traumatic we have to deal 

M«Hmii* y^y\\^ ks\Wv\sU\\\\'i \\\ Hounihility, motility, and nutrition. In 

*U|jKt \M^*o>» \\\\^\\^ limy bo jn^rluips only an increase of 
o\oiti^l*Uu^\ lf\\Uo\\o\l hv « dimiwutiow ; in more severe cases 
IMV |^^vUl^) \^' \s^m)^)oU\ \x \^ u^i^ually o\m;<adered that 
oWuanH^I M>^HUmi^uI \UhiU \vn)^v with iho later lesions pro* 
Uv^vssl t\\ iW uuvv(mh) (vi\s^N«!i^ Aud wiftii^ until the latter has 
^^\K^^^'*U^^ \t>^^lt\ 1\^>Atm^ut vvn^^i^t* oJ the labile and 
%^v^VvV ^^s^ts^u sv( tho Aiusle^ the v^her iv> K-ir:^ c^!;ftc>ed 

•.■\ ..<■ 
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l)ack of the neck, and of correspondingly large siae. An 
easier and often more efficient procedure is the hydro- 
electric bath. 

Traumatic neuritle. — There are two forms of neuritis 
from injury (n) a slight form, (&} a severe form. In the 
latter case the severity of the injury produces histological 
changes, neuritis, and degenerative atrophy. In the slight 
form the injury is perhaps more of an " irritation ; " the 
reactions are qualitatively normal, and the atrophy is known 
in the language of electro-diagnosis as " simple atrophy." 
In the severe form there is S.D, Apart from the severity 
of the injury, there exists, doubtless, in many cases a 
predisposition on the part of the patient which acta as the 
determining factor in producing a degenerative rather than 
a simple atrophy. 

In slight traumatic lesions, such as sleep paralysis, Ac, 
causing only slight changes in the nerve fibres, the direct 
stabile action of the positive (sometimes negative.) pole with 
an electrode 20 sq. cm., and current of 5 to 15 ma. is 
usually an effective treatment; especially if this be combined 
with stimulation of the affected muscles. The indifferent 
electrode is placed as above described. In degenerative 
atrophy (and R.D.) following section and severe lesions of 
nerves, it has usually been considered that some continuity 
must have been restored before much can be expected from 
electrical treatment ; but there is evidence to show that the 
latter applied to the seat of lesion is not without influence 
on the process of repair, and that it may do something more 
than keep the muscles exercised pending the regeneration 
of the nerve. A recent experiment of Friodlander (of 
Wiesbaden) is as followa ; — He cut the sciatic nei-vea of a 
dog. Diiily galvanisation was carried out on the left side, 
not on the right. At the end of a month the left leg had 
recovered, and excepting that it became more easily fatigued 
it appeared as sound as the front legs. The right, on the 
contrary, was atill paralysed, there was ulceration of the 



184 THERAPEUTIC ELECTRICITY 

foot and atrophy of the muscles. He concludes that in 
traumatic paralysis the regeneration of nerve-trunks is 
hastened by electrisation, and that if employed early it may 
prevent the occurrence of muscular atrophy.* 

Brachial plexntf — Erb's paralysis, (Fifth and sixth nerve 
trunks.) (Fall or blow, or other injury to the neck. 
Forcible traction. Cold. Injury during operations.) 

Place one electrode, 2x2 inches, over the lower cervical 
vertebrsB, the other, of rather larger size, in the axilla ; use 
a current of 5 to 10 ma. for five to ten minutes. Then by 
means of labile applications to the atrophied muscles (fara- 
disation if they react to this) according to one or other of 
the procedures in general methods, induce slight muscular 
contractions. 

Circumflex nerve, — Its injury results in paralysis and 
atrophy of deltoid. (Pressure of crutches, falls on shoulder, 
exposure to cold, rheumatism, dislocations.) 

Treatment, — 5 to 10 ma., stabile for five to ten minutes 
through the muscle ; then stimulation by labile applications, 
or interruptions, or faradisation {see general methods). 
Avoid powerful and exhausting contractions. Support the 
arm horizontally, on the principle of always keeping the 
muscle relaxed during electrisation, 

Musculo-apiraL — Oftener than any other this nerve is 
paralysed singly. Owing to its course it is liable to injury 
from fracture of humerus, dislocation, callus, pressure from 
falling asleep in awkward positions, &c. 

Supplying as it does triceps, muscles on back of forearm, 
integument of same parts, radial side of back of hand, 
radial side and ball of thumb, ulnar side of thumb, index 
finger, middle finger, and half of the ring finger, it forms 
by its wrist drop, limitation to one side, &c,, a characteristic 
paralysis and atrophy, and the incidence of the paralysis 
on particular muscles usually enables the injury to be 
accurately localised by electrical and other testing. 

• * Rev. Int. d'Electroth^rapie,' 1897. 
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Treatment. — Continuous current negative pole, 5 to 10 ma., 
for five to ten minutes over seat of injury, one electrode at 
front, the other at back of arm. All the affected muscles 
are then made to contract moderately, and with distinct 
intervals, by one or other of general methods for three or 
four minutes. Duration of entire application not more than 
ten minutes. Every day or every other day. 

Ulnar nerve. — Its superficial position at elbow and wrist 
render it liable to separate injuiy (pressure, section, neuritis, 
&c.). Supplying as it does flexor carpi alnaris, the hypo- 
thenar muscles, adductor pol lie is, inner head of flexor brevis, 
all the interossei the two inner lumbricales, and conjointly 
flexor p. digitorum, all of these may be paralysed or 
atrophied, involving not only loss of appropriate physio- 
logical action, but a characteristic deformity {inain en griffe), 
due to paralysis of the interossei and the action of their 
antagonistic muscles (see p. 147). Treatment to seat of 
injury as in last case, followed by stimulation of the affected 
muscles; duration ten minutes. If there be aneesthesia, 
stimulation by faradic brush from the first. 

Median neii'e. — When the median nerve alone requires 
treatment it is generally the result of wounds. In such a 
case the atrophy falls upon the pronator muscles — pronator 
rad. teres and pronator quadratus, the flexor carpi radialis, 
flexor sublimis digitorum, part of flexor profundus digitorum, 
and thenar muscles excepting adductor pollicis and inner 
head of flexor brevis pollicis. 

Treatment to the nerve and muscles as in the case of the 
ulnar nerve. 

Sciatic nerve. — (Pressure, neuritis, rheumatism, disloca- 
tion, &c.) 

Taking electi-odes 4x6, place one over the lumbo-sacrai ' 
region, and the other below the sacro-sciatic foramen. Let 
a continuous current (10 to 25 ma.) be nsed. 

Paralysit of the facial verve. — The well-known signs of 
paralysis of the muscles of facial expression may occur from 
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Prognoeis in 

BeU'8 

paralysis. 



Treatment. 
Method A. 



an aflfection of the nerve (1) between its ramifications in the 
muscles and the stylo-ma stoid foramen ; (2) in the temporal 
bone (disease of the middle ear or neuritis) ; (3) within the 
skull (meningitis and tumours) ; (4) in its passage through 
the medulla ; (5) indirectly by disease of the cortex or 
internal capsule of the opposite side. The aqueduct of 
Fallopius is stated to be the commonest seat of rheumatic 
paralysis and in this case loss of taste in the anterior part of 
the tongue occurs, from the chorda tympani being involved. 
In the internal auditory meatus hearing is lost but taste 
may not be affected. Whether the nerve or its nucleus be 
affected the result is the same. When its cause is situated 
above the nucleus, paralysis of the face is no longer ^^ Bell's 
paralysis " but " cerebral/' and often part of a hemiplegia, 
and may be due to disease of the cortex or internal capsule 
of the opposite side. In paralysis of the cerebral type the 
lower part only of the face is affected, the frontalis acting 
normally, the eyelids are closed almost equally well on the 
two sides, and elevation of the corners of the mouth is pro- 
duced when the patient laughs; and for obvious reasons 
there is absence of R.D. 

If in Beirs paralysis the electrical reactions continue 
normal it is a slight case and recovery will occur probably 
in a few weeks. If R.D. be partial, i.e. if excitability 
to faradism be not abolished, recovery may take place 
in two or three months. If R.D. be complete, three, six, 
or nine months may be necessary, or recovery may never 
take place. But these rules are by no means without 
exception. 

According to one method treatment is as follows : The 
electrode for the face ought to be as large as possible, 
so as to embrace the three branches as well as the tirunk 
of the nerve. The large electrode described in the treat- 
ment of facial neuralgia will answer this purpose, and by 
its means a current of 30 to 40 ma. can be employed. 
After this stabile treatment has been employed for ten 
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minutes, contractiona may be induced iu the individual 
mnscles by means of makes and breaks with the testing 
electrode. The indifferent electrode of very large size (150 
sq. cm.) ia below the back of the neck. Treatment ought to 
be three times a week. Powerful contractions by faradiam 
must be avoided, otherwise contracture of the paralysed 
side may occur. 

Those who regard the foregoing method as too heroic will Method B. 
be content to adhere to the conventional method of placing 
the positive pole of the continuous current just below the 
mastoid process with a suitable sized electrode, and gently 
stroking the muscles, according to the direction in which 
their fibres run, using about 3 milliamperes or such a current 
as does not produce flashes of light in the eyes. This is 
the usual method and good results have followed its use. 

It is noticeable that in cases of Bell's paralysis the 
patient cannot depress the upper eyelid witliout first rolling 
the eye a little upwards and outwards. If he fixes the eye 
on anything exactly in front or below it he cannot move 
the upper eyelid. As the cure progresses there is less and 
leas necessity for this upward and outward movement of the 
eye in attempting to lower the eyelid (Bordier) . 

Alcohulic paralysis. — Treatment, galvanisation of the cord Some aenritet 
with two large electrodes 150 sq. cm. each, using a current ["nfectJoni 
of 30 to 40 ma., the upper electrode being anode. After ""B'"- 
ten minutes the current is reversed two or tliree times, but 
in each case it is reduced to zero before reversal. The 
current is then used labile over the affected muscles (anode) 
with frequent interruptions. Cure in genei-al six to eight 
months with three sittings a week (Bordier). The present 
writer often avails himself of the hydro-electric bath with 
continuous interrupted or sinusoidal currents in addition to 
localised labile galvanisation of the affected muscles. 

Lead •palsy, — Attacks especially the extensors of the 
fingers, sparing the anconeus and supinators and sometimes 
abd. pol. long. ; usually begins in the middle and ring 
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fin^or, liiit th(!ro are Hcveral other forms more rare, e,g, the 
pororioi and oxtcmHorH of the foot may be affected. Treat- 
fnont hy ^alvani nation Htabilo and labile over the paralysed 
fniiffcloH an in othor peripheral paralyses. 

T\w myalgia of the abdominal wall ("lead colic'*) produced 
by IoimI \h rapidly improved by a five to ten minutes' appli- 
(»atmn «»f faradiHrn, or by Morton currents. 

Diphtheritic and other infectious paralyses. — Galvanisation 
ntabilo and labilo of tho affected muscles; and in the more 
olirnnio Ntii|ri'H f^alvauo-faradisation. 



CHAPTER III 

The Electro-therapeutics of some Symptomatic Diseases 
OP THE Nervous System. — The Electro-therapeutics 
OP Neuralgias, and of Neuroses. 

Hemiplegia. — In view of the fact that it is possible to Some 

symptomatic 

enumerate about fifty morbid conditions in each of which diteasesof 
hemiplegia may be a symptom, it is evident that causes must gygtem. 
be dealt with as well as the symptoms. Thus cerebral 
hsBmorrhage, cerebral softening, or hysteria, would each 
require their treatment, electrical and otherwise, in addition 
to the symptom hemiplegia. Limiting the definition of the 
latter to paralysis of one half of the body, the result of a 
lesion on the opposite side of the brain, and taking the 
commonest case, viz. haemorrhage about the internal capsule, 
the treatment, speaking broadly, may be as follows : 

Having allowed three or four weeks to elapse since the 
attack, first use direct galvanisation of the head, the current 
passing obliquely from the anode on the affected side to the 
cathode at nape of neck, or sometimes in the opposite direction. 
Current not more than 2^ ma. ; duration one to two minutes. 
Current to be very gradually made and broken. Then, placing 
the cathode on the lower part of the affected limb, or placing 
the latter in water which contains the cathode, the anode is 
passed up and down the limb for four or five minutes ; 6 
to 8 ma. ; faradisation of the affected limb follows, using 
such currents as produce only slight contraction for a few 
minutes ; or the two currents can be combined and used to- 
gether, galvano-faradisation. The aim of treatment must be 
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to act on the motor neuron central and peripheral. It is 
nsnally stated that central galvanisation in such cases has 
for its aim the production of vascular effects, which pro- 
mote absorption of the extravasation. It is true that the 
experiments of Sollier (' Sbc. France d'electrotherie/ July, 
1895) have thrown doubt on the possibility of appre- 
ciably affecting the cerebral circulation by any endurable 
current ; still, it does not therefore follow that the cerebral 
cells would be in no way influenced. Those who have wit- 
nessed the very striking effects of continuous currents passed 
through the head in cases of insomnia will find it difficult to 
doubt that the cerebral circulation is really altered by these 
methods. 

Contracture arid pseudo^coniracture, — ^These conditions have 
little in common. In the former muscular structure is 
unimpaired \ it is normal muscle in a state of contraction ; 
in the latter structure is altered, %. e. pseudo-contracture is 
"myogenous with anatomical alterations in the muscle, 
whilst contracture is myelogenous with physiological alteration 
of the muscle \' (Blocq). A true contracture may pass into a 
fibro-tendinous retraction (pseudo-contracture). It is usually 
considered that contracture following hemiplegia points to a 
descending sclerosis of the pyramidal tracts ; or if showing it- 
self (as it rarely does) from the earliest stages of the hemi- 
plegia, it then depends upon intra-ventricular or meningeal 
hsBmorrhage. It is possible, however, that the usual contrac- 
ture which follows upon hemiplegia may be simply due to the 
fact that the less paralysed muscles gradually assert a pre- 
dominance over the more paralysed ones. Thus it is that 
the flexors are usually the most contracted, being the least 
paralysed. 

It is to be remembered that contracture, besides following 
hemiplegia, may occur after almost every cerebral lesion, 
wounds of the head, tumour, meningitis, softening ; after 
sclerosis of the cord, amyotrophic lateral sclerosis, cerebro- 
spinal meningitis, in neuroses, in hysteria; also from 
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toxic and infectious causes ; and that in addition to local 
treatment, the treatment of the contracture must be the 
treatment of the diaease. Hysteria is certainly one of the 
commonest causes ; and in this case the condition is to be 
treated liy galvanisation of the spinal cord and labile action 
of the same current over the contracted muscles. In hys- 
terical anaasthesias and hemiplegias faradic currents are also 
indicated. Pseudo -contractu re may be the result of injury 
to the muscle, gummata, tumours, inflammatory action, pro- 
gressive myopathies, &c,, and will be treated on general 
principles and according to the cause. 

Tremors. — Tremors affecting hemiplegic limbs ai'e not 
hopeful cases for treatment. It is best to rely on continuous 
currents with a predominance of the anode. 

Anteathesia. — The hydro-electric douche, using induction 
coil currents and the faradic brush over the area aSected, 
are the best form of treatment. 

Aphasia. — Here treatment must be the treatment of the 
producing cause. Motor aphasia might be rationally treated 
by localising currents over the region of the third left frontal 
convolution and island of Reil, using the precautions and 
currents suitable for head treatment already indicated. 

Incbmmic parcli/ais and contracture is a form of paralysis 
and contracture following fracture of the forearm, described 
by Volkman,* and termed by him " ischfemic." It is stated 
that the electrical reactions are not altered, and the condi- 
tion has been considered to be due to " venous stasis, probably 
from prossuvo of narrow splints, and insufficiently padded 
bandages, especially in the neighbourhood of the wrist," 
which produce an interstitial inflammation. Owing to 
"iuflammatory fibrosis of the muscles" treatment is un- 
satisfactory ; but it should consist, in a recent case, of 
forcible stretching under an amesthetic, of localised elec- 
trisation according to one of the foregoing methods, of 
manipulation and passive movements, and eventually, per- 
• 'CeatnilbUtt tiir CliirurjU,' 1881, No. 51, 
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hapsj tenotomy. When iscIiEGmic claw-hand has existed 
for some time, care can scarcely be hoped for. It is not, as 
was formerly thought, pressure on the nerve which causes 
the paralysis leading to contracture. The latter is due to 
" ischseniic muscular shortening." A paralytic contracture 
would be slower in its onset. The contracture in question 
may establish itself in a few days. 

It being understood that any localised condition causing 
or contributing to the neuralgia has been dealt with, one or 
other of the following electrical methods may be adopted : — 
(I) Anode of the continuous current, stabile, with low inten- 
sities ; (2) continuous current stabile with high intensities ; 
(3) cataphoresis ; (4) faradic brushing and faradisation with 
fine wire coil ; (5) electrostatic charging ; (8) hydro-electrio 
bath, with continuous, faradic, or sinusoidal currents. Re- 
ferring to these in detail — 

(1) The stabile action of the anode with currents varying 
from the fraction of a milliamp^re to five railliampSrea, 
and for a time varying from a few minutes to an hour or 
more, used according to circumstances three or four times 
a week, or even several times in the day. The current must 
be very gradually put on and taken ofE, and the indifferent 
electrode placed at some distance from the seat of pain, 

(2) Treatment by high intensities. This may be illustrated 
by a case of tic douloureux. An electrode attached to the 
positive pole covers the affected side of the face. The in- 
different electrode, 400 or 500 sq. cm. is placed on the 
back. The current is very gradually increased to 35 or even 
50 ma., and allowed to run for a quarter of an hour to halt 
an hour. With such currents every precaution must be taken 
to prevent the possibility of a sudden break in the circuit. 
Dr. J. Bergonie, who first advocated this method, recom- 
mends an electrode of pewter 1 to 2 mm. thick, well 
insulated at the margins by rubber, and well covered with 
absorbent gauze 2 cm. thick projecting over the borders. 
Felt about 1 cm. in thickness may be used instead of the 
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^aze. All who have used this method carefully must be 
of opinion that it ought to be fully tried before aii operation 
is resorted to. 

Case. — The first case upou which it was used was that of a car- 
penter under Dr. Bergonie's care, who had snffered for five or aix years 
from crises of extreme severity over the whole of the right side of the 
face. He bad gone through various forms of treatment, had teeth 
eitracted, and taken drugs of every sort. When this ti'eatiuent was 
commenced he waa never free fi'om pain for niope than twenty-four 
hours at a time; passed whole nights without sleep. He had twelve 
ieances, and from the first felt a steady amelioration iu the paroiJ'Bms. 
He was seen three years later and had had no return. 

(3) Cataphoregh. — Various drugs may be thus employod. 
The following is a case : 

Ca.se. — A young lady for aevei'al years suffered from left-sided tri- 
geminal neuralgia: attacks recurring every two or three days, and 
lasting from twelve to twenty-four hours, Morpliia hypudermically 
had become a habit, which she promised to discontinue if the pain 
could be controlled. Ten drops of a 10 per cent, solution of cocaine, 
into which was placed half a drop of tincture of aconite, were dropped 
upon a small piece of blotting-paper and placed over the eiit of the 
euperior maxillary. Upon the blotting-paper was placed the anode, 
aathode being held in left hand. I. 5 ma. for three minutes, increased 
to 7 ma., then to 10 ma., and continued at the latter for fire minutes, 
when pain was entirely relieved. (Bailey.) 

Sciatica, pains of locomotor ataxy, intercostal neuralgia, 
toothache, and earache have been relieved by a similar 
method. 

(4) Fiiradic hruahing. — This vigorously applied is a form 
of " counter-irritation " which, although painful, is some- 
times effective, and in exceptional cases may be tried. 

(5) Static charging. — After this procedure (see p. G2), 
carried out by means of a powerful machine, the patient 
Bometiraos steps down from the insulating stool quite free 
from pain. It is sometimes useful to take sparks from the 
affected part if charging alone is not effective. 

(6) Hi/dro-electric hath, — The following case, occurring in 
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the practice of the present writer, illustrates the oocaaional 
usefulness of thia tnetliod. 

Case.— A mau, aged 53, had for about four jean 
severe paroxysmal neuralgia of second and tbii-d diviaii 
nerve. Treated by the galvanic nnode and admj 
hemp. He had remained fi'ee from pain for about thr 
it again returned. Medicines of various kinds, including Indian hemp, 
the removal of teeth, and various forms of electrisation had been tried 
without euccesB. The patient described the pain as " stabbing," 
"plunging like knives," "seizing the roots of the tongue." During 
the paroxism the face became lited in spatim, und the man grasped 
with great force the lower jaw, eierctaing powerful pressure on the 
place of exit of the mental branch of the inferior dental. U;dro- 
ekctrio bath was given, the current being obtained from an altei'nating 
light circtiit, having a potential of 100 volts and 6000 or 7000 alterna- 
tions a minute. The effect was striking and immediate. From a 
condition of intense suffering be found himself, on emerging after an 
immersion of ten minutes, absolutely free from pain, and he stooped 
down to tie his boots without any misgiving, a position that a few 
minutes before would inevitably have produced a pui-oiysm. Seven 
baths wei'e given, and the improvement wus maintained for several 
months 1 bat his Hnhsequent history could not be ascertained. In 
such a oaae a return of the pain was doubtless to be expected sooner or 
later. 

Trigeminal neuralgia, — See above. 

Sciatic neuralgia. — Try first a continuous current stabile, 
anode 20 by 30 cm,, on surface between sacrum and tro- 
chanter; cathode, a large plate to foot or calf j * duration 
half an hour to an hour. Current to he turned on and off 
very gradually. During first few seances current ought to 
be 15- to 25 ma., after that 8 to 10 ma. The electrodes 
ought to he so large that no pain is caused by the applica- 
tion. Such treatment is especially useful in cases where 
massage is painful. The writer has used It with success. 
The following caae illustrates it. 

Case. — A, B — , a mechanic, had suffered for several months firom 
sciatica. There was ati-ophy, the affected teg being li inches smaller 
than tlie other. The limb was immoveably flexed. Pressure painful 
n of these in wster containing tlie cathodp. 



■[■HEIIAPEDTIC KLECTEICITY 



196 



upon sciutic nerve, eBpeciallj at point of etuergencc. Had used a 
variety of interna! remedies, connter-imtation, vapour baths, &c. The 
Hbove electrical treatment was followed for three montba, at the end of 
which time the patient could resume work, and tlie atrophy had to a 
cODBidei'ahle extent disappeared. 

Steavenaon's method was to apply the cathode labile 
along the course of the sciatic nerve. Anode on abdomen 
or on lumbar regiou, 10 to 20 ma., duration five to ten 
minutes. Temporary alleviation almost always follows 
this, and pei-maneni relief is obtained in about half the 



The hydro-electric bath is often effective with continuous, 
faradic, or sinusoidal curreats. 

Faradio bmshing is sometimes useful. 

Pelvic neiiralgiaa. — If hysterical, fine wire currents, one 
electrode above pubis, the other intra-uterine or lutra- 
vaginal ; or the intra-uterine bi-polar electrode may be used. 
Duration ten to twenty minutes. If of neurasthenic origin, 
use continuous cuirents upon vertebral column, and anode 
cpon painful spots for ten or twenty minutes. Sinusoidal 
currents and static treatment are also useful. 

Intereustitl neuralgia. — One electrode (positive) 100 sq. cm. 
placed over painful point; the indifferent electrode 150 
sq. cm. is placed on the dorsal region. Current 25 to 30 ma, 
for ten minutes every second day. 

Cervicu-hrachial iieuralyia. — Hero the positive electrode is 
applied chiefly to cervical and brachinl plesus, the negative, 
as usual, below tlie back of the neck. Cataphorosis or any 
of the methods above enumerated mny be had recourse to. 
Static currents are also recommended (see p. 60). 

Epilepsy. — Anode on forehead, cathode nape of neck. : 
Current 1 to 2i nia,, duration one minute; then anode 
middle line of head, cathode on occiput, current and duration 
aa above (Erb). Similar treatment is also recommended 
by Althaus. The present writer has not seen any satis- 
factory resnlts in epilepsy that could be fairly credited to 
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electricity; cerlaiuly none that will comparo with the action 
of the bromides. 

Eystena. — It is quite certain that many attacks of hys- 
terical paralysis have been cured by electricity ; the " electro- 
static bath " being the most generally useful. On the first 
occasion the duration will be five minutes, afterwards fifteen t« 
twenty minutes. Anicsthesias and hemiplegias may be treated 
by faradisation (see alao the treatment of contracture, p. 190). 
If the hysterical condition be a pure psychosis, the effect 
may be simply a psychical one ; and carrying out the pro- 
cedure without a current might perhaps be equally effective. 
But it is just possible that there may be some active mole- 
cular condition of the nerves connected with the hysterical 
condition that is altered by the passa^ of certain kinds of 
current. The following extract may explain this : 

"In 1889 it was observiid hy ProfcBBor Oliver Lodgo tliat two knobs 
sofficientlj c]oee together could, when a. epark passed between tbem, 
aotuallf cohere, and, with a single voltaic cell in circuit, conduct ' an 
Oi'dinary bell-ringing current.' Shortlj afterwards M. Edouai-d Bi-anly" 
found that a tube of metallic filings enormoiialj dimiuiahed its tesiat- 
ance when exposed to the neighbourhood of a Lejden jar or coil 
sparks. An arrungement of tbia kind proved to be a sensitive detector 
of radiation, and such discontinuous conductors came to be called 
' coherers.' The cohesion brought about bj eleetricsl nieimB could be 
broken down by mechanical means. Thus sound -vibration or slight taps 
would restore the contact to its original condition of high resistance. 

" In a paper presented to the Academie dee Sciences on Dec. 27tb 
last, M. Branlj suggests certain points of possible resemblance be- 
tween coherer action and the conductivity of the nerves for nervous 
impalaes. He points out that in reality there is no very clear line of 
demarcation between coutinuous and diacontiuuous oondtictors: it is 
rather a question of degree. Passing from artificial to ' natural ' con- 
ductors, he argues that the use of the term ' nervous cui'rent ' since the 
earliest days of physiological reseai'ch seems to point to some recog- 
nised resemblance between nervous and electrical conduction. Until 
recently it was thought that the various elements of the nervoua system 
were continuous. Now, since the advent of that trinity in unity known 
as the neuron, the nervous system may be regarded as composed of 

• 'Complei Reiida^ vol. cxi, p. 785, sad vol. ciii, p, 90. 



THERAPEDTIO ELECTRICITY 



197 



discontinuoua elements — i.e. of elements contiguous but not con- 
tinnoiis. It thus becomes possible to reguvd the neuron as the 
counterpart of the metallic granule of certain discontinuous con- 
ductors. As a blow will weaken and eveu abolish the conducting 
ponier in the latter, ho traumatism maj pi-oduce anrosthesiu and hjate- 
rical paraljais — the latter due to a suppression of ti-unsmissioo, sensory 
or motor, of the nervous inHuance consequent on a defective coutigiiity 
of nerve elements. Again, as the oaeillation of electrical discLai'gea 
establishes the conductivity of discontinuous conductors, bo it is known 
that such discharges act efficiently in the cure of paralysis and hyste- 
rical anaesthesia. The poEsibility, therefore, suggests itself that in both 
coses the effect is determined bj bringing about the contiguity of the 
elements of the conductor or some modification equivalent to con- 
tiguity. The parallelism between the action of a blow and of sparks 
upon diBcontiniioua conductors and upon the hysterical nervous system 
may he carried fui-ther in the susceptibility common to both of reacting 
under a feeble stimulus when once a powerful action is pi-odiiced as a 
first effect — a condition which M. Branly haa refeiTud to in a former 
note to the Academy as 'sensibilisation par ua premier etfet' (Dec. 6th, 
1897). The high frequency discharges and tbe electric oBcillations 
which accompany them are especially apt to make discontinuous con- 
ductors conduct, and it ia such discharges that have been shown hy 
d'ArBonval to have therapeutic effects in the diseases due to perverted 
nutrition. If the latter affections are of nervous origin, and are duo to 
impei'fect transmission of the nervous influence, it is permissible to 
suggest tbat electric oscillations act by re-establishing in the nerve a 
contiguity which hod become insufficient. The same writer has recently 
shown that continuous currents uf a sufficient electro -motive foiHie 
produce in discontinuous conductors the same effecte as discharges at 
a distance. It would be interesting, he suggeats, to inquire if the mode 
of action of continuous currents in diseases of the nervous sjstemi 
where they have proved useful, presents features similar to those which 
occur in discontinuous conductors. It is not claimed by M. Branly 
that anything more than a mere analogy has been shown; but he 
thinks it possible that such considerations may prove a useful guide 
in determining the modality in which electricity is to be employed ia 
a given case, and perhaps furnish the electro- therapeutist with a good 
working hypothesis. 

"So far it is evident that such speculations fall Tory far short of 
this, All that can be claimed is to have made out a case for forlher 
inquiiy. Sncb a line of investigation has ali-eady been foreshadowed 
in an aiiicle by me which was published in the * Lancet,' May 4th, 
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1895, and in which the following sentence ocourB: — 'It seems eren 
conceivable that other histological arrungements — •. g. those nerve- 
Gbrile which condoct jet onl j touch and do not anaatomoBe ; those 
motoi'-aei-ve endings which are only in contuct with the sarcouB snb- 
stance; indeed, an y conducting an-ttngement in the animal body which 
tna; be classed as a " bad contact '' may constitute the physiological 
analogne of what would be electi-ically known as " a coherer." ' " * 

Netiraalhenia. — The electrical treatment of that distinct 
clinical entity known aa neurasthenia may be best described 
by such a case aa the following ; t inserted here because it ia a 
typical and uncomplicated case, and such cases ought always 
to be cured : 

Cask, — A physician, 46 years of age, of a neurotic family, atiietly 
temperate habits, in active professional work, and living in an atmo- 
sphere of considerable social excitement, suddenly broke down abont 
seven months ago. His first and greatest trouble was insomnia. 
Obliged to give up woik. he underwent during three or four months 
a variety of medication, and was eventually sent to me by his medical 
man for the electrical treatment of the insomnia. 1 saw bim for the 
first time eai'ly in Febraai7, He was not emaciated, pallid, nor blood* 
leas. With most of the external appearances of good health, he was 
yet the picture of a neurasthenic — and, it may be added, the embodi- 
ment of self- concentration. His mind never for a moment strayed 
from himself and his ailments. In every line of his story and in eretj 
lineament of his face there was the history of nervous exhaustion — of 
too much work and too little rest, telling on u nei-vous system unstable 
by heredity. With minute exactness he details his symptoms and 
analyses his miseries. In case he should overlook anything he comes 
armed with a slip of paper, a few notes of his case — "Thomme aux 
petits papiers," aa the French physicians call a figure not unfamiliar 
to the con suiting- room. The first Hymptom nn his list is sleeplessness. 
He cannot sleep. There is no pain ur any great discomfort, or aoj- 
thing in hia surroundings to account for it ; he simply does not sleep. 
He has tried everything. He has denied himself hia afternoon nap in 
order to secure bis sleep at night — a great mistake, for in conditiona 
like this, sleep brings sleep. He has darkened hie room and closed his 
eyes ; he has lighted his candle and read his book \ be has tried count- 



• "A Theory o( Narvout Coiid 
April »th, 1898. 
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iag. repeating, saying bis piuyers : be baa followed the licking of ibe 
clock and tbought of tbe humming ot beea. Of course, following dis- 
Cingiitabed eiample, be baa tried a glass of water on going to bed and 
an endlesa iiat of similar devices. He has tried a multitude of drugs, 
for some of which be baa an intolerance by idiosyncrasy. Now be 
relies almost exclusively on Bulpbonal, which gives him sleep (generally 
on the following night), but wbioh, he considers, is not without evil 
effects of its own. He spends bis day in dread expeotation of the 
coming sleepless night. Should be happen to sleep soon after lying 
down, be invariably wakes again in un hour or so. His sleeping is 
ushered in by sleep Jerks, haunted by nightmare and dreadful dreams, 
and bis wakening is accompanied by no feeling of being vested and 
refreshed. The insomnia, at first a consequence, is now a contributing 
factor to his mental and physical prostration. He bas head sym- 
ptoms; one of the earliest of these was vertigo. He cboosea the side 
of the street with railings Co the houses tbut he way be able to grasp 
them should bis giddiness come on. Now he suffers from headache, 
not very severe, but like a band round bis bead, or a weight, or a heavy 
hat pressed down tightly (helmeted headache of the "galeati" ol 
Charcot). It is a day headache, not a night one. There is hyper- 
watbesia of tbe sculp. Intellectual work has become difficult, almost 
impossible; be cannot even write a letter. Onoe a man of action, of 
courage and resource, he is now pnsillunimoua and hesitating, and 
leans on others. There is an obvious condition of cerebral depression, 
a decrease of will-power, a feebleness of character, a diminished power 
of resistance. He is emotional to an extreme degree, and " breaks 
down" on tbe most trifling occasions. Once, sitting at the play, 
interested and amused, and surrounded by laughing faces, a cluud 
suddenly seemed to come across his mind, everything looked black, bis 
prospects seemed hopeless, ho lost his self-control, and burst into tears' 
He suffers from dyspepsia, for the most part of tbe atonic flatulent 
kind — tbe stomach rises into the thorax. There is exaggerated reao. 
nance over tbe whole abdomen from inUation of tbe intestine, and this 
distension int«rferiug with the descent of the diaphragm has its effect 
on respiration. He complains of muscular debility und a vague feeling 
of lassitude. Tbe grasp of his hand or bis squeeze of the dynamometer 
shows notably less force than would be expected from a man of bis 
muscular development. He has already said enough to stamp bim a 
neurustbenic. But, continuing tbe investigation of his ease, a second 
line of symptoms comes into view. There is a peculiarity about bis 
manner — an excitability, an impulsive resllessness. He abows a marked 
tendency to hypochondriasis, and, as already staled, is apt to take a 
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pessimUtic view of llie whole sitiiation. He is evident1}> in tfae hflbit 
of going about from one medical man to another, nerer weary of 
talking of himself and his ailments ; but (and here cornea an iuiportHiit 
point in diagDoais with reference to a pussibilit; which could not fail 
to suggest itself) be listens reasonably and thankfully to words of 
encourugement and advioe. He leans on the opinion of his medical 
attendant. At times be exhibits pecnliai-iliea of gait that look almost 
like hysteria. He walks catitioUBly, with a etiffisb spine and occasional 
peculiarities of movement, almost mimetic of some serious organic 
lesion. Besides the general weakness uf bis nervous and muscular 
system, he describes fibrillary ti'emors of the muscles and jerks of the 
limbs, as well asdiaordei-s of sen sation, tingling of the feet and lingers. 
The knee-jerks and superficial reBeies are normal, as are the electrical 
reactions. There seem to be no pressure points or areas of exaggerated 
sensibility over the spine, but there is an evenly distributed increase 
of the general ciitaneons sensibility. He is intensely sensitive to heat 
and cold and all atwosplieric cbanges. The conjunctivte are a little 
congested, tbe upper i^yelids being slightly cedemutous. The pupils 
are perhaps faintly uneijual, bnt inequality is not constant. There is 
no retinal congestion. He is extremely sensitive to noise. There is 
constipation and a malodorous condition of the morning urine, which 
contains no albumen and no sugar. The tongue is fui-red. Palpitation 

[citement; a trifling u 

:ion of the larger i 

watches with anxiety the throb of bis 
vith that of his nurae or fi'iends. 
I the symptom to be met, A hopeful 
prognosis may be given, inasmuch as in electrisation there exists an 
agent well adapted to meet both the symptom and the disease — a 
sedative tonic. Of course there is the usual initial difficulty j such 
patients are hypersensitive always, and shrink from a proceeding 
which they are sometimes accustomed to associate with "a shock," 
Therefore, by way of making a beginning, I passed the weakest per- 
ceptible faradic current through my own body, and with my hand 
administered for one or two minutes to his forearm the mildest of 
labile applications. He at first shrank back, but soon admitted that 
it nas not disagi'ceable. I asked him to come again the next day. He 
did not come for a week, and then only at the renewed request of his 
medical advise:*. He then explained that, though he was " no worse," 
and quite convinced thiit the electrisation was as mild as it could 
possibly be made, still the " exquisite sensitiveness of his organisation " 
was such that he had felt pricks and tinglings and "Bensations' ever 
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BiDce. He was then prevailed upon to step into a bath baviu); n tem- 
perature of 92° F., aad with his consent a continuous curreut of a few 
milliampei-es waa paseed through it — foot electrode, anode; oervico- 
]umbar. cathode. Tbia was very grudualljr rained to 50 niilliamp^rea 
for five minutes. He elept well that nigbt. Of coiii-ee be Baid it was 
tbe warm bath. Posaiblj it was, but it was the thin end of the wedg;e. 
During the neit week he had foiiv or five such baths, with a gradually 
increasing current (up to 150 milliamp^rea) and a gi'aduallj inoreasing 
duration i,up to fifteen minutes^ witboat, perhaps, any marked im- 
pi-ovemeat in his insomnia, but with a perceptible rise in hia general 
level of health. This treatment was continued until February 18th, 
and resulted in a less frequent necessity for reeoi't to sulplional. his 
average of sleep daring tbe last week of thia peiiod having been from 
three to four bours. Dik-ect bead treatment was then entered on. 
Using the hair as a rheostat, a continuous current, cantionsly raised to 
2) milliamp^res, waa passed from the forehead (anode) to tbe nape 
(cathode) for a minute, followed by sabaural application (anude) of 5 
milliamperes stabile on each side foi' half a minute. This was followed 
by labile anodic galvanisation (5 milliamperes) of tbe neck (cervical 
■pine, back of ears, and anterior border of stem o- mastoid), the cathode 
being at tbe epigastrium. The whole proceeding lasted about fi»e 
minutes. Between tbe first date of this application (Feb. IStta) and 
tbe end uf the mouth a similar procedure was almost daily caii'ied out, 
sometimes twice on his worst daja. However prostj'ate and depressed 
on bis aii'ival, he always on going away after such an application 
eiprcssed biihaelf as feeling better, brighter, and wore equal to bodily 
or mental effort. This treatment, with slight modification, was con- 
tinued, with tbe result that his average of sleep between Feb. IStb and 
Feb. 26th had risen to five hours, and lie had not taken sulphonal since 
Feb. 18th, nor any other drug, excepting a very occasional dose of 
bromide of potaaaium, wbicb he baa taken ever since tbe beginning of 
his illness. Between Feb, 2Sth and March 24tb this treatment, with 
occasional faradic baths, was steadily pursued, but with decreasing 
frequency and duration, and by that time (March 24tb) hia average of 
sleep for the tirenty-four days baring been six hours, tbe treatment 
was discontinued — that is to aay, after seven weeks iif treatment, con- 
sisting of about tbii-ty sittings and twelve baths, sleep was practically 
restored. Not only this, but tbe general health and moral condition 
were strikingly improved. Instead of dark forebodings and pessimistic 
views he talked cheerfully and hopefully of going back to work again. 
On April Ist the impi-ovement was not only maintained, but was still 
progressive. 
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The electrostatic bath was not used in thia case, bat ia 
often in the highest degree useful. 

Exophthalmic goitm. — Electrisation, general as well as 
local, ought never to be omitted in this disease. Want of 
saccess largely depends upon the very inadequate currents 
used. In the first place the current must be localised upon 
the antero-lateral part of the neck ; the electrode hemi- 
cylindrical in form, and of largo size (negative), must 
surround the entire thyroid body. Currents of 25, 30, 
and 40 ma. must be used. The indifferent electrode is 
placed in the usual position below the back part of the 
neck. In addition to this, faradisation of the orbicularis 
palpebrarum, of tlie cervical ganglion of the sympathetic 
and of the precordial region is proper. For the first an 
olive-shaped electrode may be used, and a current strong 
enough to produce contraction, one minute to each muscle. 
The cervical ganglion of the sympathetic is treated with 
the same current and the same electrode; the latter being 
placed at the angle of the lower jaw between the hyoid 
bone and the anterior border of the sterno-mastoid. The 
strength may be gauged by the action of the platyama 
producing a slight distortion of the face. Duration one 
minute on each side. For the ti-eatment of the precordial 
region : an electrode 20 sq. cm., current strong enough to 
produce contraction of the pectoral muscles, duration three 
minutes. The treatment should be daily, and should last 
for two or three months. (Bordier, Vigouroux). 

Cardew's method is definite but exacting. Apply anode to 
lower cervical spine, cathode to side of neck, labile from 
mastoid process to clavicle, 2 to 3 ma., six minutes, three 
times a day. This method is certainly less effective than that 
previously detailed, and necessitates the application of elec- 
tricity by the patient, which is seldom permissible. Treat- 
ment to continue for three months. The hydro-electric bath 
and other methods of general electrisation are also useful, 

Parkinson'n diseane (paralysis agitans). — No permanent 
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success seems ever to have attended the treatment of this 
disease by any method, electrical or otherwise. General 

electrisation sometimes temporarily diminishes the tremors. 
Hypnotism often produces a similar and better effect. But 
neither form of treatment is, m the opinion of the writer, 
equal to " colossal " dosea of hyoscyamus. 

Athetosis. — General electrisation may be tried. 

Paramydoiuis multiplex.* — General electrisation by static 
charging. Assuming that there is a neurosis showing itself 
by an exaggerated irritability of the cord, or also by a 
peripheral neuro-muscnlar disturbance, stabile galvanisation 
of the cord and of the affected limbs is a rational treatment. 
Medium currents, say 8 to 10 ma., for fifteen to thirty minutes. 

Chorea. — General electrisation by static machine, and 
hydro-electric baths. Many cases have got well under such 
treatment ; but in view of the natural tendency of the disease 
to get .well under any form of treatment, or without treat- 
meat, it is difficult to say that electricity is an effective 
remedy in chorea. It habitually fails in relapsing chorea ; 
such improvement as may have followed ihe electrisation 
lasting ouly for a few hours. 

Tetany. — Sedative treatment, such as anode stabile to the 
affected part, negative pole on spine. 

Convulsive ticx. — Any sedative form of treatment, such as 
stabile application of the anode, is indicated. Static charging 
should also be tried; but electrical, like other methods, have 
not met with any great success, although Erb and other 
trustworthy authorities give details of successful results. 
Perhaps the necessary time and patience are often wanting 
in the treatment of such cases. 

Wriier'a cramp, — This condition, having its origin doubtless 
in an irritable weakness of the central nervous system, ought 
to be treated by general electrisation, central galvanisation. 



' Fir«t .Iracribsd by Friedriuh. 1882. 
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hydro-electric bath, or static electricity. In the latter the 
seances may be daily, lasting for a quarter of an hoar, and 
continued not longer than a fortnight at a time. Local 
treatment to the affected muscles is also indicated. Negative 
pole to cervical spine, anode to muscles of hand, stabile 
2 to 8 ma. ; time, three or four minutes. In all cases of 
neuroses the occupation must, of course, be given up. 

Migraine. — Assuming that contributory causes, such as 
stomachic or intestinal trouble, gouty or rheumatic con- 
ditions, errors of refraction, &c., have been dealt with, 
treatment will be directed to alleviation during the attack ; 
and chiefly to an attempt to diminish the tendency to recur- 
rence. Static charging is a most effective form of general 
electrisation ; and treatment can at the same time be localised 
on the part by means of the " souffle.'^ This is best carried 
out by placing the patient on the insulating stool, and 
directing the negative souffle upon the most painful point. 
Treatment daily ten to fifteen minutes. The stabile appli- 
cation of the galvanic anode (see first method of treating 
tic douloureux, p. 192) may also be tried during the attack. 
In dealing with migraine it is always to be remembered that 
it is a manifestation of a general condition. 



CHAPTER IV 
Electro-therapkqtics of Rheumatism : of Gout : of Diseases 

CHIEFLY CHARACTERISED BY VaSO-MOTOR AND TrOPHIC 

Disturbances : of Diseases due to Failure or Per- 
version OP Nutrition 

In clironic and subacute forms of joint trouble, whether Rheamatism 
rheumatic, rheumatoid, or gouty, and in muscular conditions *° ^^^ * 
having a similar origin, the usefulness of electrical treat- 
ment seems to lie (1) in the power of removing inflamma- 
tory products by the quickening of the circulation and dila- 
tation of the blood-vessels that follow localised applications ; 
(2) in the stimulant and alterative effect upon general nutrition 
of generalised electrical applications. These may take the 
form of galvanic, faradic or sinusoidal currents in the water 
bath, or static insulation, or sparks, or currents of great 
frequency and high potential. Localised applications may 
be of the following kind : — If much pain, galvanic anode 
with electrode enveloping the joint, 10 to 20 ma. eight to 
twelve minutes stabile ; indifferent electrode at some distance. 
If the disease is very chronic, with thickening of struc- 
ture and deposits of old standing, not accompanied by pain, 
the cathode must predominate, using currents of 15 to 30 ma. 
Localised faradism is often effectual in diminishing pain and 
improving circulation. The faradic brush can also be used 
in some painful conditions. Treatment is to be carried out 
on alternate days."**" In chronic rheumatism and rheumatoid 

* On the intervening day treatment may be nsefully supplemented by the 
prolonged application of high temperatures (220^ and upwards, forty to sixty 
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arthritis the hydro-electric bath is often the best expedient. 
Continuous, induction coil, and sinusoidal currents have all 
a good record ; material improvement in the suppleness of 
the joints often follows their use, and an absence of the 
acute exacerbations so common in rheumatoid arthritis. 

The introduction of lithium or iodide of potassium by 
cataphoresis finds a useful field here. In treating the 
conditions under consideration, and in any stage, no pro- 
cedure is more useful than the following : — Place the 
affected joint in a 2 per cent, solution of chloride of lithium, 
immerse the 4- pole in this (using a carbon electrode) ; the 
negative or indifferent pole is attached to two large 
electrodes of 150 sq. cm. each placed upon the patient's 
back. Use 20 to 60 ma. for twenty to twenty-five minutes 
daily. 



Case. — M. B — . Had already had three attacks of acute articular 
rheumatism. On October 10th was seized with violent rheumatic pains 
in wrist and elbow ; swelling of entire hand. Treatment by the lithiated 
bath commenced October 11th. Current 30 ma. ; duration forty-five 
minutes. Hand and elbow placed in bath. After the third treatment 
could use hand. Swelling had disappeared on sixth day ; elbow still a 
little painful. (Bordier.) 

Lumbago, — The static spark is efficacious, and is recom- 
mended by the fact that it does not involve removal of 
clothing. This is carried out as follows (Renault) : — The 
part ought to be submitted to static sparks for ten or fifteen 
minutes, the capacity of the machine being reduced as 
far as possible by taking away the condensers. An hour 
afterwards another application of sparks of ten minutes' 
duration ; these often result in cure ; but application to be 
repeated if necessary. When the patient cannot leave his 
bed give him at home one treatment with faradism, followed 
by a mustard plaster. He will be able to come for sparks 
the next day. The faradic brush also is often a rapid and 

minutes) ; direct radiant heat from a luminous source being the most effective 
form of heat to employ. The electric light bath is the ideal sweat-bath. 
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effective remedy ; and the same may be said of the continuous 
current. {See Myalgia.) 

In the absence of any certain pathology for lumbago, it is 
permissible to suppose that, under the influence of atmo- 
spheric changes, some molecular modification in the muscle 
tissue occurs interfering with its regular nutrition ; whence 
may result the products of insufficient metabolism which 
irritate nerve endings, causing pain. Or possibly, these 
hypothetical molecular derangements caused by cold or other 
agency, occur first in the nerves — a sort of neuritis — and 
this may be the cause of the deranged nutritive exchanges 
in the muscle. 

Gout. — Static electricity is useful in the treatment of here- 
ditary gout. Its timely application may ward off an attack. 
It probably stimulates the liver, intestines, and kidneys. It 
improves the circulation, promotes excretion, relieves the 
organism of its uric acid, and combats nervous exhaustion. 
Continuous current and sinusoidal baths are also recom- 
mended after an acute attack, as well as currents of great 
frequency and high potential. 

The lithium bath, as recommended for rheumatism, is 
often useful during an attack of gout. The following is a 
case : 

Oase. — B — . Rheumatic liistorj. Typical attack of gout in big 
toe ; pain, redneas, Hwelliag. Lithium bath, using current of 25 ma., 
twice a day. After fourth bath, improvement. Aftev seventli upplica- 
tion Bwelling and redness gone, and only a littU- iineasiness on prea- 
•nre. (Porter and Jourdenet.) 



Fibrous Anckylosie, — Soak large electrodes in solution of 
sodium chloride and place them on each side of joint, the 
negative nearest to the adhesions. Current 20 to 50 ma. for 
ten to thirty minutes, twice a week. Inflammatory symptoms 
must be absent before commencing treatment. 

Chronic tendinovn synovitis. — The following is the treat- 
ment, and a case (Bordier). Active electrode negative, 25 



208 



THERAPEUTIC ELECTBICITY 



Diseases 

characterised 
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motor 
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sq. cm. ; current 20 ma. ; duration 15 minutes. Indifferent 
electrode on back. Treatment daily. 

Case. — G — . Swelling of ankle from sprain a year ago ; circumference 
at swelling 27 cm. Sound limb at same level 21 cm. Treatment com- 
menced July 18th and ended August 2nd. Circumference of swelling 
22 cm. This did not further diminish, but the patient could take long 
walks and was practically cured, and continued well when seen twelve 
months after. 

HydrarthrosLH, ^TredLtmeiit as above. 

MyaZjix. ^Rheumatic muscular pains when situated in the 
back are called lumbago, in the neck torticollis, in the mus- 
cles of the chosb pleurodynia. Speaking generally, myalgic 
piins are treated with the positive pole on the affected 
muscle. The active electrode should cover the painful part ; 
current may be carried to 30 to 40 ma., with an electrode 
100 sq. cm. ; duration ten minutes ; application daily, after- 
wards every second day. Such treatment seldom fails. 

Torticollis. — It is usually the trapezius and sterno-mastoid 
that are the affected muscles. Galvanic or faradic currents 
may be used ; the former after the manner just laid down for 
myalgia in general. Faradism in the form of '^ swelling " 
currents is used, i. e. the strength is increased until a very 
distinct contraction is obtained ; then it is reduced by degrees 
to zero, and the procedure repeated fifteen to twenty times. 

Zona (herpes zoster). — The eruption is acute and follows 
the direction and distribution of sensory nerves, is limited 
to one side of the body, and accompanied by neuralgic pains. 
Treatment of acute conditions not electrical, but electrisa- 
tion is useful against the rebellious neuralgias that some- 
times follow (see p. 192). General electrisation is also useful 
in preventing recurrence of attacks. 

Hemiatrophy of face. — *^ A facial trophoneurosis.^' Occurs 
congeni tally in infancy or at least before twenty-five. Is 
preceded by neuralgic pains in the region of distribution 
of the facial nerve, by spasms of the facial muscles, vertigo, 
heaviness of arm and hand of opposite side. Spots appear 
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along the direction of the filaments of the trifacial. The 
skin then becomes thin, indurated, and " cicatricial/' 
The other structures of the face partake of the atrophy of 
the skin. Sometimes there is neuralgia. Sometimes the 
sensory troubles are limited to a feeling of formication. 
The disease is neariy always progressive. The trouble belongs 
to the nervous system. Electricity should always be patiently 
tried. Its success is very doubtful, but with any other form 
of treatment failure is certain. 

Sclerodermia. — Continuous current in the form of general 
and local hydro-electric baths is useful. In certain forms 
of the disease try local electrolysis with a current of 
o to 10 ma., the needle being placed obliquely in the skin 
and not below it. More recently static electricity has been 
used in the form of small sparks, made to play always 
upon the same point of skin. This is carried out as in the 
treatment of eczema, small sparks being substituted for the 
breeze. Both general and local treatment is thus secured. 

Raynaud's disease (local asphyxia). — Characterised by an 
arrest of capillary circulation attacking symmetrically the 
extremities, especially the fingers. (1) Place the affected 
extremities in bowls of water with an electrode in each ; 
5 to 10 ma. Duration ten to fifteen minutes. (2) Place 
anode over fifth cervical vertebra, cathode upon sacrum, 
large electrodes, 15 to 20 ma.; duration fifteen minutes. 
Take care that the skin of the hands does not vesicate. 

Ery thro melalgia, — An affection of the extremities, es- 
pecially the lower. Characterised by pain, rose-coloured 
swelling of skin, elevation of local temperature. Use con- 
tinuous current, local and spinal, as in Raynaud's disease. 

^' Arthritism" (Bezin), "Herpctism'' (Lancereaux), "Acid Diseases due 
. r !• to failure or 

diathesis (Bence Jones, 1867). — Currents of great frequency perversion of 
and high potential have shown a marked influence in im- °" " ^^^ 
proving the nutritive exchanges, increasin*^ strength, and 
accelerating the diminished oxidations (see p. 08). 

Diahefes, — Apostoli and Berlioz liave stated that in throe 

14 
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diabolic piitionts submitted to the action of currents of great 
frociuoncy and high potential the amount of sugar has much 
diminishod ; and in other cases where this result has not been 
Hocurod the general condition of the patient has nevertheless 
boini improved. The currents in question should certainly be 
triod in suitable cases of diabetes. 



CHAPTER V 

Diseases op the Alimentary Canal. Incontinence of TJbink. 
Ascites. Rickets. Suspended Animation. Electricity 
A Test foe Death 

Paralysis of soft palate. — Induced or continuous current J?***^ ^{^ 
directly to the part by a curved electrode, the indifferent canal, 
one being, as usual, below back of neck. Current strong 
enough to produce contraction of tongue muscles and lips. 

AnsestheHxa of pharynx, — Induced or continuous currents, 
percutaneous or pharyngeal. Short static sparks often 
useful. 

Vomitiny. — Two electrodes, each 2 cm. in diameter, both 
attached to the positive pole, are placed one over each 
pneumogastric, between the two insertions of the sterno- 
mastoid. Indifferent electrode, 100 sq. cm., upon epigastric 
region, attached tq negative pole. Current 5 to 10 ma. If 
nausea is threatened, the current must be at once run up to 
15 to 20 ma. until the patient feels better ; then the current 
is slowly reduced to 5 ma. Duration varies a good deal — 
perhaps, on an average, ten to twenty minutes. l\vo sittings 
a day sometimes necessary at commencement — eight sittings. 
Patient must rest afterwards, and should be near the doctor 
to have another application immediately a relapse is threat- 
ened. (Apostoli, liordier.) 

Dilatation of atomach, — Static induced currents (see p. 60). 
The patient (not insulated) is placed near one of the con- 
ductors of the machine. The external coating of one of the 
Leyden jars is put to earth, and the external covering of 
the other Leyden jar is attached to an ordinary exciter 
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terminated by a small ball. This is applied to the uncovered 
epigastric region. The distance of the poles of the machine 
is such as to give ten to fifteen sparks a second. Leave 
the exciter on one spot for a couple of minutes, then 
displace it to another (Bordier). Duration ten minutes. 
Eighteen or twenty sittings. 

Nervous dyspepsia, — Place indifferent electrode, 300 sq. 
cm., over the lumbar region. The active electrode, 100 sq. 
cm. (negative pole), is applied to epigastric region. Current 
30 to 40 ma. Duration ten minutes. In certain cases it is 
useful to rhythmically break and make the current to 
produce gastric movement. 

Constipation, — There are three ways of treating constipa- 
tion: 

1. The patient is placed on the insulating stool and 
sparks taken from the iliac fossa for some minutes. This, 
in nervous persons, sometimes produces an evacuation. 

2. Place on each iliac fossa an electrode 100 sq. cm., the 
negative pole on the left side. Use either a faradic or 
galvanic current, strong enough, by means of regular inter- 
ruptions, to produce abdominal contractions. Duration ten 
to fifteen minutes. 

3. Direct galvanisation of rectum by means of the rectal 
electrode. Through the electrode introduce 200 cub. cm. 
of a 5 per cent, solution of NaCl. The negative pole is used, 
the positive being a large abdominal electrode. Current 15 
to 20 ma. Every two minutes the current is reversed. 
Duration eight minutes ; three times a week. 

Intestinal obstruction, — In the treatment of pseudo-stran- 
gulation, although faradisation has a good record, the con- 
tinuous current shows its superiority in dealing vrith that 
condition of diminished excitability always present. Until 
the hydro-electric method was introduced, the difiiculty of 
applying the continuous current lay in the necessity of avoid- 
ing escharotic effects at the active electrode. The electrode 
'nsertion into the rectum must be capable of reaching as 
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far as the sigmoid flexure. This long, curved, insulated elec- 
trode ia so arranged as to carry a stream of water from 
the irrigatoFj as well as a wire attached to one pole of a 
battery to convey the electric current. The water thus filling 
the bowel carries the electric current to the intestinal wall. 
The procedure is this : 

A suitable quantity (one to three quarts) of salt water 
having been placed in the irrigator, the abdominal pad 
having been adjusted and attached by a connecting wire 
to the battery, and the active electrode having been intro- 
duced, the latter is connected up to the positive pole of 
the battery by a wire, and to the irrigator by a tube ; 
the cock of the irrigator is then a little opened and half its 
contents are allowed to pass slowly into the intestine. The 
strength of the electrical current will depend on the state of 
the patient and the probable cause of the obstruction. The 
intensity may be 10 to 20 ma. or even more. The length 
of time during which the current is allowed to flow will be 
from five minutes to twenty minutes. In many cases, such 
as pseu do- strangulation and frecal obstruction, it is sufficient 
to use the continuous current without reversal or interrup- 
tions, but "when there is an obstacle to overcome it is 
necessary to add stronger excitation." In the latter case 
after the current has passed for five or six minutes it should 
be reversed by first bringing the needle to zero and again 
raising the current to its former intensity. By this "an 
intestinal contraction is almost always produced." When 
the patient can no longer control the action of the bowels 
the operation must be suspended, and he must make efforts 
at defecation. Then one of three things will follow : either 
an abundant evacuation will take place, or there will be 
only some liquid matter and gas, or the injection will 
come away hardly coloured. In the last two cases another 
application must be made, but not until seven or eight hours 
have elapsed. Having made three applications in twenty- 
four hours without success, further attempts by this method 
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must be discontinued. Such is the procedure as laid down 
by Larat^ and it is here detailed very much in his own 
words. He, of course, adds that in unsurmountable obstacles, 
such as ileus or twists of the intestine by adhesion, the only 
remedy is operation ; but that in the case of a foreign body 
in the intestine or of a tumour where the obstruction is not 
absolute, in paresis of the intestine, pseudo-strangulation, con- 
stipation, and fa&cal obstruction, the procedure in question is 
likely to prove successful. But, in point of fact, on being 
called to a case of obstruction of the bowels with the 
abdomen distended and tender, some collapse and a feeble 
pulse, an accurate diagnosis of the cause of the obstruction 
is usually almost impossible. Therefore in all such cases, 
after a purgative and enemata have failed, and before 
resorting to any surgrical operation, the electric injection 
ought to be used, and used with all possible care, in view 
of the fact that failure involves an operation whose mortality, 
even with every antiseptic precaution, is but little under 
60 per cent.* 

Haemorrhoids. — Both the external and internal varietv 
may be dealt with as follows : — Having exposed the haemor- 
rhoid, apply by means of the rectal speculum a carbon or 
platinum electrode with cocaine solution on absorbent mate- 
rial ^see Cataphoresis) with a current of from 15 to 25 ma. 
for seven minutes if general anaesthetic has not been used). 
Then taking a small platinum needle attached to stafE six 
inches long and insulated to half an inch from the point, 
insert it in the hjiemorrhoid and irraduallv turn on current of 
5 to 20 ma. for ten minutes. Blanching occurs, and the 
operation may, perhaps, be carried out. and the needle 
withdrawn without bleeding. Peal similarly with other 
hemorrhoidal tumours. " If the needle has been insulated 
in such a wav that one eigrhth of an inch of shellac in solu- 
tion will follow the point into the haemorrhcid. further inser- 
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tion being guarded against by a shoulder or bulbous portion, 

the after-treatment is very slight/' consisting of cleansing 

injections of acetanilid after defaBcation, and occasional 

applications of a similar ointment. (Massey.) 

Prolapse of rectum. — Case. — Bi-idget G — , aged 60, married. Pro- 
lapse of rectum ; tissuea indurated and thickened. A felt-covered, flat 
electrode placed under sacrum; patient on back. Ordinary rectal 
electrode inserted into rectum, connected with positive pole. Rapid 
vibrator. As soon as the current was regulated to agreeable strength, 
slow inten'uptions were made by touching one of the terminal posts 
with the tip of the conducting cord. This produced a good form of 
muscle contraction ; better than the action of the vibi*ator. Dura- 
tion ten minutes. No prolapse after first treatment. (Massej.) 

Notwithstanding the above qase, it will usually be found 
that the continuous current is the more effective. Cathode 
at anus in the shape of an olive-shaped electrode, covered ; 
anode at lumbar region. Current must be at first mild and 
gradually raised, even to 20 ma. Treatment every other day 
for five minutes. Before commencing replace the prolapsed 
bowel. 

Fissure nf amis. — Before resorting to any surgical pro- 
ceeding the following method ought to be tried. The 
negative (indifferent) electrode is placed on the abdomen, 
while the positive platinum electrode covered with absorbent 
cotton, saturated with a 10 per cent, solution of cocaine 
hydrochlorate (Massey), is applied to the fissure, using a 
current of 1 to 5 ma. for several minutes. Repeat, if after 
a sufficient time healing has not occurred. 

Incontinence of urine from atony of sphincters. — Increase Incontinence 

of urine* 
muscular tone by faradisation applied by simple urethral 

bulbous electrode, the indifferent electrode being immediately 

above pubis. Use *' swelling '^ currents, i. e. rather strong 

currents kept gradually increasing and diminishing in amount, 

six to eight minutes. This may be repeated almost every 

day. Treatment of the cord may also be carried out with a 

view of influencing the vesical centre, and any injured point 

higher up that may cut it off from cerebral influence. 
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Nocturnal incontinence in children, — One pole on peri- 
nseum, the other over symphysis. Coil currents with slow 
interruptions for ten minutes every day ; or, in an ob- 
stinate case, treatment may be more effectively given by 
applying the small urethral electrode to the sphincter 
instead of the pad to the perinseum. 

Ascites, — It is unnecessary to say that treatment and its 
results must be gauged by the cause of the condition in each 
individual case ; but, speaking in a general way, it may be 
stated that a vigorous faradisation of the abdominal muscles, 
kept up for ten or fifteen minutes, has been credited with 
producing an increase of kidney activity and decrease in 
the ascitic fluid. The wTiter has notes of cases improved by 
the use of sinusoidal current water baths. Electrical treat- 
ment of this kind will usually go hand in hand with other 
treatment and with the use of the dry radiant heat bath, 
the head being excluded. 

Sicliets, — General electrisation by the hydro-electric bath 
is the best form of treatment. Static charging, central gal- 
vanisation, or general faradisation are also useful according 
to the special features of the case. 

Anaemia and chlorosis, — Hydro-electric bath, using sinu- 
soidal or induction coil current on general principles. 

Suspended animation, — Attach two olive-shaped testing 
electrodes to the induction coil ; place them upon the motor 
point of the vagus on each side by pushing them under the 
outer edge of lower part of the sterno-nuistoid, or between 
the insertions of that muscle ; open and close the circuit 
about thirtv times a minute with the kev in the handle 
of one of the elect nnies. Each closure produces an inspira- 
tion. Electrical stimulation aln^nt the face and upper lip 
also tend to excite respiration, lieneral stimulation of the 
surface of the skin by ilie faradic brush pnuluces useful 
reflex effects in cases of uan*otio ]>oisoninir. 

Electricity a tot for thnth,- VovXy voars aco this subject 
was investiijated bv Crinu^teU t>\oulv \oarv later bv Rosenthal, 
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and more recently by Onimus. It is safe to say that in no 
disease — certainly in none ©f those conditions usually enume- 
rated as likely to be mistaken for death — is galvanic and 
faradic excitability absolutely lost in every muscle of the 
body. On the other hand, electro- muscular excitability dis- 
appears in all the muscles within a few hours after death, 
generally in ninety minutes to three hours (according to 
Rosenthal), its persistence varying to some extent with the 
particular muscle examined and with the mode of death. 
Contractility to electrical stimulation disappears more 
rapidly in death from chronic than from acute disease, more 
rapidly in wasted than in well-nourished muscles. Experi- 
menting on a guillotined criminal, Onimus found that two 
and a half hours after death electro-muscular contractility 
disappeared in the tongue, diaphragm, and muscles of the 

face. In the limbs the extensors died before the flexors. 

« 

The muscles of the back were contractile up to five or six 
hours after death ; the abdominal muscles longer still. 

Therefore if electro-muscular contractility be present in 
any muscle, it can only mean one of two things : either that 
life is not extinct, or that death has occurred only a few 
hours before. 

It is clear that no interment or post-mortem ought to take 
place so long as there is any flicker of electro-muscular 
excitability. It seems almost equally obvious that in all 
doubtful cases, sometimes in sudden death, and often to 
allay the anxiety of friends, this tost ought to be applied, 
and applied by one who is accustomed to handle electric 
currents for purposes of diagnosis.* 

• Communication by the author, ' Lancet/ October, 1895. 



CHAPTER VI 
Diseases of Organs op Special Sense. Anedrism 

The eye. Paralysis of ocular muscletf. — See General Methods. 

Opacities of cornea. — The principle of treatment is to 
induce stimulation suiBcient to bring about gradual absorp- 
tion, but stopping short of any irritation sufficient to cause 
inflammation. After applying cocaine, the patient, seated 
with the head thrown back, is directed to press the anode 
against the cheek of the affected side. With the thumb 
and first finger of the left hand the operator separates the 
lids to prevent contact with the electrode. He then gently 
places the latter upon the cornea, using a current of ^ to 1 
ma. for one minute. This is subsequently increased to 
2 nia. according to the toleration of the patient. The 
finger of the operator is perhaps the best electrode. If of 
metal, the electrode may be 5 mm. in diameter. Special 
electrodes are constructed for the purpose. Treatment may 
bo every second day. Cloudy opacities may disappear after 
half a dozen applications. Leucoma does not yield to this 
treatment. Do not persevere after fifteen applications with- 
out an interval of two months. 

Trichiasis. — See Kpilation. 

Ojytic neuritis and atrophy. — When neuritis predominates, 
pliice anode on closed eye, cathode on neck, stabile. If no 
neuritis, transverse currents through the head may be used, 
but in the most guarded way ; 2 ma. should not be exceeded. 
The treatment cannot be seriously recommended as a very 
hopeful one, especially in tabetic atrophy. 
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Stricture of canaliculus and duct, — See Strictures. 

Granular conjunctivitis, — A needle is attached to the 
negative pole and its point applied successively to each 
granulation (Malgat). A better method is '* metallic 
electrolysis ^' or " electro-medicamental diffusion '* (see 
Cataphoresis). This consists in applying a copper electrode 
(attached to the positive pole) to the granulations, the 
negative ('^ indifferent *' electrode) being below the back 
of the neck. An oxy chloride of copper is formed, which 
is diffused over and into the tissues. 

Case. — P — , aged 21. Has suffered for a year past from photx)- 
phobia, suffusion, and smarting of the eyes. Has ulcei*ation of cornea 
and conjunctiva covered with granulations. Treatment : cataphoresis, 
copper electrode 3 ma. 

July 24th. — Much better; no pain; less photophobia, &c. Treat- 
ment with the copper electrode 10 ma., two to three minutes. 

July 26th. — (Edema of eyelids quite gone; coiiiea clear. Repeat 
treatment. 

July 31st. — After fourth treatment nearly well. 

Two further treatments given, and nothing more than a slight red- 
ness of conjunctiva. (Walk Morton.) 

Metallic foreign bodies in the eye, — An electro-magnet is 
made with several detachable points for the removal of small 
. pieces of iron and steel lying loose in the interior of the eye. 
Selecting a suitable point, it is screwed on and introduced 
through a small incision, and the particle if not firmly em- 
bedded in the tissues may be withdrawn. A few cells of any 
kind are sufficient to excite the electro-magnet, and this 
should be done by closing the circuit after the magnet is in 
position. 

Ozsena, — Adopting the view that ozaBna is caused by a Nose and 
special micro-organism (bacillus mucosa ozaena^), and putting 
aside other causes of foetid discharge, such as necrosed 
bone, &c., and in view of the proved microbicidal action of 
oxychloride of copper, it is reasonable to expect good 
results from cupric electrolysis. At a meeting of Belgian 
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Utryi\^itUi^\H\.H tiiul otolof^iHtH in 1895, Cheval announced 
Mm I'iirn lit ii Hiii^ln .fitting of 91 per cent, of the cases 
of o/.iniiii (nMitod in this way. There is required for the 
n|ioni(.ion : (I) a ^ood conHtant current supply^ (2) a 
rnliiil)|i« niiIlianipt^ri»niotor ; (3) a rheostat, or a cell-col- 
hu'tor taking ti]) ono coll at a time; (4) partially insulated 
niHMlh^M. T\w copptM' noodle (positive) is pushed into the 
niuooiiH nioinhrano of tho middle turbinated bone and a steel 
noo«lh» into tho muoous mombrane of the inferior turbinated 
bono of (ho namo sido. If the monopolar method be adopted, 
tlio posit ivo. ♦, f\ tho ooppor noodle, is used in the same way as 
wbovo, but tho nojrativo or indifferent pole is represented 
by a lnr^* tiat olootivdo plaoiHl upon the arm, the sternum, 
\M* tho nook, OurrtMit omploviHi, 18 to 20 ma. for ten minutes, 
up t\^ JU> wxws for tifioou miuutos, aivording to the gravity of 
tho ortso* Tho oir\ndrttiou of warm air thnnigh the nostril has 
Ihmm\ addod t\» tho aln^Yo motluni in iho trt^atment of ozaena 
>^ilh ouooun^^riuj* rt^sults. 

,V',*'>>»;#V,- -^rho rt^laxation and tumofaotion of the mucous 
i«o«;br^uo %^tlon oausos it u^ Kvomo hyjvnosthoiio, and a con- 
\V,t*,x^v, ot ;io«!o \vrv5a tuav so:v,o::ir.oii !o**v^w on sMchi exoitinsr 
^\^v,M^s l'S\i;*.v,ov,! tho !?;»! s:do v^t A oauierv knife at 
o^ovvx h>v^\ o\x*r :ho r\xU;VxdAr,: ivr::ov, v^f tr.e n:enbrane 

k « k s > •> 
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cases^ there is electrolysis of the metal, and cataphoretic 
transfer of the newly-formed substance into the tissues. 

Paralysis of the larynx, — The treatment may be per- 
cutaneous or laryngeal. For the first a double electrode is 
used, placed over the larynx and attached to one pole ; the 
other electrode is put in the usual position below the back of 
the neck. For internal applications it is necessary to be 
accustomed to the use of the laryngoscope. The induced 
current is used. In very recent cases galvanic currents per- 
cutaneously applied are often useful, one electrode being over 
the larynx, the other at the back of the neck. It is a matter 
of experience that the singing voice can be improved by the 
latter method. 

Nervous aphonia. — Static sparks are usually effective. 
Ten or twelve sittings may be necessary. Farad ic brush to 
the nape of neck sometimes effective. 

Tinnitus, — Select two small, well-padded electrodes, each The ear, 
2 cm. in diameter, to form a divided anode ; apply one to 
each ear just in front of tragus. The cathode is a large 
electrode applied to back of neck. The current is slowly 
raised to 5 ma. Duration ten minutes. A current of even 
8 ma. may sometimes be used, i, e, four to each ear as the 
anode is divided. The anode usually diminishes the tinnitus, 
and the cathode increases it. Sometimes the reverse occurs. 
If no improvement follow either method of application, after 
one or two sittings, it is useless to persevere. 

Eustachian obstruction, — See Strictures. 

Ankurism 

The scanty literature of the treatment of aneurism by 
electro-puncture goes back to Pravaz (1838), Peterkin (1845), 
Ciniselli (1870) ; and more recently Tripier deals with the 
subject, as do a few scattered articles in the weekly medical 
papers.* Ciniselli has collected twenty-three cases, six of 

* 'Brit. Med. Jourii./ 1890, vol. i, p. 1276. 
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which recovered. He seems to have operated sometimes 
with one needle in the sac, sometimes with both. Tripier 
advocates the insertion of the positive needle only, on account 
of its property of coagulating albumen. It seems difficult 
to know how far the coagulating action of the needle intro- 
duced into an aneurism may be mechanical and how far the 
coagulation is electrolytic (chemical). In Ciniselli's cases 
it is not easy to arrive at the intensities employed. In some 
cases twenty to forty cells seem to have been used from ten 
to thirty minutes. 

Dr. Stewart* reports good results by continuous current 
through gold wire introduced into the sac. The method is 
as follows : A fine coiled wire (gold, silver, or platinum) 
is used, previously so drawn that it may be readily passed 
through a thoroughly insulated needle of somewhat larger 
calibre than the wire. The amount of wire requires judg- 
ment. Dr. Stewart's figures for a globular sac are as follows : 
Sac 3 inches in diameter, wire 3 to 5 feet ; for a sac 5 
inches in diameter, 8 to 10 feet. Anode should always be the 
active electrode, the negative being a clay pad upon the 
abdomen. The current may reach 80 ma., using, perhaps, 20 
to 50 during the first ten minutes, 70 in twenty minutes, and 
80 in thirty minutes. Duration half an hour to one hour and 
a quarter. About a dozen cases are given ; one is the fol- 
lowing : 

Case. — Aneurism at junction of transverse and descending^ portion 
of aorta. Nine feet of gold wire used. Current quickly run up to 70 
ma. Duration one hour. At end of forty- eight hours bruit gone and 
pulsation lessened. At the end of a month pulsation had disappeared. 
The patient shortly afterwards left the hospital in good health. 

The present writer has no personal experience of this or 
of any other electrical method of treating aneurism. 

* * Philftdelphitt Med. Journ.' 



CHAPTER VII 
Diseases of Women 

This chapter follows with intentional closeness the descrip- 
tions of W. W. Massey, of Philadelphia, and his book, ^ Con- 
servative Gynaecology/ cannot be too strongly recommended 
to those who wish to study the electro-therapeutics of this 
subject. 

Clinical varieties, — A fibroid tumour grows from one or 1. Uterine 
more matrices within the tissue of the uterine wall, pressing myomas. 
the normal uterine stroma before it, and tends to develop 
most in the direction of least resistance. If this centre of 
growth appears about the middle of the uterine wall, an 
equable enlargement of that portion of the uterus results, 
the unaffected tissues being displaced in all directions, giving 
rise to the most common clinical variety, known as the intra- 
mural tumour. If the centre of growth be nearer the mucous 
membrane than the peritoneal covering, it will in time project 
more or less into the uterine cavity, forming the submucous 
variety; and this may still further project into the cavity 
and, becoming pedunculated, form a fibroid '' polyp." If, on 
the other hand, the centre of growth be nearer the peritoneal 
surface, it will again follow the lines of least resistance, and 
by projecting into the peritoneal cavity become subperitoneal, 
or, by a complete emergence, become pedunculated. (Massey.) 

The object of treatment is to produce a symptomatic cure, 
t. e. relief of pain and hu}niorrliage, as well as to relievi* 
pressure symptoms and induce shrinkage of the tumour 
throughout. There is some misapprehension about the effects 
to be expected. The operator will be wise to aim, not at 
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producing a physical electro-chemical decomposition of the 
tumour — this would be followed by the undesirable formation 
of a sloughing mass — but by the use of milder currents to 
bring about a general shrinkage of the tumour. In the 
latter case the changes are of a trophic nature ; currents of 
sufficient volume traversing the tumour cause " an inhibition 
of proliferating power of the abnormal cells/' followed by 
quickened tissue waste and absorption through the lymphatics 
and veins. There is at the same time a trophic stimulation 
of the healthy surrounding tissues (Massey). If the direct 
action of the positive pole be desired, as, for instance, 
in dealing with a " hajmorrhagic tendency,*' a platinum 
or carbon electrode must be used. For this intra- 
uterine electrode Apostoli uses a sound covered with a 
sheath of hard rubber, this sheath insulating the metal 
to the extent desired ; or a sound-shaped platinum electrode 
insulated with shellac may be used, the bare two inches at 
the end being of platinum. It is best to protect the os and 
cervix by carrying the insulation to such a point that will 
prevent metallic contact with these parts when the instrument 
is inserted. The indifferent electrode is an ordinary' very 
large pad on the abdomen ; or if very strong currents are 
to be employed, a freshly made clay pad. This is made of 
potter's clay, kept of the consistence of soft mud by mixing 
it with water in a covered vessel. It is most comfortable if 
heated, and this may be conveniently done by stretching a 
piece of tarlatan over the vessel in which the clay is heated, 
to enable the latter to be lifted out. The clay should be 
spread one inch in thickness, and large enough to cover the 
abdomen. A ])late of lead or block tin almost as large as the 
pad, with HU attachment on it for the conducting cord, should 
then be pressed (li»vn on tlie day. 

Ojtrration, — (I ) I )orsal i)osition in a gynaecological chair or 
lying across a bed witli feot on cliairs. (2) Antiseptic flushing 
of the vagina is insisted on by some. It is of far greater im- 
portance to iiave tlio hands and instruments aseptic. (8) 



THKIIAPECTIC ELECTHIOITY 



225 



Place indifferent electrode attaclied to the desired pole on ab- 
domen, having removed sufficient clothing to prevent wetting. 

(4) Any abrasion on abdominal surface mast be covered with 
adhesive piaster or collodion, or paper smeared with vaseline, 

(5) Examine the insulation of the active electrode. {6) 
Examine cell collector or rheostat to see that the current ie 
at zero. (7) Insert active electrode. (8)- Intensity to be 
according to the indications. Slight c^ses of chronic endo- 
metritis unaccompanied by hyperplasia may be effectually 
treated by 20 to 30 ma. negittive for five minutes. If there 
be hifimorrbage use positive pole, Wlien there is a large 
intra-inural tumour, currents of 60 to 200 ma. are used. But 
currents of 30 to 50 ma, frequently repeated are often effec- 
tive. Large currents (above 30 ma.) must only be used after 
having begun with lower ones to test the tolerance of the 
patient. Diminish current or atop application if pain is 
severe. A certain strength of current is doubtless ueceRsary. 
A weak current over a long time is not equal to a strong 
current over a short time, although the electrolytic effect be 
the same. Further, even if the polar effect also be tlie same 
in the two cases, the interpolar tissue is by no means equally 
influenced. (9) Average duration of application, five minutes 
(Apostoti). (10) The current must be taken off very gradually, 

(11) Warn patient that she may have " colicky " pains for a 
dfty or two after the application, followed by some soreness. 

(12) She must rest during the remainder of the day after 
getting home. (13) If pain is severe the next day, or febrile 
condition established, it is a warning that there may exist 
some contra-iudication to electrical treatment. (14) It ia 
scarcely necessary to add that the intra-uterine electrode 
should never be inserted nntil careful investigation has been 
made as to the existence of pregnancy. Cases have been 
known where patients seem to have been deliberately reticent 
on this point. Neither should intra-uterine electrode be 
inserted during an acute inflammation of uterus or its appen- 
dages, nor any purulent lesion in pelvis, nor where ascites 

15 
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ia present (see Diagnosis, p. 132). Fibro-cystic tninoiirs or 
very soft tnyomaa are not suitable cases. (15) Repetition of 
the operatiou will depend on the kind o! fibroid and the 
intensity of imrrent; bat if well supported the operation 
may be repeated every third day. and twenty or thirty 
repetitions may be necessary. 

Amenorrhoia.- — Arrange the application of the cnrrent so 
that the abdominal and pelvic sympathetic plexus and 
lumbar enlargement of the cord lie in ite path. This can 
be effected by the patient lying on a large electrode, and 
applying a circular one with handle alternately to epigas- 
trium and liypogastrium, stabile, using 30 ma. This should 
be followed by a strong primary foradic current. In some 
cases the intra-uterine electrode negative may be applied. 
It is scarcely necessary to say that sedentary habits, deficient 
assimilation of food, and auto-inlosication from accumulating 
secretions in the alimentary' canal must have been in the first 
instance attended to. 

Scanty menstruation.' — Indifferent electrode on the abdo- 
men ; bipolar faradic currents from secondary wire to uterus 
or vagina ; or galvanic currents (10 to 20 ma. negative) in 
same situation. 

DysmenoiTheea, or menstrual flow pain.— Uenorrhalgis, 
restricting the term to painful menstruation of uterine type, 
excluding ovarian and inJammatory pain. Discarding 
mechanical theories, and regarding this as a ueuro- muscular 
phenomenon, " a nenro-myotic stoim of uterine nervous and 
muscular apparatus," abdomino-dorsal or spinal applications 
of 10 to 50 ma. are indicated. Current to be very gradually 
put on and taken off. 

Uterine dyainenorrhcea.-^hocAl treatment advisable, espe- 
cially if endometritis present. One pole continuous current, 
negative, intra-uterine when increased flow desired ; positive 
pole if endometritis ; 15 to 50 ma. may be required, and two 
to six applications. 
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Menorrhagia. — Treatment; intra-uteriue applications, 20 
ma,, positive ; followed by faradisation. 

Metrorrhagia. — Treatment: bulboas electrode, having 
active surface of 2 cm. long, and of suitable »ize, attached 
to the positive pole, carried to fundus, and current of 20 to 
80 ma., for three or four minutes. Current then turued off 
and instrument withdrawn to the extent of 2 cm., when the 
current is again turned on for three minutes. This turning 
oS of the current and partial withdrawals are repeated until 
bulb of electrode reaches internal os. Cervical cavity not 
nan ally treated. 

Bare platinum electrode introduced into cervical canal ; ^- CarvicJ 

. . n . ■ 1 1 cndometritii 

5 ma. twice a week. Perhaps six weeks treatment. underoMon. 

Chronic metritis. — Qalvanic anode intra-uterine, mild *. Chronic 
current, say 20 ma,, followed by faradism. 

Metrosalpingitis. — Vapinal application, galvanic and ^- Metro- 

. . . , «»lpiUgltlB. 

faradic. If intra-uterine application 20 ma. twice a week, 
with vagino-abdominal application at intervals. 

Chronic ovaritis. — To ascertain whether an ovarian trouble S. Chronic 
is suitable for electrical treatment or surgical openition the 
following test may be of service. If a localised bipolar 
faradic application relieves pain more or less quickly, prob- 
ably a neuralgic or congested condition scarcely inflammatory 
is present, and electrical treatment indicated. If iutra- 
nterine application of 30 ma. to 50 ma. or less, made with a 
covered electrode, aggravates pain in a very decided way, 
probably a grave inflammation of appendages is present and 
operation necessary (see Diagnosis). 

Vomitiny of pTegnancy. — Induction coil tine wire, anode 7. Vomiting 
at back of neck, cathode at epigastrium, avoid uterine " P'^e"" V- 
region (see Diseases of Alimentary Canal]. 

Slow labour may be hastened, atony of uterus corrected, B. Slow 
post-partnm hramorrhage controlled, inertia of uterus during 
labour overcome by use of faradic currents. Apply 
electrodes about the size of the palm of the hand on 
either side of the fundus near the umbilicas, and turn on a 
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0. Post- 

partam 

hemorrhage. 



10. Sub- 
involution. 

11. Caruncle. 



vigorous coil current at the beginning of each paiu, or when 
a pain is due. 

Post'partum hsemorrhage. — Use the current of the primary 
wire with an intra-uterine electrode, the indifferent electrode 
being on the abdomen. Or the bipolar intra-uterine elec- 
trode may be used. Several forms of pocket faradic 
batteries are available for such purposes, notably those of 
Gkbiffe, of Paris. The general practitioner will find this a 
great addition to his other resources in such emergencies. 

Sub'involution, — Intra-uterine faradic applications are 
permissible in early cases. 

Caruncle, — This small tumour, situated at orifice of the 
urethra, can be treated in two ways. (1) If pedunculated the 
galvano-cautery snare is passed round it and current turned 
on, having previously been cocainised in the usual way, — 
that is, by using the carbon or platinum electrode covered 
with absorbent material saturated in the solution ,- 5 to 15 ma. 
for some minutes. (2) If there be no pedicle, puncture 
with negative needle is the method employed, using 10 to 
15 ma., until the appearance of the tumour denotes its im- 
paired vitality. 



CHAPTER VIII 



Cutaneous DisEAsea 



Eczema. — The treatment of eczema is a triumph of electro- 
therapeutics. It consists simply in placing the patient on 
an insulatinfc platfcirra, attached UBually to the iiegntive pole, 
and directing towards the eczematous patches the soufBe or 
breeze from a point attached to the positive pole (see p. 62). 
The larger the output of the machine the better the result. 
Treatment ought to be every second day, duration ten 

Case.— B— , a 'Toman ugetl 29, aaffered from eczema, chief! j situated 
in the neck, and which bad resisted all forms of treatment for nine 
years. There woe thickening and induration of the skin and intense 
itching. Electroatatio treatment was commenced September 14th. 1893 ; 
dail; BittingB. SometimeH the bath was positive and the breeze nega- 
tive : sometimes the reverse. Improvement first showed itself b; a 
diminution in the itching. From the 15(,h October the negative bath 
and the positive breeze were HSed, with sittings every second day, and 
improvement became more marked. On November 2nd all the patche* 
and itching had utmost entirely disappeared. On November 16tli was 
considered cured, and when seen three weeks afterwards was well. 
(Bordier.) 

The hydro •electric bath in the hands of Gtautier aud Larat, 
and high frequency currents have also proved nseful. With 
the latter Dr. Oudin lias published some results. In applying 
the breeze from high frequency apparatus, a kind of small 
brush of fine wires is used attached to the high fre- 
quency coil, the other pole of the primary coil going to 
earth. The patient is not insulated. In acute cases the 
brush is held sufficiently distant from the skin to secure only 
the " breeze" effect. In more chronic caaea sparks of 1 to 
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2 cm. in length may be allowed to play upon the part. 
(Oudin.) 

Lupus of the face. — Electrolysis is convenient and effec- 
tive. Two platinum needles attached to the positive and 
negative pole by a battery are placed in different lupus 
centres; current 5 to 15 ma. At the end of ten to thirty 
seconds the needles are removed^ and so at one sitting a 
considerable surface can be treated. This ought to be re- 
peated every three or four days^ and the number of sittings 
may be twenty. Static and high frequency breeze useful. 

SycoaU. — The following is the method employed by 
M. Boisseau du Rocher: Ten to fifteen silver needles at- 
t^ached to the positive pole are inserted into different points ; 
indifferent electrode is below the back of the neck ; current 

3 to 4 ma. ; duration ten minutes every second day. By this 
means oxychloride of silver is formed, which is diffused into 
the tissues by the current. (Metallic electrolysis, see p. 247.) 
It may take three or four weeks and twenty to thirty sittings 
to complete the cure. 

Pniritus. — The electric breeze (see p. 62) is the remedy 
par ejtcellence for this condition. The patient is seated on 
the insulated stool attached to one pole of the machine 
and a metallic point in connection with the other pole is 
moved slowly over the affected region at a distance of from 
10 to 15 cm. Duration ten to fifteen minutes or more. 

Anaesthesia, — 1. For exploration of cutaneous sensibility 
see p. 125. The condition is due to an interruption in con« 
duct ion of the sensory nervous filaments, or weakening of 
the terminal sensory mechanism central or peripheral. The 
objects in view are first to deal with the general condition 
that induces the loss of conduction, to augment the excita* 
bility of the sensory receptive organs, to overcome resist* 
ance to the transmission of sensory impulses, to deal with 
any troubles of nutrition that lead to functional derange- 
ments in the sensory apparatus, v^ordier. See also " A 
Theory of Nervous Conduction,'^ p. 196.) 
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By fur the most eSactive remedy for anse^thesia is the 
faradic bruat, or the hydro-electric douche. 

Epilation.— TJntii the power of the X-ray to destroy the " 
papilla of the hair follicle is more completely established, 
electrolysis remains the best and only certain meana of doing 
this. Method: — A fine needle, preferably with a minute 
bulbous enlargement at the end, is attached to the negative 
pole of a constant current battery, while the patient holds 
in the hand a well-wetted sponge-electrode attached to the 
positive pole. About six to seven cells (3 or 4 ma.) are 
used, or a greater number if not recently charged. The 
negative needle is then introduced as closely as possible to 
the root of the hair and pushed down the sheath, following 
the hair to the root of the follicle, but without piercing the 
latter. Then the patient is directed to squeeze the sponge 
and the current is completed, as shown by a little bubbling 
of gas where the needle enters. This is allowed to continue 
for five or ten seconds, when the patient is directed to loose 
bis hold of the sponge, or the current is broken at the in- 
terrupting handle, and the needle is withdrawn. The hair 
may then be easily removed by flat-pointed epilation forceps ; 
if it does not come away without plucking it, it is better left 
alone for treatment on a future occasion. Sterilisation of 
the needle before insertion by heating to redness is a proper 
precaution, A number of hairs lying very close together 
should be attacked on different occasiims to prevent undue 
scarring. A large growth of fine downy hairs on the upper 
lip of a woman is not, as a rule, suitable for treatment by 
electrolysis. 

Triehianis. — Troublesome eyelashes can be removed by 
the above method, using cocaine freely if necessary, 

Nmoua. — When treatment by the knife is practicable Vuenl 
electrolysis should not be used. The sooner after birth that 
electrical treatment is carried out the better. The needlee 
may be alternately positive and negative, or all attached to 
one pole, and an ordinary pad electrode used for the other 
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pole. Current varies up to 30 milliampdres. Duration of 
electrolysis^ six to seven minutes. Current must be gpradnally 
lowered to sero before withdrawing needles. -Chloroform. 

Port icine mark. — ^In this form of vascnlar nsdvns the 
object aimed at is to secure occlusion of the capillaries, 
and a series of small white cicatrices instead of the dis- 
figuring colour of the naavus. In this case the active (nega- 
tive) electrode consists of a number of needle points attached 
to a disc, so that many punctures may be made simultaneously ; 
or only a single needle may be used. The current is 
cautiously turned on and carefully regulated, 2 to 3 ma. 
to each needle. Operations repeated at three weeks interval. 
Operation painful, and the use of anaesthetics presents the 
advantage of making it possible to pi*olong the duration of 
the seance, and so render a smaller number of applications 
necessary. The needles should be insulated excepting at the 
point, and according to the thickness of the nsDvus. 

In all nsevi the pole selected will vary with the \ascularity, 
extent, and prominence of the nsDvus. The positive pole would 
be used in naavi containing large sanguineous cavities, or 
bleeding and erectile. For flat spots some of the needles may 
be negative and some positive ; 30 ma. may be used, and an 
operation of a quarter of an hour will be sufficient to deal 
with an area of 140 cm. The needles are left long enough 
in one place (a little over half a minute) to produce a small 
subcutaneous eschar ; they are then shifted a little, and the 
whole surface is dealt with by a series of such eschars very 
near each other. 

Redne^fs of the nose. — The bluish-red colour that is espeei- 
ally noticeable on coming from the cold into a warm room is 
sometimes a most annoying condition. Both poles of the 
battery are used on the part, labile. The strength of ciment 
will vary according to circumstances, but it should not be 
increased to the full toleration of the patient* A con&idei^ 
able number of applications are necessary. 

MoU;i and MMrt#. — Place the indifferent electrode pc6ttiv<a 
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in the Deighbourhood of the wart. A needle of steel or other 
metal is attached to the negative pole and, according to the 
size and shape of the growth, is inserted across its middle or 
just above its base, parallel to the surface of the skin, and 
the current brought to 4 or 5 milliamperes. The current is 
allowed to flow till the colour of the wart changes, i. e. until 
tissue disintegration takes place, and the wart looks like a 
vesicle of herpes. When this has occurred the current ia 
brought to zero. Time required generally two or three 
minates for each wart. In a week to a fortnight the wart 
disappears, leaving no cicatrix. A local anaesthetic may be 
used in the shape of chloride of ethyl or cocaine cataphoresia. 
Another method is to attach both poles to sharp needles, and 
transfix the growth by the needles inserted parallel to the 
skin. 



CHAPTER IX 

Strictures — The Ctstoscopk — The Urethroscope — The 
Lartvgoscops — The Vaginal Speculcii 

8iHctiirt«. ij; iiip treatment of stricture it is the dilating and 

softening effect of the negative pole that is songht. 

Stricture of urethra. — Having ascertained position ot 
stricture in the usual way, (1) place the patient in dorsal 
position ; (2) large indifferent electrode attached to 
positive pole is placed on abdomen or back ; (3) use 
whalebone bougie with an olive-shaped head of suitable 
size : (4) let current be increased very slowly until slight 
pricking sensation is felt by patient. The current will be 
3, 4, or 5 milliamp^res ; in the female urethra rather more. 
Keeping the instrument in touch with the stricture, it will 
be found that the former slowly advances and passes through. 
When this is felt to vvcur the current is slowly turned off, 
aud then« and not until then, the bougie is withdrawn. 
The o{.H^rativ»n may take only five minuter. In one or two 
week^ repeat the operation with a larger bougie. Weak 
cum?n::?, considerable interrals, and no forc^? are the mles^ 
If it :s found after fifceen minutes or so chat the instrument 
does rot pass, the attempt had better be discontinued and 
deferred for » week. Pain should never occur in thrs form 

of electroUsi*. In intiammatonr condicioos electrolv^ is 

« • % 

not suitable. For ordiaarv stricture the size of the bouiarte 
should be sHghtly larger than tke scrivrcure. 

The requiremects for the operatioa aure the usual bobttenr, 
coiiduvrtiag coeds, mrriampepemeter. cell collector or rheostat. 
and bouj^es ^ boule, asserted case. Dr. Robi^rii Xewmax. of 
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New York, has been chiefly instrumental in bringing this 
method forward, and has had excellent results. 

Stricture of rectum, — Treatment aim ilar to nrethral stric- 
ture, excepting that rectal electrodes are used with metal ends, 
flat or ovoid, sizes varying from a quarter of an inch to one 
inch in length, and one inch to three inches in circumference. 
Indifferent electrode is often most conveniently plnced in the 
patient's hand. Currents may be 5 to 1.5 ma. Should there 
be evidence of mnlignancy, zinc electrode amalgaioated with 
mercury may be useful, positive pole being employed. 

Eustachian ohstrurtion. — A large flat electrode positive is 
applied to back of neck. The Eustachian catheter is passed 
along the nostril and guided into the tube. A bougie 
{negative pole) is' passed along the catheter and Eustachian 
canal until it meets obstruction. The current is then 
gradually turned on up to 4 milliamperes, for about four 
minutes. 

Lachrymul obstruction (stricture of canaliculas and duct) . — 
Indifferent electrode positive, in convenient situation, probe 
negative, 2 to 4 ma. used. 

Stricture of ossophagus. — Progressive electrolytic dilation 
with olive-sliaped electrodes and feeble currents, as in the 
method of Newman for urethral stricture, has been tried in 
stricture of Oisophagus, it is said, with good results. 

Orchitis. — The positive electrode is placed under the Orcbitit. 
affected testicle, the negative upon the spermatic cord, 
current 6 to 8 ma,, which can be raised to 2U ma. if tlie 
electrodes are rather large. Treatment twice daily ; dura- 
tion, ten minutes. In chronic cases it is advisable to moisten 
the electrodes with solution of iodide of potassium and place 
them in front and behind the affected part. (Duboc.) 

The cystoscope. — This consists of a tube with a bend at Thecyrto. 
the end, in which, protected by a rock crystal window, there "™P*' 
is a lamp. At the concavity of the bend there is a prism 
which enables a considerable amount of the bladder surface 
to be seen. At the back of the bend there is a simple glass 
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Opening whicli enables the posterior wall nnd base of the 
bladder to be seen. No. 2i French gauge is a convenient size. 

For cyatoscopic examination the bladder should contain 
five to eight ounces of clear water. Appearances will vary 
with the distance of the prism from the bladder wall. At 
5 mm. it magnifies, at 20 mm. diminishes. The best dis- 
tance is 10 to lb mm. For practice with this instrument 
a dummy bladder is made. Cystoacope lamps take about 
8 volts and 1| amperes. 

The urethroscope. — By means of this instrument a long 
cana), such as the urethra, can be lieen throughout ita length, 
and by the aid of a cotton holder it is also possible to make 
an applicntion to the exact epot. It is necessary to have 
tubes of various .sizes to adupt to the instrument. An 
inflating arrangement is also supplied with the instrument. 
Tubes and funnels of different diameter can be screwed on 
for the illumination of the ear and nose. Lamps require 
about 9 volts and '75 ampere. 

The laryngoscope has a amall electric tamp placed in front 
of the mirror. 

The vaginal speculum is also fitted with a small incan- 
descent lamp ; 7 volts and 1 ampere. 

A useful forehead lamp is mounted on a steel band ; it 
requires 8 volts and I ampere. 

Surgery owes something to electricity for the electric 
ppobo. The idea of using electricity for the detection of 
bullets embedded in the tissue seems to have originated 
with Professor Favre of Marseilles in 1862 ; but electrical 
exploration has not always proved a success. In the case 
of President Garfield an attempt was made to localise the 
bullet by means of the induction balance ; but this was not 
successful owing, it was stated, to the unsuspected presence 
of some metallic substance about the patient's bed. In the 
case of Garibaldi it was not an electric but a porcelain 
probe which eventually decided the difference of opinion be- 
tween the English and the French surgeon (Nelaton) in 
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favoar of the latter. The bullet waa found to lie between 
the tarsal bones, and was successfally extracted. It was 
de Wilde, a civil engineer, who {1872) Brst proposed the use 
of the electric bell as a signal of a metallic body in the 
tissues. An improvement on this ia the telephone probe : 
its action depends on the difference of potential between two 
different metala, and npon the delicacy with which the tele- 
phone will disclose an electric current so engendered, A 
thin sheet of pure silver is placed upon an indifferent part 
of the body and attached by means of a wire having a tele- 




Kia. 90.— Tlie telephone probe. 



phone in circuit to a silver probe or heavily plated explor- 
ing needle. If the probe be inserted into the tisanes the 
telephone is silent becaase there is no difference of potential 
that the telephone will register; but immediately a metallic 
body other than silver is touched there is a fall of potential, 
a current is produced, and the telephone indicates the fact. 
Used to verify the localisation of foreign metallic bodies 
whose presence has been shown by radiography, this probe 
is a strikingly effective device,* 

* Sm paper by tliv Antbor, ' Electric^ Review,' Norembtr 12tli, 1897. 



CHAPTER X 

Cataphokesis 

HUlorlcAl In 1807 Kouss demonstrated the electrical transfer of 

liquids tlm>ugh a porous septum. In ' The Annals of 
Philosophy/ 1817, Porrett showed that when a galvanic 
currout is conducted thix>ugh the livings fresh, sarcous sub- 
stnuoo, the contents of the muscular fibre exhibit a stream- 
ing movement frv>m the positive towards the negative 
polo (a« in all fluids), so that the fibre swells at the 
nogiitivo pole. The same thing, or something very 
Hko it, has Ihh^u known, described, and discussed under 
umny diflPertMit names ; ** electric endosmose/* *' electro- 
oapillary phonomona,** " electro-vection/' " electro-filtra- 
tion/* ••aUiHial and cathodal diflfusiv^n/' In 1833 Fabre 
l\ii)apniit sugjit^tod the introduction of potassium iodide 
thnni|?h the skin by this moans. In l$4o Xapier read a 
jvfiivr on the subject before the Chemical Society, and after 
him nvunv oWervers^ not^blv Wiederman, Frennd, and 
HolniholtJt. have studio^l it^ phenomena and annoanced its 
laws. In 1n>5 ^xvunxni the wx»lUknown ir-cideiit related by 
Yorctxo^ the Oiootiv^-tvater of Havaxuu Havinc aocidentallT 
jNlaoe^l hi* h*rd in a bath preparoo for ejeotro-piaiinsr^ lie 
ts>«K>fHi a ir.ota^Mo ov>al;nc or, the ne^tiv^ ejemrcoe. He had 
at the tiiTie ar* obstinate nuVT on his hax^d. cashed bv liis 
kavir.jT t^>r«q«or.t^y to oip the latt^eT into J^^MtttJons of craside 
ar^iJ r,".trfct^ of scVor ar.*? }^^\i> ^v«i aft^^r the abkT* ixc«i^ 
rc^Ts"^ t>je «KVT Voai^^ arvd -tt wasi ocjEi^aenPNa t>jit tie mettl 
JwiT'^T.c b^i^t: trwniC^prroa :>03a ike ;c i^-^w h*^ f oc*a>esi tie cmvisit 

^^^jjccV^ft a rc-.viw* I'C -ijiiscir^ as^x^k^^soa Vt :na7ccicica» 
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anodynes, and electricity, which he called " voltaic narco- 
tism." Unfortunately, however, and now it would appear 
on evidence altogether iuaufBcient, he abandoned hia posi- 
tion. During quite recent yeara in Europe and still more 
iu America the subject has excited renewed interest. In 
1873 Professor Hermann Munb published a paper on the cata- 
phoric changes of porous moist bodies, and on the galvanic 
introduction of various fluids into an intact living organisui.* 
In 18S4 Erb, Lewandowski, Boccalarij and others introduced 
medicinal substances into the body through the unbroken 
skin, and showed their presence in the urine and saliva. 
In 1886 Wagner t suggested the introduction of cocaine by 
the galvanic current, and in the same year Dr. Morton of 
New York turned his attention to the subject, aud has 
steadily pursued it ever since. Attempts were made by 
Lewandowski, Lonibroso, and others, to introduce chloroform 
in this way, hut with indifferent success, due partly to the 
high electrical resistance of the chloroform and partly to 
the fact that dermatitis sometimes resulted. During 1888 
and 1889 Dr. F. Peterson of New York proved that "current 
and cocaine together" will produce aneesthesia, and this 
only if the cocaine be placed at the positive pole. In 1889 
Mr. Newmau Lawrence and Dr. Harris read a paper on 
" Cataphoric Medication " before the Society of Arts, aud 
Dr. Cagney brought the same subject before the Uarveian 
Society. In 1890, at the Berlin International Congress, Mr. 
Edison read a paper in which he described the following 
experiment : — Two jars were arranged, one containing a 
5 per cent, solution of lithium chloride with the positive 
polo in it ; the other, a solution of common salt, contained 
the negative pole. One hand was placed in each jar, and a 
current of 5 ma. was passed for two hours a day for ten 
days. The urine collected showed distinctly the presence 
of lithium. In 1891 Morton described " aniemic cat^ 
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phoresis ** in the ' New York Medical Journal/ His method 
was to out off the blood-stream by au Esmarch bandage 
suitably applied to the part under treatment^ thereby 
limiting the application to the area for which it is in- 
tended. In 1892 an interesting and instructive discussion 
took place at a meeting of the American Electro-therapeutic 
Association^ when the subject was ably dealt with by Mr. 
Kenelly and others. Gartner and Ehrman^ by adding 
bichloride of mercury to an ordinary hydro-electric bath, 
through which a current of 100 ma. was passing, claim to 
have obtained the specific effect of the drag. In 1894 Dr. 
Morton read a paper before the American Blectro*therapeutic 
Association on '' Electric Medicamental Diffusion.'^ In 1896 
the same author described '^ electro-guaiacol-cocaine ansds- 
thesia/' and demonstrated the usefulness of cataphoresis in 
dentiil surgery for aussthetisation of the gums, the treat- 
ment of sensitive dentine, bleaching of teeth, and sterilisa- 
tion of the pulp cavity. In 1897 Fubini and Pierini, of Pisa, 
discussed the subject, and detailed much experimental work 
that will skortlv be referred to. 
ttwoiy* Electrol^fi^ and cataphoresis distinct phenomena. — ^The 

principles of electrolysis and cataphoresis have been to 
some extent dealt with at pp. 98, 99, 100. It has been ex- 
plained that in electrolysis an electric double current is set 
ap^ the tv>sitire seeking element, the anion, going in one 
diivciion; the negative seeking, the kation, going in the other 
dire>ction. It mav be added that Koblrausch discovered that 
each atom has it$ own rai^ of motion in a given liquid. 
This appears in the following table : 

Spoed of atoms when unr^ by 1 volt tv^ the lineal centi- 
*>f eieorivlvte : 

Hydn^j>en travels at ln>SO cm. I'ler hocir, 
Porassinm •, 0*50o .^ .* 

Sodium ,, '9ii> „ ,, 

LitV.inm „ i>OvH ,, ,, 
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The facts of electrolysis do not seem adequate to account 
for tlie phenomena of cataphoresis^ and it has been explained 
(at p. 100) that cataphoresis^ or the mechanical transference 
of substances by means of the current (and usually in the 
direction of the current), is a property of the current coincident 
with electrolysis but not dependent on electrolysis, excepting 
so far as the latter is necessary to secure the passage of ^ 
current. In other words, the current once established allows 
the propulsion of undiasociated molecules along with it. 

From the medical standpoint cataphoresis presents itself Medical uses, 
under three heads : (1) The administration of medicinal 
substance by transference through the unbroken skin. (2) 
The streaming movement of the fluids of the tissues from 
one part to another under the directive action of a. current, 
a phenomenon which must take, place in every application 
of a continuous current to the body. (3) Metallic electrolysis. 
This combines two processes ; the first refers to the electro- 
lytic action at the positive pole, the electrode when metallic 
and not of platinum being itself attacked, and an oxychloride 
of the metal being formed, which (secondly) is driven on into 
the tissues under the directive (cataphoric) influence of the 
ourrent. 

1. The introduction of drugs into the hodij through the un- " Cataphoretic 
injured skin. — It has been shown by Fubini and Pierini, of 
Pisa, that for the introduction of e-ome substances into the 
body it is necessary to have one direction of the current, for 
the introduction of others the opposite direction. The iodine 
of pot. iod., the salicylic acid of sodium salicylate and of 
lithium salicylate, and the arsenious acid of arsenite of pot. 
penetrate the organism when the negative pole is in the 
•aqueous solution of these salts. The strychnia of strych. 
nit., the atropine of atrop. sulph., the quinine of quin. 
hydrochl., the cocaine of cocaiu hydrochl., the lithium of 
lith. salicyl. pass into the body when the positive pole is in 
the aqueous solution of such salts. Experimenting upon a 
piece of exsected muscle with 80 ma., Labntut succeeded 

16 
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in passing -fij of the dissolved drug into the muscle within 
an hour. 

Meissner has lately studied the subject, and the conclu- 
sions he arrives at are as follows : (1) Cataphoresis will 
take place from the positive pole only ; (2) the electrode 
liquid roust be a better conductor than the liquid within the 
tissues ; (3) the current must be reversed every five minutes ; 
(this is because the '^ secondary internal resistance/' due 
to the drying up or " choking'* at the anode, becomes 
so great that it prevents a continuation of the process) ; 
therefore (4) both electrodes must be moistened with the 
liquid to be introduced and the current reversed at intervals ; 
(5) both electrodes must be placed as close to each other as 
possible. He uses as an electrode a shallow cylinder of 
vulcanite (Fig. 91) 3 cm. in diameter; this is divided by 




FiO. 91.^Ciitapboretic electrode. (Meissner.) 

a partition of the same material and the cylinder is closed 
at one end. Through this closed end pass the conducting^ 
wires terminating in binding screws. The two chambers 
thus made are filled with sponge or some suitable material 
which is impregnated with the liquid to be introduced. To 
save the trouble of reversing the current a clock-work 
arrangement is used which does this automatically every 
five minutes. This used with the alH>ve-described elec- 
tr^nle the present writer has found oonrenient and effective. 
It* interior mechanism is shown in the following figure 
vFig. 9:i\ 

The following are amonc^t the manv drucs that mav be 
used oatiiphoreiicariv : 

Ether, chloroforn:, aconite, strvohnia, hvdroohiorate of 
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encaine, hydrochl. of cocaine, guaiacol, pilocarpine^ 
menthol, strychnine, helleborine, pot. iod., aqueoDS solution 




Fia. 92. — ADtomktic enrrent reverwr for cRtaphoruii. (Meinner.) 
The current eaten at C, pauei through Z', and from it to S, 
thence to J*, returning to Jf, thenee pauing throagh A and 
Z and from tbii to O, thence returning to the battery. If 
noi* vre imagine fire raioatei to bave eUiwed the band will 
bave reaclied the potttion indicated by the dotted lines. 
The current coming from e now paasei through Z' to M, 
tbence through a to A and on to Jf and back to P; from 
J> thiongb £ to Z, aud throagli O back to the battery. 
Thus the current hw been revened, and thii nill occnr 
ever; five minntea on tbe nppamtiu being pat into action. 

of iodine, bichloride of mercury, salicylic acid, salol, anti- 
pyrine, carbolic acid, pyrozoue, nitrate of silver, chloride of 
sodium, chloride of zinc, &c. 

Tbe process may be carried out by means of electrodes 
covered with blottiug-paper or other absorbent material 
apjnied to the skin, or by immersing parts of the body in 
medicated solutions, or by the general hydro-electric bath. 
Ab an example, take the localised application of cocaine. 

To apply cocaine locally soak the positive pole covered with Cocaine 
some absorbent material in a four to a twenty per cent, solution *'"' ' 
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of cocai&e hydrochlor., and let the negative electrode of large 
size be applied to some other part of the body ; use, say, 10 to 
15 ma. for ten minutes to half aa honr. Here the cocaine, 
taking the place of the alkali of the salt, passes from positive 
to negative electrolytically, according to the well-known law 
of the migration of the ions. At the same time a mechanical 
transference of the fluid takes place in the direction of the 
curreot — electric osmosis — and this as already pointed out, 
is perhaps the chief agent in the process. 

Gataphoresis is more easily and effectively carried out by 
means of special electrodes. Fig. 93 is one of many such 



D=c: 



devised by Dr. Morton. It shows a metallic disc half an 
inch in diameter, perforated with a number of holes, with a 
reservoir at the back to hold a supply of Said ; the latter, 
trickling down, keeps moiat the small piece of blotting-paper 
which covers the metal disc* These discs vary, of course, 
in size ; some may be six inches in diameter. Dr. Morton 
has constructed electrodes for the nose, ear, vagina, and for 



CaUapaabU 
nibbA-bU^ 




* ll U foaod itai»K«uiTy to driil the bo]«t quite timnfb. On* eighth of 
1 ineli in depth U lalEcieat. A large nninber ot tlwM AifmnaoM hold in 
aarre • lat^ unoiiDt of Said. 
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use in casea of skin diseases. Fig. 94, taken from Dr. 
Morton's book, shows an electrode for cataphoretic applica- 
tions to the uterus and appendages. " It consists of a long, 
hollow tube with a perforated nozzle on the end, and 
a collapsing rubber bulb near this nozzle. Ordinarily 
the bulb is collapsed, and can readily be introduced 
into the vagina. If the inflating bulb is attached to the 
central stem at the right, nnd a slight pressure exercised, 
the bulb in the vagina is more or less inflated and acts as a 
perfect stopper. Medicated solutions can then be intro- 
duced into the vagina from a fountain syringe, and the 
cnrrent being turned on at the connecter shown at the right, 
passes through a wire or rod to the inside of the nozzle 
where it is effective upon the solution electrode or medicated 
solution inside the vagina." The fluid can afterwards be 
withdrawn through a valve shown in the drawing. The 
local hydro-electric bath is a conveuient way of securing 
" medicamental diffusion," tubs or other vessels being used 
for the feet and legs and basins or jars for the hands and 
arms. In the vessel containing the medicated solution the 
positive pole (carbon) is placed. (See Hydro-electric Bath.) 
In skin disease, syphilis, and such conditions as are usually 
treated by iodine, the cataphoretic application of potassium, 
sodium, or lithium iodide is useful. Articular affections of 
a gouty or rheumtttic character can be effectively treated by 
this means. The following is a case of Dr. Morton's : — 



Gabb. — April 13tb, Mis. S. A. A — , mt, 45, goatj VnuckleB, de- 
formed; pain of ten years' duration. Bubber umbrella ringB were 
paaaed over the fingers to cat off the circulation (like an GBinaroli's 
bandage), thus causing tlte solution to act only on that part of the 
body for which it is intended. The fingers were then dipped up to the 
level of the rings in a solution of bromide of lithium; poaitiTe 
electrode 5 ma. for fifteen minutee in ihe water. Great relief for 
twenty-four IrourB. April 30th, May 3rd, 5th, and 7th same treat- 
ment, but on May 5tli a saturated solution of piperazine was placed 
upon blotting-paper, wrapped about the distal joint of the index 
finger (the joint most affected), and a piece of platinum foil wrapped 
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about the blotting-paper as a positive electrode ; 10 ma. ten minutes. 
May 9th. — Joint better, softer, smaller. June 2nd, lithium and 
piperazine treatment continued until this date, when tetra ethyl 
ammonia, a few drops on blotting-paper, was substituted for pipeiTu 
zine. Knuckles now show scarcely any trace of enlargement. 

The chloride^ benzoate^ and citrate of lithium are all very 
soluble salts^ and may be used with the positive pole in the 
above manner. The mercurial salts and aqueous solution 
of iodine are suitable. For the application oE anaesthetics, 
astringents, or antiseptics, and in treatment of the upper air 
passages, &c., the method will be found useful. (Morton.) 

Cataphoretic local ansestheaia. — With an electrode one inch 

in diameter, a current of 8 to 10 ma., and an 8 per cent. 

solution, ten minutes is required to produce anaesthesia. 

The combination of guiacol with cocaine is more convenient 

and effective : — 

Guaiacol (pure) ... 2j. 

Cocaine Hydrochl. g^*. vj. (Morton.) 

The strength of the solution may be increased to SO per 
cent. 



Case. — December 3rd, Mr. D. T), S — . Lupus ; ulceration involving 
angle of mouth over an area of two inches. Also separate nodule, 
size of bean, on lower lip. Three applications of guaiacol-oocaine, 
8 per cent, solution, 1 inch electrode, 4 ma., five minutes ; profound 
local ansDsthesia. Entire area treated with copper bulbs, half an inch 
long and a third of an inch wide, positive pole, three applications. 
Complete cure. 

In the absence of special electrodes, any flat nickel-plated 
electrode, covered with blotting-paper to absorb the medi- 
cated solution, may be used. For convenience, and in some 
measure to ensure accuracy of dose, cataphoretic discs are 
prepared, e. g. menthol, 2 gr. ; helleborine, -^ gr. ; strych- 
ninae nit., -^ gr. ; iodol, 2 gr. ; corrosive sublimate, J gr. ; 
cocaine hydrochl., ^ gr. ; aconitine, ^ gr. ; pot. iod., 4 gr. ; 
lithium chloride, 4 gr. The object of using large electrodes 
such as baths, local or general, is to secure, not a greater 
extent of mere surface, but a larger number of pores or 
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channels^ as well as to obtain the advantage of .being able 
to use a large current, yet not too dense for easy tolerance. 
It may be repeated that the amount of material transferred 
is in proportion to the number of pores or channels, as well 
as to the intensity of current and the " resistivity *' of the 
solution. 

The *' streaming movement " of the fluids under the Porwt'g 
directing influence of the current (Porret's phenomenon) is ^ *"^™ 
probably a factor in the different physiological effects of the 
two poles of a continuous current, but what share it takes 
in producing these effects is not definitely known. 

" Metallic '' electrolysis. — The object of this form of cata- Metallic op 
phoresis is to secure, not so much an electrolytic effect on electrolysis, 
the tissues, as the electrolytic dissolving of the electrode 
itself, and the diffusion of the newly-formed salt into the 
tissues. For example, if a copper electrode be used the 
metal is oxidised and chlorine is evolved from the decom- 
position of the tissues ; this forms with the copper a 
secondary salt, the oxy chloride of copper, which diffuses 
into and over the affected part by the cataphoretic action of 
the current. Ozasna, obstinate post- nasal catarrh, tonsillitis, 
nsBvi, lupus, sinus^ and fistula have been successfully treated 
in this way. It is to Dr. G. Gautier that we are chiefly 
indebted for this method. Its rationale rests on the follow- 
ing considerations : If electrolytic decomposition of the 
tissues of the body be effected by a non-oxidisable electrode 
such as platinum, there appears, as we know, at one of the 
poles bases and hydrogen, at the other acids and oxygen* 
The nascent bodies liberated at the electrodes act upon the 
tissues^ even cauterising the latter if the current be strong 
enough. But if the decomposition in question be effected 
by a positive electrode such as copper, which is susceptible 
to electrolytic action, there is obtained a nascent body, oxy- 
chloride of copper (CuCl 2CuO), which will act upon the 
tissues in its own way. It is such secondary electrolytic 
actions that are the great feature of metallic or " interstitial " 
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Cataphoretis 
in dentiitrj. 



electrolysis. The oxychloride of copper penetrates the 
tissues^ and its action will be the more energetic in propor- 
tion to the duration and intensity of the current^ and the 
extent of surface acted upon. Metals other than copper 
may be used as the oxidisable electrode — zinc^ iron, manga- 
nese, aluminium — but copper seems to be the most generally 
useful. These " soluble electrodes ^' are usually either in 
the form of needles or bulbs. 

Cask.— FoZZictt/ar <on«iZZt<i».— October 18th, B. G. A—, set. 15. 
Throat began to be sore two days previously; painful and swollen. 
Malaise and nausea ; tonsils enlarged, gi*e7i8h- white spots on both. 
SVea<men<. —Electric diffusion from copper electrode to every spot. 
Oct. 20th. — No more ti-oable with throat. (Morton.) 

In dentistry cataphoresis has been most successful in 
Dr. Morton's hands for ansesthetisation of the pulp, the 
treatment of sensitive dentine, and other purposes. Fig. 95 
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Fig. 97. 



Fio. 95. 



shows the tongs-shapod duplex cataphoric electrode for 
application to the gums used by Dr. Morton. He finds that 
eight minutes with an S j>er cent, guaiacol-cocaine solation. 
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diluted with half its quantity of almond oil, is suitable. For 
appHcatioD to smaller cavities the tabular perforated elec- 
trodes (Fig- 96) may be used. For larger cavities the per- 
forated electrodes shown in Fig, 97 will be found suitable. 
For sterilisatiou of tlie pulp cavity and dentine, ami the 
treatment of alveolar abscess, the hypodermic syringe 
electrode may be used. A strong aqueous solution* of per- 
oxide of hydrogen is mentioned as an agreeable antiseptic. 
This method may be also applied for bleaching teeth. 
Apply the solution by the positive electrode to the tooth 
which is to be bleached. The negalive electrode htiving 
been applied, gently tui-n on current, and before the milH- 
ampere registers the patient may complain of pain. Leaving 
the current os it is tho pain will pass away and the current 
can then be increased to '5 or 1 ma. This will serve to 
pass the pyrozone into the dentine (which is a conductor) if 
the enamel (a non-conductor) is broken at any part. Metallic 
stains cannot always be removed. t 

The catapkoretic administration of viercury has been elabo- Mercori»I 
rated by Massey. His methodisto"amalgamate" gold elec- '^''p'""'"!' 
trodes with this metal, i, e, to cause the mercury to adhere to 
the electrode surface by first dipping the latter into weak 
acid, and then into mercury. Employed as a positive pole the 
aiercury dissolves (together with probably a minute quantity 
of gold), being united with the atoms of oxygen and chlorine, 
produced at this pole by electrolysis of the tissue?, to form 
oxychlorides, which, as already said, are diffused by the 
cataphoretic procedure into the immediate neighbourhood of 
the electrode along the line of current flow. Pursuing this 
subject Dr. Massey goes on to say J that, whilst the active 

* A 25 per cent. aqaeoiM solution of pyrozone or dioxide of liydro^ti may be 
tho* prepared : — Take a glou tuho and 2 cubic cm. of pjroioue, S5 per 
cent, etlmreal solutioo, ndd h cubic c.tn. of water. Mix in the tube and place 
in an evaporstiiig diili, aiid iu three or four iiiinDtei there ii left nu active 
watery lolntinn of pjroione. (Morton.) 

f It it obvious thit catapliorcsii euppliea a inetliad of itaiiiing tissuea (lee 
Dr. Mortoii'i book). 

I ' Couaervative Gyiiiecolog;.' 
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part of sarcoma and carcinoma can be destroyed by cata- 
phorically impregnating the tumoar with nascent oxychloride 
of mercury in sui&ciently massive doses^ the cancer-holding 
tissues are not killed. He considers that the current 
carrying onwards the drug, can be made to follow the paths 
of proliferation, which , owing to the cellular nature of the 
structure, are really the lines of lowest electrical resistance. 
He considers also that the cancer tissue has less *' physio- 
logical resistance " than the other tissues, for it is found to 
lose its vitality at some distance from the electrode without 
being accompanied by necrosis of the healthy tissue. The 
mercury-coated electrode not furnishing a sufficient supply, 
it was necessary to secure a large quantity of mercury at 
the active surface of the gold. Dr. Massey therefore has 
the instrument made hollow and perforated at the active 
extremity, in order that the mercury may be injected freely 
about the active surface of the electrode. Before the 
current is turned on, a small glass syringe is used to inject 
the mercury through a soft rubber tube. The battery ought 
to have an E.M.F. of 150 volts. As the indifferent electrode, 
a lead plate is used about 12 x 50 cm. with a binding post 
for attachment to the negative pole. This plate lies over 
a thick pad, well soaked in hot water, and extending beyond 
the edges of the plate. 

Full ansBsthesia having been produced and the patient 
laid on a table, this pad is applied and pressed against the 
body, the greater part of the pad being behind the hips and 
against the thighs. With a narrow bistoury a slit should 
be made in the tumour and an electrode thrust in near its 
base. Having inserted the electrode or electrodes, mercury 
should be injected through them into the surrounding 
tiMues. The intensity of the current and the duration of the 
application must depend upon the size of the growth. Dr. 
Massey says that the current used has varied between 350 
and 1 200 ma., and the duration of the application between 
fourteen minutes and half an hour. No increase of current 
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will make up for a lack of penetration due to insui&cient 
duration. The aim is to accomplish complete results at the 
first operation^ although a second may be undertaken after a 
month. Almost immediately the current is turned on^ a 
blanching and shrinking becomes evident^ then around each 
electrode a greyish necrotic area forms. On recovery from 
the ether a certain amount of pain is felt for several days. 
This requires morphia. There is an irritation of neigh- 
bouring tissues^ but this passes away in a few days and 
freedom from pain ensues. The tumour is dressed with dry 
acetanilid powder and absorbent cotton daily. After being 
cleansed from the grey discharge and excessive mercury, 
the wound becomes clean and ready to heal by granulation 
in a fortnight to three weeks. 

The milder method is that already detailed by amalga- 
mated electrodes ; anaesthesia is not employed. In this case 
a whitish eschar forms, which becomes an extensive slough if 
strong currents are used. Currents for this purpose rarely 
exceed 50 to 80 ma. Other details as in the major method. 
The minor procedure can be used daily or as often as 
possible until a cure is efFected. It is suitable for small 
local growths and in cavities which can be seen directly, 
but it is always inferior to the more thorough operation. 

The above details with reference to ^' mercurial cata- 
phoresis '^ are taken from the writings of Dr. Massey, who 
considers that he has obtained encouraging results, and 
they are here given at some length on account of their 
interest and novelty. The present writer is not in a posi- 
tion to add his personal experiences. 



CHAPTER XI 



The Hydro-electric Bath 



ofbfttk. 



What The body^s share of current, — The first qnestion is this : — 

comnt does With a given current running through a given bath what 
**^ f*^***^ proportion of such current will find its way through the body 

of the immersed patient f This question may be answered 
as follows : — The patient's share of the current will vary 
with the specific resistance of the water^ t. e. its tempera- 
ture, &c., with the total Yolume of water, the Yolume and re- 
sistance of displaced water, the specific resistance of the im- 
mersed body, and the position which the latter occupies 
relatively to that of the water. But under the usual working 
conditions it will be safe to say that the average current 
passing through the body is about 25 per cent, of the total 
current running through the bath ; and that the mcunfiiiim 
current through the body is probably nearer 50 per cent., — 
that is, through the trunk ; whilst at the ankles, a part of tbe 
body which would occupy only about one fiftieth part of the 
sectional area, the current flowing might be only about four 
per cent, of the total.* 

The substance of which tbe bath is made must clearly 
not be metal. Oak or porcelain is the moait suitable 
material. Insulation must be carefullv attended to, both of 
conducting wires and waste pipe ; the latter being insulated 
from earth by a short length of rubber tubing let in near 
tlie bath ; or better by baving the discharging orifice of 
tbe batb '• overshot '' over a sink. 
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The following are suitable dimensions for the bath : — 
lengthy 140 cm. ; width at widest part^ 71 cm. ; height at 
top^ 54 cm. ; height at bottom^ 38 cm. Area of electrodes : 
anode, 462 sq. cm. ; cathode, 462 sq. cm. Sides and ends 
in both baths are perpendicular. 

The present writer advocates the use of a " cervical *' 
and '' lumbar '' electrode, the dimensions of each being 
about 25 X 15 cm. These can be used separately or to- 
gether. At the foot of the bath there will be a terminal or 
foot electrode of slightly larger dimensions than the cervical 
or lumbar. The two last named can be used as a right and 
left " lateral/' and one of them, covered by a light wooden 
framework, may at other times be utilised as a '^ guteal " 
electrode upon which the patient sits. The only further 
addition, a very useful and even necessary one, is the so- 
called ^'paddle electrode.^' By means of a long insulated 
handle such an electrode can be applied to the vicinity of 
any part of the body upon which it may be desirable to con- 
centrate the current. Suitable dimensions for this electrode 
will be 12 X 18 cm. These electrodes are all removable from 
the bath, and can be arranged as desired for each particular 
treatment. A number of fixed electrodes, several of which 
are " idle '^ during treatment is not desirable from an 
electrical point of view. Why ? Consider a cross section of 
the bath at the position occupied by the trunk, and assume 
the resistances of the body and water at that place to be each 
50 ohms (of course, they are in parallel) ; now place also in 
parallel with them an " idle '' metal electrode having a 
resistance of 1 ohm. It will be readily seen that the body 
and water are, to all intents and purposes, short-circuited, 
and that practically the whole of the current passes vid the 
"idle'' electrode. Unless, therefore, it is purposely in- 
tended to " shunt " the current past a certain portion of the 
body, no other electrodes than those actually in use should 
be allowed to remain in the bath. 

It has been proposed by Gartner to insert a partition or 
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diaphragm (through which the body of the patient passes) 
across the bath. Now^ supposing that the junction of the 
body with this partition approach the condition of a ^' water- 
tight joint '^ it is evident that practically the whole of the 
current passing through the bath must pass through that 
part of the patient's body which is in contact with the parti- 
tion, no other route being open. But it is through this par- 
ticular part of the body only that the entire current will pass. 
Is such a result desirable ? It is obvious that an arrange- 
ment of this kind represents either a disastrous concen- 
tration of current on one particular part, or an inadequate 
current for the rest of the body. 

The electric bath is correctly and conveniently spoken of 
as " monopolar *' and '^ dipolar." 

Monopolar The monopolar is that form of bath in which one electrode 

only is in the water ; the other being applied to some portion 
of the patient's body (neck, arm, hand) out of the water ; 
and this will be the point of entrance or emergence of the 
current, i, e. it will be the anode or cathode according to 
circumstances. The opposite pole is the whole of the patient's 
body in contact with the electrised water ; or, in other words, 
the water in contact with the body constitutes one huge 
electrode, adapting itself accurately to every irregularity of 
surface, and carrying a very widely diffused current. 

Dipolar bath. In the dipolar bath both electrodes are in the water, t. e. 

the current is led off from both poles of the battery, or coil, 
or current controller, direct to the water ; a current being 
thus applied to the patient's body only through the medium 
of the water. For most purposes of general electrisation 
this is the form usually preferred. 

Temperature Temperature and other points. — The temperature of the 

of bath water. ^^^^ ^^^ ^^ between 90° and 98° P. (32° to 37° C). 

Precautions. Precautions. — The ordinary rule of not taking a full bath 

after a meal ought to be followed. In the case of insane, 
anaesthetic, paralysed, or other helpless people, special pre- 
cautions must be used. Not only must the greatest care be 



THERAPEUTIC ELECTRICITY 255 

exercised in placing the patient in the bath^ but ulcerated 
surfaces^ skin abrasions^ or other wounds must be looked for 
and protected from the action of the current, by sticking 
plaster, collodion, or other means. The patient's ^'sensi- 
bilities '' must also be examiued. It is within the present 
writer's knowledge that in the case of tabetics, who were 
also anaesthetic, serious ill-effects have followed the adminis- 
tration of electric baths by incompetent persons, whose only 
idea of current strength seemed to be the limit of the 
patient's endurance. 

The patient having entered the bath, the current will be 
turned on and very gradually brought to the strength 
required; but if the operator have any doubt as to the 
accuracy and smoothness in working of the current regulator, 
it will be found a useful precaution to let the patient sit to- 
wards the middle of the bath with his back some distance 
from the upper electrode and his feet drawn up from the 
bottom one, and from this position gradually to extend 
himself after the current is made. 

Direction of current flow. — The question of polarity will Polarity of 
have to be decided on general principles, or more probably 
by a careful trial. The late Dr. Steavenson states that the 
direction of current flow should '' generally be from the feet 
to the head." No reason seems to be assigned for this rule, 
and it is not quite easy to feel satisfied of its usefulness. 
At the same time it is necessary always to bear it in mind 
as being the opinion of a high authority and the outcome 
of a large experience. The necessity for a very gradual 
making and breaking of the circuit, unless when the special 
effects of sudden rupture or reversal are desired, are 
amongst the things common to ordinary electrical applica- 
tions, and need not be insisted on here. If a continuous 
current be running, the galvanometer and the patient must 
both be carefully watched. If an alternating current be in 
use, and no measuring instrument in circuit, the operator 
will not only regulate strength by the arrangements of his 



256 THKRAPEUTIC ELECTRICITY 

coil, or transformer, or by bis rheostat, but will also from 
time to time estimate its strength by his hands extended 
in the water to the extreme ends of the bath. 
Duration. Duration. — The period of immersion will usually be 

fifteen or twenty minutes, and will only on rare occasions 
exceed or even extend to half-an-hour. The first bath of a 
series ought to be more or less an experimental one, and of 
even shorter duration than the first-named time. As the 
patient emerges from the bath, and stands up in the water, 
a cold affusion in some form or a mild faradic douche may 
be administered, according to individual toleration. The 
patient who finds it necessary to undergo a course of elec- 
tric baths has not generally any considerable resisting power 
to cold. He is moreover often nervous and hypersensitive. 
Therefore, if stimulation either by the cold affusion or by the 
electrised douche be attempted, it is imperative that the 
operator have his apparatus well in hand ; that in other 
words he must be able easily and accurately to regulate both 
its electric and its hydriatic strength. The light bathing 
dress is now removed, and after vigorous friction the clothes 
are resumed and a quarter of an hour's rest is taken. 
Then, weather and strength permitting, the patient walks, 
part at least of the distance, home. 
Phygiologiral Physiological effects, — The physiological effects of the 
bath!*° ^** electric bath are thus summed up by Erb : — "Respiration 

diminished by dipolar, temperature slightly lowered by 
monopolar, metabolism promoted considerably by dipolar, 
slightly by monopolar, and secretion of urine increased. 
Appetite and digestion are improved, the genital functions 
are stimulated, circulation and nutrition are benefited, sleep 
notably restored, and new vigour imparted to the mental 
and physical faculties. In short, the electric, and especially 
the faradic, bath is credited by all with a powerful in- 
vigorating and refreshing action upon the human frame." 
All who are conversant with the subject will recognise the 
accuracy of this general statement, but it is scarcely necessary 
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to say that a good deal has been learned about the electric 
bath since this was written. 

Therapeutic effects. — Speaking broadlj', the painless and Tlierapentjc 
evenly -distributed current of the general electric bath makes bath, 
it one of the best methods of electrisation, with, at the 
same time, a considerable power of concentration on special 
parts according to the indications of the case. In all states 
of general debility and impaired nutrition (Erb), in weak- 
ness or exhaustion of the spinal nervous system, " nervous 
dyspepsia," palpitation, hysteria (Erb), neurasthenia, and 
many of those diseases referable to some derangement of 
the nervous system without appreciable lesion, commonly 
called neuroses, it may be resorted to with excellent and 
unique results. Neuralgias, sciatica, paralyses both of 
central and of peripheral origin, chorea, primary lateral 
sclerosis, muscular rheumatism, gout, rheumatoid arthritis, 
and occasionally chronic articular rheumatism, are all 
recorded to have been cured or alleviated by its use. It has 
been used with good effect iu some irritative conditions of 
the spinal cord, in alcoholic or mercurial tremors, plurabism, 
and even in paralysis agitans (Lehr, Erb), and in peripheral 
neuritis, from whatever cause, although not in the very early 
stage. There may also be enumerated the excellent results 
(of the faradic bath} recently recorded by Segretti in the 
treatment of rickets. In connection with the alternating 
dynamo current bath very special attention must be drawn 
to the still more recently recorded experiences of Gautier 
and Larat, not only in many of the above conditions, includ- 
ing rickets, but also in "strumous" conditions, obesity, 
eczema, and many so-called diatheses, and diseases due to 
failure or perversion of nutrition. 

For the continuous current bath twenty Leclanche cells Continoon« 
will bo required, with a rheostat, or a cell collector. If a 
dynamo current is used it will be controlled as described in 
" Current from the Main ;" 25 to 200 ma. may be the total 
current running through the bath according to the purpose 

17 
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required. The duration of the first bath will be eight to ten 
minutes ; after that it may be gradually increased to fifteen 
or twenty, or even more. 

Details of the physical character^ and the chemical and 

physiological effects of the continuous current circuit from 

lighting stations, as well as the best means of regulating it, 

will be found in the chapter on " Current from the Main." * 

Ekctrio In using public supply currents for the purpose of the electric 

eumntt m bath, the first consideration must be the paramount necessity 

•opply* '^^ efficient insulation ; and this necessity will apply equally 

to all systems of supply, whether continuous or alternating, 
direct or transformed. In the usual electrical applications 
security would be attained by standing on a very dry floor, 
or, more certainly, on a varnished kamptulicon mat. But 
in the case of the water bath, connecting as it does with a 
good earthing device in the shape of waste-pipes and water 
pipes, the case is altogether different, and certain additional 
precautions then become necessary. With these duly carried 
out effective insulation can certainly be secured. In the 
first place it is obvious that the bath should not be made of 
metal. Hard wood or porcelain are suitable materials, the 
latter by preference. The bath should stand upon glass 
mushroom insulators filled with a heavy resinous oil (similar 
to those used for insulating storage batteries) or it might 
be placed upon hard vulcanised rubber blocks. The inlet 
stop-cocks for both hot and cold water should be placed at 
some distance from the bath, and in such a position that it 
would be impossible for the patient, when in the bath, to 
accidentally make contact with them. An insulating piece 
of porcelain or vulcanised rubber should be inserted in both 
inlet pipes between the stop-cocks and the bath. If the 
waste-pipe be attached to the bath an insulating piece should 
be inserted as close to the bath as possible. But danger may 
be even more easily and effectually averted by tixing directly 
below the waste outlet of the bath a shallow tank or sink 

* S«e alM ^ Current from tlie X:iin/* Loudon : U. K. Ltf«i*« 
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to receive waste water from the bath, the waste-pipe being 
attached to this sink. Neither the tank nor the waste-pipe 
should make contact with the bath. 

The diagrams (Fig. 98, p. 264) show the electrical condi- 
tions that exist — for example in a bath — when an earth con- 
nection is made; and illustrate the serious danger to which 
a patient would under such circumstances be exposed. 

115 volts is the full pressure of supply. There is one 

'* series " R = 80, and there are two parallel branches 

(R = 600 + 2 + 10 and R = 1). Then the total resist- 

612 X 1 
ance = — + 80 = 80*998, and the total current 

612 + 1 

^ ^ ^ V 

1 = 1420 ma. The current in the respective parallel 

80-998/ ^ ^ 

branches will be as 612 : 1 — in other words, current being 

inversely proportional to resistance, and the milliamp^re- 

meter being placed in the circuit of higher R (in the 

proportion 612 : 1), only 2*3 ma. will be registered, whilst 

the remainder of the total current (travelling vid the 

circuit of low R, viz. the earth) amounts to 1417*7 ma,, and 

the milliamp^remeter fails to register any of this leakage 

current. But both circuits are common to the bath. Had 

the patient been placed in contact with the uninsulated 

(neutral) wire and the resistance been interposed between 

him and the insulated pole (positive or negative) he 

would not, even if placed in an uninsulated bath, have 

been in the circuit of any earth current. This would hold 

true only so long as the condition of the mains was good. 

Should a fault break out on one of the outer wires (positive 

or negative) the state of affairs would be in no way different 

from the case just considered. What then is the remedy 

for this risk ? Clearly insulation. It should be taken as 

an axiom that the current from public supply mains should 

never be applied either as a shunt or direct to the patient, 

without interposing between him and the earth an insulating 

substance of such a nature as would undoubtedly Ktand the 
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fall main pressure across it without passing a current of 
1 ma. In the case of three wire systems the " fall main 
pressure *' would be double that of supply^ and in five wire 
systems four times that of supply. In dealing with public 
supply currents for medical purposes, the first and last word 
must be always insulation. 
Fkndic bath. For the faradic bath a coarse but very effective form of 

bath coil known as that of Constantin Paul is commonly 

sold ; it consists of a primary wire only. The regulation of 

strength is effected by means of a pivoted arm touching 

studs^ and thus " tapping '' various length of the coil wire. 

There is also a " shielding tube " which by its withdrawal 

increases the strength of the current. 

Alternating Alternating currents from light circuits. — The effects of 

asaaonroeof sinusoidal currents, or rather of those pseudo-sinusoidal 

^^h currents obtainable from alternating light mains applied 

through the medium of the water bath, have been specially 
studied by Gautier and Larat, from whose writings the fol- 
lowing remarks are chiefly taken : — Immersion varies from 
a quarter of an hour to forty minutes, and beneficial results 
soon show themselves in an increased appetite, a general 
feeling of lightness and elasticity, and often in an improved 
action of the intestinal canal. These authors therefore 
regard such applications as a good general stimulus to the 
functions of organic life — a " tonic '* like fresh air, salt 
water baths, or hydro-therapeutics. This general tonic 
action, they state, is especially seen in chlorotic anaemia^ 
where even after four or five baths appetite returns, the en- 
feebled intestine resumes its normal functions, palpitation 
and bruits disappear, and menstruation is re-established. 
Equally noteworthy is this tonic action in that form of 
neurasthenia known as " spinal ; '' the characteristic feeble- 
ness of the limbs, girdle pains, and weakness of the genital 
organs, often quickly and permanently disappear. Bnt a 
great deal more is claimed for this bath than a mere tonic 
effect. In disordered states of nutrition and in certain 
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'^diatheses" the effect is to restore function to its normal 
type. This is effected partly by the tonic influence already 
noticed^ and still more by that demonstrable increase in the 
nutritive exchanges which follows the treatment. In 
''strumous'' conditions, both of children and adults, there 
is often a remarkable improvement. The same, and with 
even greater truth, may be affirmed of rickets. The authors 
in question regard rickets, not as a chemical derangement 
primarily affecting the bones, but rather as a condition 
dependent on faulty assimilation. And they come to this 
conclusion, inasmuch as by the treatment in question, 
rickety children, without the use of lime or iron, show 
a manifest improvement, the possibility of which no one 
can doubt after the demonstrations of Segretti. The latter 
used the extra current of the faradic machine. But 
the same effects are not less marked with the bath through 
which sinusoidal currents are passing. In cases of obesity, 
the treatment by the latter method has been followed 
by improvement in health and decrease in weight, often 
permanent. Four cases of muscular atrophy of myopathic 
origin are recorded which underwent improvement by the 
same treatment. Rheumatism, especially in its muscular 
manifestations (lumbago and torticollis), was cured by one 
or two seances. Neuralgic pains of a rheumatic character, 
especially sciatica, do not show so rapid an improvement, 
but still no treatment presents better results. In simple 
sciatica, cure is relatively rapid (fifteen to thirty seances), a 
result which the writers consider good, in view of the fact 
that in all the cases given the sciatica had proved rebel- 
lious to other forms of treatment. In subacute and chronic 
rheumatism the painful articular swelling and muscular 
weakness and atrophy that characterise these conditions 
often yield to this form of bath. The same may be said of 
gout. When the attack ends the pain and swelling disap- 
pear much in the same way that they disappear under the 
use of the thermal waters of Aix-les-Bains, and if the 
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treatment be carried out between the attacks the intoryab 
become gradually longer and the attacks gradually shorten. 
Perhaps the most remarkable result that followed this form 
of alternating current bath was seen in eczema. In the 
case of a lady who was under treatment by these baths for 
chronic rheumatism^ but was also suffering from an eczema 
of thirty years standings it was noticed that the latter got 
rapidly well. The same has since been observed in a num- 
ber of other instances, and relapse is rare. The good effect 
in such cases must be dependent on improvement in the 
general nutrition of the body rather than on any local action 
in the affected part, inasmuch as the bath led to disappear- 
ance of eczema of the face equally with those parts of the 
body to which the current had direct access. Similar results, 
but less constant in their occurrence, have been observed in 
urticaria. 



The Electric Douche 

The apparatus consists of a short length of flexible 
rubber tubing, having an inside conducting wire, one end 
of which is brought out and connected to a terminal about 
two inches from the brass union which joins on to the supply 
pipes. The two inches of rubber tubing thus interposed 
between the metal pipes and the conducting wire act as 
effective insulation at this end of the arrangement. The 
other end of the internal wire is soldered to the inside of 
the metal screw, to which different nozzles mav be attached. 
The nozzles are of two kinds, one a single "jet,'* for 
current concentration, the other a " rose," for current 
diffusion. 

By the use of such an apparatus it has been found that, 
with the ordinary domestic water supply, continuous current 
of useful sti>?ngih may be passed with an E.M F. of 50 to 
60 rolts from a batterr of fortv Hellesen cells when the 
nozalo is hold several inches from the J^atienl. Alternating 



THERAPEUTIC ELECTRICITY 263 

currents from a fair-sized bath coil pass through a much 
greater distance. If saline or other special conducting fluids 
be usedj the distance through which the current passes is^ as 
might be expected^ much increased.'^ 

The electric douche presents itself as a means of general 
electrisation by bringing the various parts of the body 
successively under its influence. It claims an action that 
may be strictly localised^ and further offers itself as a 
means of producing^ through various motor, inhibitory, and 
secretory reflexes^ those influences on nervous centres and 
glands which can undoubtedly be brought about by other 
and more painful methods of peripheral electrical exci- 
tation. Used in this way^ it will not fail to prove itself a 
nervine tonic '' heightening cutaneous sensibility and quick- 
ening motor excitability.'^ It will influence nutrition and 
absorption by its control over the distribution and circula- 
tion of the blood current. It will act favourably on local 
diseases, such as chronic joint affections, and promote 
absorption through its influence on the circulation. Its 
usefulness in states of general debility and malnutrition, 
neurasthenia, spinal debility, exhaustion^ and any case 
in which want of " tone ^' is the prominent feature^ 
neods no showing. These effects will be brought about in 
more ways than one, partly by the ordinary action of an 
electric current passing through the body, and partly by 
the enormous range of reflexes that by so effective a 
method of cutaneous stimulation are brought into action, 
and not at least, perhaps, by the direct neural connection 
known to exist between special skin ureas and internal 
organs. 

Its adaptability to some forms of internal application 
cannot fail to suggest itself. 

Recent therapeutic experiences of the writer leave no 
doubt in his mind as to the usefulness of the electric douche. 
He has called it into requisition for the peripheral part of 

• See * Hj-droelectric Methods/ by Dr. \V. S. Hedley (Lewis). 
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the treatment of old-standing paralyses of central ori^D. 
He baa found it a most useful adjunct to other electrical 
methods in the treutment of that ensemble of symptoms 
known as neurasthenia, and in cases of antesthesia it has been 
found of the greatest service. 

Cask. — B — , »t, 30. Paralysis of two months' standing, right fore- 
arm extensors and aupiaatori involved, wrist drop, R.D, sensation 
impaired, " woolly " feel and nomfaueee, especially over the diatribo- 
tion of the radial. One or two painful points in the course of the 
posterior Interosseoui. History and symptoms show it to be a case of 
pressure paralysis (muscular spiral). Was attacked shortly after 
having Iain in an awkward position during several hours when intoxi- 
cated. Has taken medicine for two months. Electrical treatment 
now entei-ed upon by weak cun'enta {-^), anode stabile on each painful 
point, five to ten minutes, cathode large indifferent electrode. After 
two or three weeks no improvement ; at the end of one month (twelve 
sittings) slight improvement perceptible. Powerful peripheral stimu- 
lation was then resorted to, at first by " single pole " treatment, that 
is to say, the patient, being insulated and holding one pole of a lai'ge 
coil, had sparks taken from the arm. This was alternated with tie 
electrised douche, and improvement fullowed with surprising rapidity, 
the cure being complete in eight weeks (twenty-five sittings] fi'om the 
t of electrical treatment. 
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Testing for Faults in a Circuit 

How to teat for cv/rrenL — Take one cell with current 
selector, or if working with a rheostat^ set it for small cur- 
rent ; then bring the metal ends of the conducting cords 
together, and if the galvanometer shows no deflection there 
is a break in the circuit somewhere. The tips of the con- 
ducting cords applied to the tongue also reveal a current by 
the peculiar taste. 

To localise the fault. — Attach* one end of a wire to one 
terminal of the battery, and the other end of the wire to the 
other terminal. In other words, short circuit the battery 
through a wire, throw in one cell or arrange rheostat for 
small current. If now there is a deflection the fault is in the 
conducting cords. Ascertain which cord by using each in 
succession to short circuit the battery, instead of doing so 
by the wire. If there was no current on testing with the 
wire, try each particular cell of the battery by throwing one 
cell at a time into circuit by means of the double cell 
collector, and note whether or not there is a deflection of 
the galvanometer on trying any particular cell. If any cell 
is thus discovered to be at fault its condition and connec- 
tions must be examined. A loose screw is often the cause 
of a break in the circuit. If no current can be got from 
any cell the screws that fix the current selector and current 
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reverser on their axis mast be examined. These screws 
sometimes work loose, so that contact is not secured. 

To localise faults in the induction coil circuit, ^^-Jf the coil 
does not work first try whether the cell or cells which 
" drive " it are giving current. This is done by taking out 
the cell and noting whether there is a deflection on the 
galvanometer. Or it may be that the cell is giving current 
but is too far exhausted to furnish the electro -motive force 
necessary to actuate the coil. This can be ascertained by 
comparing the current sent through a certain resistance 
with a current sent through the same resistance by a cell 
known to be fully charged. If the cell is found to be in 
good order examine the interrupter ; the latter sometimes 
requires a slight touch to set it into action. The hammer 
should be one sixteenth of an inch from the small electro- 
magnet, and the contact screw should just touch the pla- 
tinum point. In those interrupters that have the hammer 
attached to a spring, the latter is apt to get out of order. 
If neither cell nor interrupter are at fault, the connecting 
cords must be examined. This is most effectually done by 
using well-soaked electrodes and placing the body in 
circuit. 

To localise a fault in a cautery battery, — If the burners do 
not incandesce, note whether the copper wires that carry 
the current to the burner have got very hot. If this has 
occurred it is because they have got too near each other and 
current passes from one to the other without reaching the 
platinum burner. In such a case the wires must be sepa- 
rated. If the platinum burners seem in good order, detach 
the conductiuir cords from the cauterv handle. If there is 
a spark on bringing their ends together the fault must lie 
in the handle, not in the battery. It is probably " the con- 
tact," I. <?. the point where current is made and broken, that 
has become oxidised. If there is a weak spark it shows 
that the connecting cords are not at fault, but that the 
battery is run down and requires re-ohargring. 
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To test the polarity of electrodes, — Use pole-finding paper 
or place the tips of the connecting wires in a solution of Pot. 
lod. In the former case the positive pole marks a red 
stain owing to acids ; in the latter the brown colour of the 
iodine reveals the positive pole. The poles may also be dis- 
tinguished by the larger volume of gas given off at the nega- 
tive ; the proportion of hydrogen at the negative to oxygen 
at the positive being as 2 to 1. A useful pole-finding paper 
is made by dipping blotting-paper into a solution of sulphate 
of soda to which a little phenol-phthalein has been added. 
Once dry, this paper does not deteriorate. To use it, wet 
the paper and apply the metal tips of the conducting cords. 
The magenta colour reveals the negative pole, and is due to 
the action of the phenol -phthalein in the presence of an alkali. 
In the acid and neutral states phenol-phthalein is devoid of 
colour. 

To show the necessity for moistening the electrodes. — With 
a given B.M.F., i. e. with a given number of cells or the 
rheostat set at a given point, take metallic electrodes in the 
dry hands and note the current ; now cover the electrodes 
with moist flannel, and keeping the E.M.F. the same ; note 
the increased deflection. This increase in current is due to 
resistance being diminished by wetting, that is to say, the high 
R. of the epidermis is diminished (1) by water, a fairly good 
conductor, getting into its interstices;* (2) by the forma- 
tion of a good conducting joint ; in other words, by a layer 
of water being interposed between the metal surface and the 
skin. This purpose would be better effected by using salt 
water instead of plain water to moisten the electrodes ; but 
unless there is a deficiency of battery power, it is not 
desirable to do this as the salt solution oxidises the elec- 
trodes ; and the application is more painful owing to the 
decomposition of sodium chloride. 

To show that the physiological effect of a given current varies 
with ''density,*' — The experimenter trying upon himself 

• Doubtless current is to a grreat extent conducted by the sweat ducts. 



2^ THEBAPEUTIG BLBCTBICITY 

cakes a I^rge electrode and applies it to an indifferent part 
^i€ ^ke hodj. For the other electrode he uses one about two 
:!!««» rn diamecer on the cheek, and he brings the current 
xp % a giv^n strength, say fiTe milliampdres ; then instead 
ot Tzte lasc named electrode he uses the small testing elec- 
iraae :zl the same position, and brings the current up to the 
same screnetk as before. Note the difference in sensation, 
aad mocor effects at make and break. 

Wkif the farad ic bru^h is painfuL — It is well known that 
when a carrent is applied by small points it is more painful 
rhan when tlie application is made by a flat electrode. This 
i:^ due partly to the greater concentration or density of the 
correaCy aztd also probably to the fact that there is not a 
ifuod cundactinsr joint between the metal point and the body, 
and cher^fare small sparks leap across the space between the 
electrode and the sensitive tissues. 

To shosF tkf ffect of the superficial area of the electrodes 
^l^ofi curr^/^i ;ftrength. — Note the difference in the deflection 
oc the galranometer between two small electrodes and two 
Ur^ electrodes, when applied to the body with a given 
number of cells. 

HiHT to avoid shock even in using strong currents, — It is 
not so much to the absolute strength and density of a steadily 
dk>wiu^ current that the neuro-muscular system reacts, but to 
cliAQs^es i>f potential (make and break) and the suddennesHvriih 
wtuch the change is made. Therefore in passing strong 
Cttrr^ttts thrvHigh the body it is absolutely necessary, in order 
to aroid shock, that the current be very gradually increased 
attd T^rr gradually diminished. 

H^NT h> «l^t/ ^th accumulators. — Accumulators must be 

ckiins^ frequently, say once a month, and this whether 

HjB^ or vol. They are usually charged from a continuous 

Mtttiil ^TQMiKX but any battery at a higher electro- motive 

i# tl»n two Toks will answer the purpose.^ 

I ihrnrgt mt mfcmmulaior. — Connect the positive pole of the 

• Tli« grsYitj cell is snitable. 
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charging current with the positive pole of the accumulator, 
and negative pole with negative pole. One or more incan- 
descent lamps are placed in circuit. This protects the 
battery and controls the rate of charging. By having an 
amperemeter in circuit, and looking at it about every hour, 
tlie strength of the charging current is easily ascertained as 
well as its direction. 

The capacity of an accumulator depends upon the size and 
weight of its plates and otlier points in its construction.* 
By capacity is meant the quantity of electrical energy which 
can, so to speak, be stored in a chemical form. 

The safe current with which an accumulator may be charged 
or discharged depends upon the capacity of the accumulator. 
'' As a general rule the charging current ought not to exceed 
one fifrh, and the discharging current one quarter of the 
capacity." f Some accumulators are specially constructed for 
high rates of discharge. 

Before using any particular accumulator for cautery pur- 
poses a&certHiu its safe rate of discharge. 

For cautery purposes an accumulator ought to discharge 
safely np to fifteen or twenty amperes ; to drive large coils 
up to fifteen amperes. Do not test the charge of an accu- 
mulator by joining its terminals with a wire ; in other words, 
do not short-circuit it, this injures the plates. 

Illuminating Instruments fok Introduction into Cavities 

In managing small surgical lamps always have a rheostat 
in circuit. The entire resistance should be '' in" at first and 
gradually diminished until the carbon filament attains full 
incandescence, i, e, gets a little brighter than yellow. 

The life of such lamps is from 20 to 100 hours, and their 
candle power is from one to five (Schall). If the lamp does 
not act when in position on the instrument, see first that it 

* A well -designed one should be capable of giving about 5 to 7 ampere hours 
per pound of lead. (Dr Lewis-Jones.) 
t Schull. 



270 



THBBAPBUTIO ELECTBIOITT 



is properly attached, and then ezamiiie its carbon filament. 
It neither connectious nor filament are at fault, examine the 
battery, 



The Wbhnelt Intkebopieb 
In using high frequency currents the present writer avails 
himself of the uew electrolytic interrupter discovered by Dr. 




Flo. 99. — Scbems for Higli Prequenoy witli Electrolytic Iiiterropter.* 
B. Bstterjor twenty-twocelli (nccnmuUlori). W. Wehnelt 
interrupter. P. PriiDKry of coil. S. Secondary of coll. D. 
Detonator. Co. Con dense n. R. Begonator. A. Milliamptre- 
meter. Pa. Pntient. T. Terminal for monopolir treatment 
with electrode condenier. 
When an ulteruatinp dyniitno current is uvailabli-, the battery, coil, and ii 
ropter are replaced by a tranafonner (•ee p. 67). 

■ Installed by Mr. Deiia. 



THBBAPBUTIO ELEOTBIOITY 271 

Wehnelt. A useful form of this appai*atu8 consists of a 
vessel filled with dilute sulphuric acid containing a large lead 
electrode and a small platinum one. If a considerable 
E.M.F.^ be passed through this from a continuous current 
supply^ the current is made and broken with extraordinary 
rapidity,t the rate increasing with the E.M.P. used. The 
current in the primary circuit is in proportion to the surface 
of the active electrode. Thus to regulate the rapidity it is 
necessary to have the E.M.F. controlled by a rheostat^ and 
to regulate the current it must be possible to regulate the 
amount of active surface of the platinum electrode. The 
diagram (Fig. 99) shows the disposition of the apparatus for 
high frequency currents as used by the present writer. 

* Anything above 24 volts. 

t 1600 breaks a second with 100 volts (Schall.) 
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